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Evoedeiypévn Xpion

AESKULISA® Prothrombin-A eivai pia Eviupoavoooloyikr] péBodog oTepenG @AaNg TTou TIEPIEXEI
QuOIKn avBpwTivn TpoBpouBivn (TTapdyovtag Il) yia ToooTiKG Kal TTOIOTIKO TTpoadiopioud IgA-
QVTICWHATWYV EvavTi TNG TTPOBpouRivng oTov avBpwITIvo 0po.

O T1pocdIopICPOS  QUTWY  TwV  avTIOWATwY  g§uttnEeTel oT0 va T1eBei n  didyvwon ToU
AvTIQWOQOAITTIOIKOU OUVOPOOU.

KAIVIKR ) epappoyn Kal apxég Tng pe6odou

O avBpwmvog Trapayovtag Il (TrpoBpouBivn) cival éva Cupoydvo Tou TTAGopaTog, £xel poplakd Bapog
75 kDa. H rpoBpouBivn ouvdEeTal ue TNV EVEPYOTTOINKEVN HOP®N TwV TTapayoviwy V, X OTTwg eTmiong
Kal hE Qwo@oMimidla kai dnuioupyei €10l TO OUPTTAOKO TNG TTPoBpoufivaong, Miag KATOAUTIKAG
pJovadag, n OTroia WETOTPETTEI PE TNV TTAPOUCia IOVTWV aoBecTiou Tn ouvdepévn o€ PEPPRPAVES
TpoBpoupivn oe BpouBivn. ZTn cuvéxela n BpopRivn atreAeuBepwveral oTn diaAuTr @daaon.

Ta avTiowpaTa £vavT TG TTPoBpouRivng avhAKouv oTnv oudda Twv avTiQwa@OAITIOIKWY aAVTICWHATWY,
Ta otroia TdooovTal €I8IKA eVAVTIO O apPVNTIKA QOPTICUEVA QWOQOAITTIOIN, CUCTATIKWY OTOIXEIWV
BioAoyiIKwv PePPBpavwy, kal evaviia oTnv  TPoBpouBivn. Ta avTiQwo@OAITTIOIKA avTIoWwPaATa
ouoxeTiCovTal PE KAIVIKA XOAPOKTNPIOTIKA onueia Tou Agyouevou avTiQuo@OAITTIOIKOU ouvdpOuou.
E¢etdoeig €dcifav, OTI UTTAPXEI OTEVOG CUOXETIONOG UETALU Bpoufwocwy, BPOoUBOKUTTAPOTTEVILV KAl
ouvABeig ammoBoAwv (wg ouvéTTEIa TTAOKOUVTIOKOU €u@PAkTou). O pOAOG Twv avTIPWOPONITTIOIKWV
QVTICWHATWY aTNV €EENIEN TNG BPOUPBWONG OUWG, OV £XEl AKOUN EEKABAPIOTEL TTANPWG.

H eppdavion avTiQwo@OoMTTIOIKWY avTICWHATWY OTO CUCTNHATIKG €puBnuatwdn Auko (XEA) kal o€
GAAeG TTapouoIEG aoBéveleg XapakTnpieTal WG deUTEPOTTABEG aVTIQWOQOAITTIOKG GUvdpopo (ADL).
AvTIBéTwG, To TTpwToTTaBég AP XapakTnpideTal omd avTIQWOPOAIMTIOIKG QvTICWHATA XWPIG TN
OupMETOXA GAAWY auTOdVOCWYV TTABACEWV.

Mpbdogata Teplypd@nke, OTI N UTTAPEN avTicWUATwy EvavTl TNG TTPoBpoupivng uoévo, cuoxeTiCeTal
éviova ME TNV eu@avion amofoAwv euBplwv oto APE. OmoTe Ta avTiIoWPATa EvavTl Tng
TPoBpouRivng atroteAolv Tov TTPWTO O€iKTN yIa auTAV TNV €mTTAOKN Tou ADZ, epdcov 6Aa Ta GAAa
QVTIQWOPOANITTIOIKA QvVTICWHATA O aXeTICovTal UE ATTOROAEG EURPUWV.

AvTiowpata  €vavtl Tou GCUUTTAGKOU TTpoBpouBivng-ewogatidulooepivng ouaoxeTiCovTal PE TNV
EMQAVION QAERIKWV KAl OpTNEIGKWY OpouBwoewy, Ol OTToieG aTToTEAOUV pia OelTeEPn OpAda TWV
KAIVIKWV ekdnAwaoewv Tou ADZ. Ta avTICWUATa £vavTl TOU CUPTTAOKOU &€V TTAPOUTIAdOUV Kalia axéon
ME aTroBOAEG epPpUWY. OTTOTE Kal 01 BUO0 OPAdEG AVTICWHATWY ATTOTEAOUV £va GNUAVTIKO dIayVWOTIKO
BonBnTiké péoo aTn dIaPopPodIAYVWaON TWV ETEPOYEVWV EKONAWOEWY Tou ADZ.

Apxég TnG doKipaoiag

Ta diaAupéva 1:101 deiyparta opol eTTwdlovTal OTIG HIKPOTTAGKEG, Ol OTTOIEG Eival ETTIKAAUPPEVEG
ME TO €10IKO avTiyovo. Katd Tn didpKela TG £TTWACNG UVOLovTal Ta EIBIKA AvTICWHPATA aTT® TOV
opo Twv acBevwy, €dv autd uTTdpxXOuv, PE TO AvTIYOVO TTOU PPIOKETal OTNV TTAGKA, TA Wn
ouvdeuEva aToixeia Tou 0poU aTTopakpUvovTal oTo £TOUEVO BAa TTAUONG. ETreira rpoaBEéTovTal
avTI-avOPWITTIVEG AVOCOOQAIPIVEG, 01 OTTOIEG €ival OUeUyUEVEG PE UTTEPOLEIDAON aTTd pagavida
(o0Ceuypa). Kard tn Oidpkeia piog €mwaong, 1o oUfeuypa (CUCEUYHEVEG QVOOOCQAIPIVEG)
OuvoEeTal PE TO OUPTTAOKO aVTIYOVOU — AVTIOWNATOG TTOU OXNUATIOTNKE TTPIV, Ol [N OUCEUYUEVEG
avoooo@aIpiveg aTTopaKpUvovTal OTo €TTOPEVO BApa TTAUoNG. H diattioTwon Twv ouvdeuévwyv
AVTICWUATWY TTPAYUATOTIOIEITAI HE EVCUUATIKA XPWOTIKA avTidpacon (UTTAE) TOU UTTOOTPWHATOG, N
otroia avaoTéAAeTal pe diaAupévo o&U (aAAayn xpwong oe kitpivo). O BaBudg oxnuaTiopou
XPWHATOG aTTO TO XpwHoyovo egaptdtal amd Tnv TT000TNTA OUuleUyuaTog Trou BpiokeTal
ouvOedEPEVN PE TO OUPTTAOKO QVTIYOVOU-QVTICWHATOG Kal £T01 €ival avaAoyog TTpOg TNV apXIKN
OUYKEVTPWAN TWV QVTIGTOIXWV AvTICWUATWY OTO deiyua aoBevoug.
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2UCTOTIKA OTOIXEIO TTOU TTEPIEXOVTAI OTO OET

AIAAYONTAITIPIN ATl1O TH XPHZH

Xpwua e s
2T0I1XEIO MogétnTa . dioAUpaT  TMepiypagr) / Mepiexdpevo
KOTTOKIOU oc
5TTAGCIO CUYKEVTPWON
PuBuioTiko didAupa derypdTwy . . Tris, xAwpiouxo varpio (NaCl), aABoupivn Bégiou
(5%) 1 x20ml Aeukd Kitovo 1 500 (BSA), 0teidio Tou varpiou < 0,1%
(ouvTnpnTIKO)
C s . 50TTAGCIa CUYKEVTPWON
(FZ.)%GX‘;'OT'KO OiGAupa mAGong 1 X 20ml Neukd Mpdoivo | Tris, NaCl, Tween 20, oggidio Tou varpiou < 0,1%
(ouvTnpnTIKO)
ETOIMA IA XPHXH
Xpwua Xpwua
2T0IXEIO MogétnTa Katrakio  diaAUpar  lMepiypaen / MNepiexouevo
0 oG
. e . . AvBpwTivog 0pdg (SlaAupévog), ahBoupivn Bogiou
ApvnTIKGG 0pOg EAEyXOU 1x1,5mi Mpdowvo - Aiauyég opou (BSA), ogeidio Tou varpiou < 0,1% (ouvinpnTiko)
i ) ) . . AvBpwTTIivog 0padg (diahupévog), aABoupivn Boeiou
OETIKGG 0pOg EAEyXOU 1x1,5ml Kokkivo - Kitpivo opou (BSA), ogeidio Tou vatpiou < 0,1% (ouvtnpnTiKO)
Avnégaomplo BaBuovéunong 1x1.5ml MAe Kfrpivo Avepwmvog 0pog (6|0Auuavqg), G)\BOL[;I[,IIVI] Boeiou ]
OPIOKAG TIMAG opou (BSA), ogeidio Tou vatpiou < 0,1% (ouvtnpnTiKO)
Juykévipwon kGBe avtidpaoTnpiou Babuovéunaong: O,
} . . . . 3, 10, 30, 100, 300 U/ml. AvBpwTTivog 0pdg
AvtidpaoTrpia BaBuovéunong | 6 x 1,5ml Neuko Kitpivo (S10AUEVOC), aABoupivn BogIou 0pow (BSA), ofeidio
Tou vaTtpiou < 0,1% (ouvtnpnTikd)
. . . >2UOTaTIKO OTOIXEIO: AVTI — QVBPWTTIVI AvOCo0O@aIpivn
2ulevypara, IgA 1 x15ml KoOkkivo | KOkkivo ONUABELEVN W UTEPOEEIBACT TG pagavida (BSA)
. . . >1aBepotroinuévn TETPaPEBUABEVISivN Kal
Ymootpwua TMB 1 x15ml Maupo Alauyég UTIEPOEEIBIO TOU UBPOYOVOU (TMB/H05)
AidAupa diakoTg avtidpaong | 1 x 15ml Neukod Alouyég 1M YdpoxAwpikd o&u
12x8 ﬁ\%l Aegv givai Me ammooTTpEVOUG UTTOBOXEIG. AVvaTpEETE OTNV
MAdka pikpoTiTAoTToinONG . . S100éaip TTapdypa®o 1 yia TTANPOPOPIEG OXETIKA HE TNV
Tavieg di1aBéaiy .
o o ETMIKAAUYN.

*H évtaon Tou XpWHOTOG QUEAVETAI PE TN GUYKEVTPWON

AmaitoUugva vuAika

O avayvwoTng TTAaKWY PIKpoTITAoTToinang 450 nm avaylyvwoKel @IATpa avAyvwaong Kal TTpoalpeTiké 620 nm @iATpa avapopdg
(600-690 nm). MNuaAiva egaptApata (KUAIVEpog 100-1000ml), dokipaoTikoi cwArveg yia diaAlpara. AovnTAg avauigng, TTPoX0ideg
akpiBeiag (10, 100, 200, 500, 1000 pl) A TTpooapuolopevn TToAuTTpoxoida (100-1000pl). Zuokeury TTAUONG PIKPOTTAGKAG (300pl
emmavaAapBavopevn Tpoxoida, f TPoxoida TTOAAOTTAWY KavaAlwy 1 auTopaToTroinpévo oUoTnua), atmoppo@nTikd xapti. Ol
OOKIJOTIEG HAG EXOUV WG OXEDIOOTEI yIa va XpnaoiygoTtroinBoulv pe kabapd Udwp cUPPwva PE TOUg opiopoug TG PapuakoTroliag
Hvwpévwv MoAireitbv (USP 26 - NF 21) kai Tng Eupwraikig @appakotroliag (Eur.Ph. 4th ed.).

®UAagn ka1 xpodvog diatppnong

Ta avTidpacThpia Tou GuvOAOU avTIOPACTNPIWY Kal N MIKPOTTAGKAO TTPETTEI va QUAdGooovTal
otoug 2-8 °C/35,6-46,4 °F péoa oOToug QuBevTIKOUG TTEPIEKTEG. Apaiwpéva  dlaAluara,
@uAdooovtal otoug 2-8 °C/35,6-46,4 °F yia éva prva. MNpémrer va AapBavovral utréoywn ol
nUEPouNVieg AENG TTou avaypd@ovTal 0Tn CUCKEUOCTIa Kal OTIG ETIKETEG TOU KABE OUOTATIKOU.

Mn xpnoigotroicital Anyuéva ouoTaTik@ oToixeia Tou ouvoAou avTidpacTnpiwv! MNpémer va
atmo@elyeTal n évrovn €Tidpaan wTog aTo diIGAupa uttooTpwHatog TMB. O1 PIKOTTAAGKES va
QuAdooovTal TTavrote WE ENPAVTIKO UAIKO KOAG KAsiopéveg péoa oTn pePPpdavn NG
OUOKEUAOiag.
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Y1rodeigeig Kal TTpo@UAGEEIg

5.2

EmikKivouvoTnTa yIa TNV UyEia

AAYTO TO NPOION EMITPENETAI NA XPHZIMOMOIEITAI MONO TNA EPFAZTHPIAKH
XPHZH (IN VITRO AIAFNQZTIKH).

MpéTTel va XPnOIWOTTIOIEITAl OTTO TTPOCWTTIKO, TO OTTOIO £XEI KATATOTTIOTEN KAl EKTTAIDEUTEI €10IK&
oTn xpnoigotroinon in vitro dlayvwoTIKWY UAIKWY. Av Kal autd TO TTpoidv dev Bewpeital
I010iTepa TOEIKG A €TMKiVOUVO UTTO OUVONAKEG evOedelyuévng XPHOoNG, OCUMPBOUAEUTEITE TIG
TTOPAKATW TTANPOPOPIES YIa TN dlaQUAALN TNG PEYIOTNG GOQAAEIAG:

Zuordosis kal uérpa mpoeuiaéng

Mepovwpéva cuoTatikd TOu GUVOAOU QvTIOPOOTNPiwY TTEPIEXOUV BUVNTIKA ETTIKivOuva
avTidpacThpia, Ta oTToia gival duvaTd va TTPOKOAAECOUV €peBIOHO Twv O0POBAAPWY  Kal Tou
0épuartog. NMPOZOXH! AlakpIBwTEG, £AeyXol Kal puBuIoTIKG dIaAUpaTa TTEPIEXOUV adidio Tou
vaTpiou (NaNs3) wg ouvinpnmikd. To NaNs; pmopei va civar 10EIKO €dv TTpoAneBei 1
atropponBei atmd 1o déppa A Ta paTia. To NaNs pytmopei va avTidpdoel ue TNV £yKatdoTaon
MOAUBOOU Kal XaAkoU oxnuaTtiCovtag 101aiTepa eKPNKTIKA HETAAANIKG adidia. Katd Ttnv
aATToOpPPIYN, EETTAUVETE UE PEYAAO OYKO UDATOG yIa va ATTOTPEWETE TN dnuioupyia alidiwv.
MapakaAw avaTpégete oTIg dladikaoieg atroAUuavong OTTwg TeplypdgovTtal amdé T CDC R
GAAeG TOTTIKEG/ €BVIKEG ODNYiEG.

Kard tn di1dpKela TG Epyaoiag JE TO OET, ATTAYOPEUETAI TO QAYNTO, TO TTOTO KAl TO
KATTVIONA.Mn XpNOIMOTTIOIEITE TRV TTPOXOIdA (TTITTETTA) SIa HECW TOU OTOMATOG, POPATE
yavTia pgiag xpRong.

Ta avmidpaoThpia avlpwTTivnG TTPOEAEUONG TTOU TTEPIEXOVTAI O€ QUTO TO TIPOIGV (opoi
eAéyxou kal avTidpaaTripia BaBuovounong) amodeixTnkav Katd Tov €Aeyxo yia nmatinda B
avTiyovo em@aveiag (HbsAg), nmartinda C kai HIV 1 kai 2 wg apvntikd. Ouwg, o poidvta
avBpwTTIvng TTPoéAcuong de PTTopei TTOTE va atTokAEIoTEl TTAAPWG N TBavoTNTa POAUVONG e
TOUG ava@epOpevous i Kal de GAAoUg akdun ayvwoToug TTaBoydvoug opyaviopous. MNa Tov
AOYyO auTd, o1 opoi eAéyxou, Ta avTidpacThpia BaBuovounaong OTTwG €1TIONG Kal Ol 0POi Twv
aoBevwyv xapaktnpifovialr w¢ duvnTIKA HOAUCUATIKOI Kal TTPETTEI va XPNOIMOoTTolouvTal
oUPQWVa JE Ta €BVIKA VOUIKA aglwuaTa.

Etmeidr) 10 KIT TTEPIEXEl UANIKO CWIKNAG TIPOEAEUONG, OTIWG AVOQEPETAlI OTOV  TTivaKd
TTEPIEXOPEVWY, TIPETTEI VO TO XPNOIMOTIOIEITE CUPPWVA HE TIG OTTAITAOEIG TNG €OVIKAG
vopoBeaiag.

Fevikég utTOdEigEIg

TNV TTEPITITWON KATA TNV OTTOIA 01 TTANPOQOPIEG TOU TTPOIOGVTOG, CUUTTEPIAANBAVOUEVWV TWV
ETIKETWV, €ival EANITTEIG 1] EOCQAAUEVEG, ETTIKOIVWVACTE PE TOV KATAOKEUQOTH A TOV TTPOUNBEUTA
TOU KIT OOKIUAG.

Mnv utTAékeTe n avrikaBioTdre MdpTtupeg, BaBuovounTtég, Evupa 20Ceuéng N WIKPOTTAAKEG
aTTO JIAPOPETIKEG TTAPTIOEG. AUTO YTTOPEI va 0dNyroel o€ ATTOKAICEIS OTA ATTOTEAEOUATA.
ApnoTe 6Aa Ta cuoTaTikG Tou O€T va AdBouv Bepuokpaaia dwuatiou TTpIv atrd Tnv évapén
NG dokiyacoiag (20-32 °C/68-89,6 °F) kal avaueigte KaAAQ. MNpETTel oTTWOdATIOTE va ThpEiTal TO
KaBopiopévo TTPWTOKOAAO yia TN diegaywyn TNG doKIPaoiag.

Emwaon: Zuviotoupe amédoon Sokiprpg otoug 30 °C/86 °F yia autopatoTTinuéva
OUOTAMATA.

Mnv ekBéteTe TTOTE TA CUOTATIKA TOU OUVOAOU avTIOPACTNPIWY OE BepuoKpacieg dvw Twv
37 °C/ 98,6 °F. XpnolyoTtrolgite yia 1N Afqyn Tou dIOAUPATOG TOU UTTOOTPWHOTOG TTAVTOTE
KAIvoUpIa — CUOKEUOOUEVA pUYXN YIO TNV TIITTETA, YIA VO OTTOQPEUYETE JOAUVOEIG. ATTOQEUYETE
TNV €TAQr] Tou SIOAUNOTOG UTTOOTPWHOTOG HE EVTOVO QwG. Mn xpnoidoTToiEiTe yia TO SIGAUNQ
oulelypaTog TTOTE Ta B0 PUYXN TTITTETAG TTOU £X0UV £pB¢el O€ €TTA@A YE GAAa avTIdpACTAPIA.
H tehik KAIVIKR Si1dyvwon dev mpémrel va TiBeTal pévo pe Baon Ta aToTEAéCTHATA TNG
o1e§aypévng dokipaciag, aAAd amrd Tov 1aTp6 AdupdvovTag utrown 6Aa Ta KAIVIKA Kal
gpyaoTtnplokd supfuara. H didyvwon tmpémmel va emiBeBAIWVETAI XPNOIJOTTOIWVTAG
S1a@opeTIKEG BIAYVWOTIKEG HEOODOUG.
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ARQyn deiyparog, rpoeToIacia Kal QUAagn

2UuvIOTATal N Xpnon @PEoKwv delyddTwy opol. H AfRwn Tou dipyatog TTPETTEl va yivetal
oupewva e Ta €0vik& vopikd afiwuata.Na pn XpnoigotrolouvTal: IKTEPIKA, AITTAIMIKG,
aigoAupéva | poAucpéva atrd Baktrpia deiygarta opol. Atiyuata opwv TTou TTEPIEXOUV
owpatidla, va ToTToBeToUvVTal JE XAMNAR TaxUTNTAa 0T CUOKEUN Quyokévipnong (<1000 x g).
2UMAEyeTe Ta deiypaTa aiyatog o€ kabBapd, oTeyvd Kal KeEva QIaAidia.

Katétmv dlaxwpiopou Ta deiydata TTAAGOPOTOG TIPETTEl va XPNOIMOTTOINBoUV €VTOG TwV
TPWTWYV 8 WpPWvV, dIAQOPETIKA TTPETTEl VA QUAACCOVTAl KAEIOPEVO AEPOOTEYWS OTOUG 2-
8 °C/35,6-46,4 °F yia 48 wpeg TO WEYIOTO. Z& TTEPITITWON TTOU TTPORAETTETAI PEYOAAUTEPN
dldpkela puAagNG, Ta deiypata TTPETEN va wuyovTtal otoug -20 °C/-4 °F.

Aladikacia Tng pedddou

7.1

MposToipacia
Apaiwon CUUTTUKVWHEVWY avTISpaoTNPiWwV:

ZUMTTUKVWUEVO PUBMIOTIKO di1dAupa OclyudTwy: apalwveTe 1:5 pe atmooTayuévo vepod (TT.X.
20 ml ouv 80 ml).

ZUMTTUKVWHEVO puBuIoTIKG OidAupa TTAUONG: apaiwveTe 1:50 pe atmmooTaypévo vepd (TT.X.
20 ml ouv 980 ml).

MNa tnv amopuyn Tuxov AaBwv, CuvioTATAl N CANOVON TWV KATTAKIWY Twv OIdQopwv
avTidpacTnpiwv Babuovounong.

Apaiwon Twv delyndTwy TWV acBevwyv:

Aciypata opoU: apaiwveTe Kal avauelyviere 1:101 pe apaiwpévo pubBuIoTIKG dIGAUUG
oeypdtwy, 1.X. (1x) 1000 pl pubpioTikd didAupa derypdtwy + 10 pl 0pdg.

MAdon:

Atraitouvtal 20 ml apaiwpévo puBpioTiké didAupa TTAUoNG (1x) ava 8 Bubiopata i 200 ml
avd 96 BuBiopara 1.X. 4 Ml cuuTTUKVWPA ouv 196 ml atrooTayuévo vepo.

Autoparotroinpévn rAuon:

MNa ™ Aeiroupyia Tou epyaAciou Kal To veEKPO OyKo TTPETTEI va AngBouv uttéwn TTPOoBETEG
TTOoOTNTEG PUBUIOTIKOU dIOAUPATOG TTAUCNG

XeipokivnTn wAUON:

ATTOPOKPUVETE TO UYPO XTUTTWVTAG TNV TTAAKA €TTAVW OE €va atToppo@PnTIKO XapTi. BAleTe
300 pl apaiwpévo pubuioTIKG SlIGAUPA TTAUONG 0€ KABe BUBICUA XPNOIUOTTOIVTAG TNV
mTETa, TTEPIEVETE 20 deutepOAeTTTa. ETTavaAGBeTe Tn diadikacia akopn dUo QopEg.
MikpoT1rAdKeg:

ATtropakpuveTe Ta BuBiopata TTou dev £xouv XPNOIUOTTOINGEI Kal QUAGCTETE Ta PE ENPAVTIKO
UAIKO KOAG KAsiopéva péoa otn pePBpavn Tng ouokeuaaiag oe dpoaepd pépog (2-8 °C/35,6-
46,4 °F).
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7.2 ZXApa dlavouRig avTiIdpacTnpiwv

7.3

MpoTteivoupe TN Xprion T¢ TITTETAG YIA avTIdOPACTAPIa BaBuovounong, opoug eAEyxou Kal

deiypara wg egng:
MNa NMOZOTIKH gpunveia MNa MOIOTIKH epunveia
1 2 3 q 5 s o

A | CalA |CalE | P1 A NC P2

B | CalA |CalE | P1 B | NC P2

TR TR e oo Y R

S cas (car (p2 | = e

E CalC | PC P3 E  pC

F CalC | PC P3 E | pC

e o e | = I A R

o e T e TR
CalA: calibrator A CalD: calibrator D PC: positive control P1: patient 1
CalB: calibrator B CalE: calibrator E NC: negative control P2: patient 2
CalC: calibrator C CalF: calibrator F CC: cut-off calibrator P3: patient 3

BApata gpyaciag

Bripa  Iepiypapr

1. Mpiv am6 10 TTTETApIoPa BERAIWOEITE GTI £XETE EKTEAETEI T BIABIKATIA TTPOETOINACIAG TG TO
BrAua 7.1 opatdvw.

2. AKOAOUBAOTE Ta TTAPAKATW BrMATA AvAAoya PE Ta ETTIOUUNTA ATTOTEAETUATO
TTOIOTIKAG/TTOOOTIKAG Epunveiag:

3.
+100 pl
o)
5.
— —
3x 3004l

I

OPOI EAEMXOY & AEITMATA

Balete ota poPAeTopeva BuBioparta 100 ul aréd £va atmo Ta
TTAPAKATW UAIKG XPNOIUOTTOIWVTAG TNV TTITTETA, OTTWG TTEPIYPAPETAI
OTO KEQAAQIO 7.2 TTapaTTavw:
a. AvmidpacTtrpia fabuovounong (CAL.A éwg CAL.F) yia
MNMOX20TIKH gpunveia i
b. Avndpaotrpio BabBuovéunong opiakng TIuAG (CC) yia
TOIOTIKH epunveia
Emiong, Baete atrd 100 pl ammd kabéva atrd Ta TapakaTw:
o Apvntikdg opdg eAéyxou (NC) kal BeTIKOG opdg eAEyxoU
(PC) kabwg Kkai

e AiaAupévo opd aocBevwv (P11, P2...)

Emwddete yia 30 Aetrtd o€ 20-32 °C/ 68-89,6 °F.

MAévete 3 Qopég, kaBe opd ue 300 ul pubuIoTIKG diGAupa TTAUCNG
(apaiwpévo 1:50).
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10.

11.

12.

13.
14.

L

+100 pl

®

30°

3x 3004l

30’

OD,; OD;,\;L]/\/_

450/620 nm

I

>YZEYTMA

Balete 100 pl diaAUpatog oulelypyoTtog oe KABe utTodOXEQ

XPNOIJOTTOIWVTAG TTITTETA.

Emwdadete yia 30 Aetrta o€ 20-32 °C/ 68-89,6 °F.

MAévete 3 Qopég, kaBe @opd pe 300 ul pubuIoTIKG diGAupa TTAUONG

(apaiwpévo 1:50).

YMNOZTPQMA

Bacete 100 pl diaAupartog uttooTpwuatog TMB oe kGBe uttodoxéa

XPNOIYOTTOIWVTAG TNV TITTETA.

Etrwadete yia 30 Aetrta o€ 20-32 °C/ 68-89,6 °F. MNpooTarevoTe atmod

TO €VTOVO QWG.

AIAAYMA AIAKOTMHZ ANTIAPAZHZ

Bacete 100 pl diaAUpaTog d10KOTTAG avTidpaong o€ kaBe BuBicua ue
TN o€Ipd TTOU TOTTOBETHBNKE TO UTTOCTPWHA XPNOIMOTIOIWVTAG TNV

TITTETA.

EmwdadleTe yia 5 AeTTTd TOUAGXIGTOV.

AVOKIVEITE TTPOCEKTIKG TNV TTAGKA Y1 5 OeUTEPOAETTTA.

Metpriote Tnv amoppognon ota 450 nm evidég 30 AemTtwv
(ouvioTdral TrpoaipeTiké Kal ota 450/620 nm).
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Moo oTIKA KAl TTOIOTIKN EpUNnVvEia

O 1ToooTIKOG TTPOOdIOPIOHOG £TTITUYXAVETAl BACEl Piag TTPOTUTTNG KAWTTUANG, OTNnv oTroia
METOQEPETAI N OTITIKA TTUKVOTNTA TWV avTidpaoTnpiwv Baduovéunong (Ggovag y) Evavt g
ouykévtpwong oe U/ml (aG&ovag x). MNa Tov KaAUTEPO TTPOCBIOPICUO GUVIOTATAI N PHETAPOPE
log/lin kai éva Fit 4 TTapapéTpwy. Me BAon TNV KOUTTUAN €COKPIBWVETAlI QTTO TNV OTITIKA
TTUKVOTNTA TOU OEiYUATOG N CUYKEVTPWON TwV avTIowudatwy og U/ml.
Meploxf @UOIOAOYIKWY TIHWV AtpoodiépioTa O¢TikG aToTeEAéopATA
<12 U/ml 12 - 18 U/mi >18 U/ml
TMapadesiyua mpoadiopicuou
Autdé TO TrOpPAdelypa Oev £MITPETTETAI VO XPNOIMOTTOINGEl yio TNV gppnveia Twv

ATTOTEAECHATWY TWV ACOEVWV.
AvTidpaoTrpia OD 450/620 nm CV % (Alokupavon)

BaBuovounong IgA

0 U/ml 0,014 2,9
3 U/ml 0,138 1,0
10 U/ml 0,283 15
30 U/ml 0,620 2,3
100 U/ml 1,314 0,9
300 U/ml 2,070 1,2

lMapadeiyua ummroAoyiouou
AoBevric  EmravaAnyn (OD) Méoog 6pog (OD) AtrotéAeopa (U/ml)

P01 0,547/0,555 0,551 24,3

P 02 1,638/1,641 1,640 167,4
Ta Ociyuata pe TIMEGC MEYOAUTEPEC ATTO TO MEYIOTO €UPOG TIMWYV TWV AVTIOPACTNPIWYV
BaBuovounong Tpétrel va avagépovtal wg" >Méy." Mpétel va apaiwvovTal KatdAAnAa kai va
ookiyagovtal Eavd. Ta deiypata Pe TINES HIKPOTEPES aTTO TO EUPOG TIHWV TWV QVTIOPACTNPIWY
BaBuovounong TrpéTrel va avagEpovTal wg "<EAay."
Eidika oToixeia tng TTapTidag, avaypd@ovial OTO CUVOTITOPEVO TTIOTOTTOINTIKO EAEYXOU.
latpikd epyacTApia PTTopoUlv va SIEEAyouV EAEYXOUG TTOIOTNTOG OTO XWPO TOUG PE BIKOUG TOUG
eAéyxoug kal/ i opoug atd Thv TPATTECA AiaTog CUNPWVA PE TNG pubpioeig TnG E.E..
2uvioTdaTal o€ KABE epyaaTrpIO va dNPIOUPYNOEl TIG OIKEG TOU QUOIOAOYIKEG TIUEG, BACIOPEVEG
0T OIKK TOU TEXVIKN, EAEyXOUG, EEOTTAICHO Kal TTANBUCOUG aoBevwv.

TNV TTEPITITWOT KATA TNV OTTOIA OI TINEG TWV OPWYV EAEYXOU dEV CUPPWVOUV HE TA KPITHPIA, N
OOoKIuN €ival dkupn Kal Ba TTPETTEl va ETTAVAANPOEI.

Oa Tmpémel va eAeyxbouv T TTAPAKATW TEXVIKA ¢ntApaTta: Huegpopnvieg ARENg Twv
avTIdpaoTnpiwy (TTOU TTPOETOINACTNKAV), OUVOAKEG aTTOBAKEUONG, TIITTETEG, OUOKEUEG,
PWTOPETPO, OUVORKES eTTWACNG Kal UEBOSOG TTAUONG.

Edv ta oToixeia Ta otroia uTToBAABNKAV 0€ BOKIKN TTApPoucIAfouv atrokAIon f dAAou €idoug
dlagpopoTroinon atod TIG AVANEVOUEVEG TIUEG 1 Qv Ogv TTANPOUVTAI TA KPITAPIA EYKUPOTNTAG
XWpPIg eUAoyn aiTia, ETTIKOIVWVAOTE JE TOV KATAOKEUQOTA f TOV TTPOUNBEUTH TOU KIT SOKIMUNG.
MNa 1roioTikA a§ioAéynon diaBAcTe TNV OTITIKY TTUKVOTATA TOU PAPTUPA OTTOKOTTAG (cut-off
calibrator) kai Tnv avTioToixn Twv BEIYUATWY AOBEVWV. ZUYKPIVETE TNV OTITIKI TTUKVOTNTA TWV
OEIYMATWY WE auTA Tou uapTupa. MNa Tnv ToIoTIKA agloAdynon TTpoTeiveTal va BewpouvTal Ta
ociyuata 20% yupw atmd TNV TIU TOU PAPTUpa oav atrpoodidpiota. OAa Ta deiypata pe
UWNAOTEPEG TINEG BewpouvTal BeTIKG, deiyuaTa e XaunAOTEPES TIMEG apvNTIKA.

ApvnTIKO: OD qo8evi < 0.8 x OD cut-off
Amrpoodidpiota: 0.8 X OD cutoff < OD qoevp £ 1.2 X OD cyteoff
OETIK(): OD qqegvr'] > 12 X OD cut-off
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9  Texvikd oTolxeia
YAIKO delyhaTwy: Opébg
Oykog delyudTwv: 10 pl opdg yvia apaiwon 1:101 pe 1x puBbuIoTIKG SIGAUMA

OelyudTwy

OAIKOG Xpbvog TTWaONG: 90 AeTTTd O€ Bepuokpacia dwuatiou 20-32 °C/68-89,6 °F
MepioxA péETPNONG: 0-300 U/ml
AvaAuTikr) EvaioBnaia: 1,0 U/ml
duAaén: o€ 2-8 °C/35,6-46,4 °F oTIG auBeVTIKEG PIAAEG
ApIBubG Twv TTPOodIoPIoCPWY: 96 dOKIPOTIES

10 Zroixeia Aré6doong

10.1 AvaAuTtiki EvaioBnoia
Aokiyacia Tou pubuiaTiKoU dioAUpaTog deiypartog 30 @opég ae AESKULISA® Prothrombin-
A Sivel avaAuTikn euaigBnoia 1,0 U/mil.

10.2 EidikéTnTa kKai EvaioOnocia
H mAdka pIKpoTITAOTTOINONG €ival €TTIKOAUPPEVN HE QUOIKR avBpwTtTivn TTpoBpoupivn. Ae
SIATTIOTWVOVTAI QVTIOPACTIKOTNTEG dlaoTAUPWONG WE GAAa avTiyova. Méxpr kar 50% Twv
EYKUWV Yuvalkwv Tou Trdoyouv amdé APZ umokeivial pia atmmofoAr) euBpuou. To
AESKULISA® Prothrombin avayvwpilel To 84 % auTwy TWV YUVAIKWV.

10.3 FpappIKOTNTA

MNa emAeyyévoug opoug PTTOpece va eEakpIBwOei pia ypappik ouvdptnon MeETatu Tng
apaiwong Kal TNG CUYKEVTPWONG TWV AVTICWUATWY o0¢ auth Tn dokiyacia. Adyw Twv
ETEPOYEVWIV AVOPWTTIVWV AVTICWHATWY OUwG, dev gival duvaTo va atToKAEIOTE TO yEYOVOGS OTI
MEMOVWEVOI 0pOi TTAPOUCIAZOUV [N YPOUMIKY) CUMTTEPIPOPA.

ApiBp. Apaiwaon METPNMEVN CUYKEVTPWAN QAVAPEVOUEVN GUYKEVTPWON AvakTtnon (%)
Agiyuatog (U/ml) (U/ml)
1 1/100 239,0 2440 98,0
1/200 120,0 122,0 98,4
1/400 59,0 61,0 96,7
1/800 29,4 30,5 96,4
2 1/100 172,0 178,0 96,6
1/200 85,0 89,0 95,6
1/400 42,0 445 94,3
1/800 20,3 22,3 91,0
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10.4 AkpiBeia
MNa Tov éAeyxo akpiBelag TG HEBOdOU £CAKPIBWONKE PE TPEIG OPOUG OE DIAPOPETIKEG TTEPIOKES
NG TTPATUTING KAWTTUANG N ECWTEPIKN Kal evoidueon diakuuavan.

EowTepikn pé6odog Evlidpeon pébodog
ApiBp. Méocog 6pog CVv Api8p. Méoog 6pog CVv
Seiyparog (U/ml) (%) deiyparog (U/ml) (%)
1 256,0 1,2 1 239,0 1,4
2 138,0 3.4 2 155,0 3,3
3 64,0 3,3 3 58,0 3,2

10.5 Alakpifwon
To ToooTIKO cuoTnPa PETPNONG AOYW EAAEIPNG evdg O1EBvoUG TTPOTUTTOU avaQopdg EXEl
OlakpIBwOEi pe TTPOOWPIVEG HOVADEG YETPnoNG. Ta atroteAéopaTta didovral og U/ml.
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PuBuioTikd cUpoAa

IVD

- Diagnosi in vitro

- For in vitro diagnostic use

- Pour diagnostic in vitro

- Para uso diagnéstico in vitro

- In Vitro Diagnostikum

- In Vitro AlayvwoTiké péco

- Para uso Diagnéstico in vitro

REF

- Numero d’ordine

- Cataloge number

- Référence Catalogue

- Numéro de catalogo

- Bestellnummer - ApIBu6g TrapayyeAiag
- Nimero de catalogo
- Descrizione lotto - Lot
L OT - Lot - Lote
- Chargen Bezeichnung - XapakTnpiopog apTidag
- Lote

uDI

- Identificatore univoco del dispositivo

- Unique Device Identifier

- Identifiant unique de I'appareil

- Identificador tnico del dispositivo

- eindeutige Produktidentifizierung

- Movadiké avayvwpIoTIKG GUCKEUNG

- Identificador tnico do dispositivo

C€

- Conformita europea

- EC Declaration of Conformity

- Déclaration CE de Conformité

- Declaracion CE de Conformidad

- Européische Konformitat

- EupwTraikri oupguvia

- Déclaracéo CE de Conformidade

96

- 96 determinazioni - 96 tests

- 96 tests - 96 pruebas

- 96 Bestimmungen - 96 Trpoodiopiopoi
- 96 Testes

elFU

"w agsku e

- Rispettare le istruzioni elettroniche per l'uso

- See electronical instructions for use

- Voir les instructions d‘utilisation électronique

- Siga las instrucciones electrénicas de uso

- Elektronische Gebrauchsanweisung beachten

- AKOAOUBAOTE TIG NAEKTPOVIKEG 0Bnyieg Xprong

- Seguir as instrugdes electrénicas de utilizacédo

- Da utilizzarsi entro - Use by
- Utilise avant le - Utilizar antes de
- Verwendbar bis - Xprion péxpr

- Utilizar antes de

+8°C
+2°C

- Conservare a 2-8°C (35.6-46.4°F)

- Store at 2-8°C (35.6-46.4°F)

- Conserver a 2-8°C (35.6-46.4°F)

- Conservar a 2-8°C (35.6-46.4°F)

- Lagerung bei 2-8°C (35.6-46.4°F)

- ®uhdooeTal oToug 2-8°C (35.6-46.4°F)

- Conservar entre 2-8°C (35.6-46.4°F)

- Prodotto da

- Manufactured by

- Fabriqué par

- Fabricado por

- Hergestellt von

- Karaokeuageral amré

- Fabricado por

CO-CAL

- Calibratore cut-off

- Cut off Calibrator

- Etalon Seuil

- Calibrador de cut-off

- Grenzwert Kalibrator

- Oplakodg opdg AvTidpaaTripio Babpovounong

- Calibrador de cut-off

- Controllo positivo

- Positive Control

CON/|+

- Controle Positif

- Control Positivo

- Positiv Kontrolle

- OeTIKGG 0pOG EAEYXOU

- Controlo positivo

CON]| -

- Controllo negativo

- Negative Control

- Controle Négatif

- Control Negativo

- Negativ Kontrolle - ApvnTIKGG 0pdG EAEYXOU
- Controlo negativo
- Calibratore - Calibrator
- Etalon - Calibrador
CA L - Kalibrator - AvTidpaoTrpio Babuovounaong

- Calibrador
- Coniugato - Conjugate
- Conjugé - Conjugado

C O N J - Konjugat - Z0Zeuypa
- Conjugado

MP

- Micropiastra rivestita

- Coated microtiter plate

- Microplaque sensibilisée

- Microplaca sensibilizada

- Beschichtete Mikrotiterplatte

- EmikaAuppévn pikpotrAdka

- Microplaca revestida

- Tampone di lavaggio - Wash buffer
WAS H B 5 0 - Tampon de Lavage - Solucién de lavado
X - Waschpuffer - PubpioTiké didhupa TAGoNg

- Solucéo de lavagem

- Tampone substrato

- Substrate buffer

SUB

- Substrat - Tampon sustrato
- Substratpuffer - PUBIOTIKG SIGAUMG UTTOOTPWHATOG
- Substrato

STOP

- Reagente bloccante

- Stop solution

- Solution d'Arrét

- Solucién de parada

- Stopreagenz

- AVTIBpacTrpIo SIOKOTIHG avTidpaong

- Solucédo de paragem

- Tampone campione

- Sample buffer

SB | 5x

- Tampon Echantillons

- Tamp6n Muestras

- Probenpuffer

- PuBpIoTIKG SiGAupa SelypaTwy

- Diluente de amostra

10/10



