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Evdedeiyuévn xpnon

AESKULISA® Phospholipid-8Pro-A cival pia EvfupoavoooAoyikr] pé8odog oTepeng GAaong yia Tov
TTOI0TIKO aTTAG TTPOadIopIoud Twv IgA avTiowudTtwy oTov avBpwTrivo opd évavtl @wo@oAimdiwv. H
Ookiyagia TTePIEXEl WG avTiyova: uwnAng Kabapdtntag avBpwTrivn B2-yAukotrpwTteivn |, kapdioAiTTivn
Kal B2-yAukotrpwreivn |, KapOIOAITTivn Kal wo@aTiOUA0- XOAivn, -aiBavoAayivn, -IvooIToAn — oepivn
KOl OQIYYOUUEAIvN.

O TTpOoCdIoPIoHUOS AUTWYV TWV QVTICWUATWY €EUTTNPETEI OTO va TeBEi n dIdyvwaon Kal va ekTIUNBEi o
Kivouvog BpouBwaoews o€ aoBeveig TTAOXOVTEG aTTO CUCTNUATIKG £puBNUATWON AUKO (ZEA).

KAIVIKR epappoyn Kal apxég Tng pEBodou

Ta avriowpaTa £vavtl TwY QOQOANITTIOIWY, CUCTATIKA oToiXeia BioAoyikwv peuBpavwy, TACCGOVTal
€I0IKA eVAVTIA € QWOPOAITTIOIa OTTWG €ival N KAPSIOAITTIVN, N @uoPaTIOUAO-IVOGITOAN,-a1BavoAayivn, -
XOAivn, N o@iyyouueAivn Kal TO QuaaTiOIKé ou.

H epeavion avTiQua@OAITTIOIKWY QVTICWHATWY TTEPIYPAPETAI CUXVA OTO GUOTNUATIKG €puBnuUaTWon
AUKo (ZEA) kai o€ GAAeG TTAPOUOIEG ATBEVEIEG.

Tnv egeAavion Twv avTiIQWa@OAITTIOIKWY AVTICWUATWY OE AUTEG TIG AoBEVEIEG, TN XAPAKTNEICOUPE WG
OeuTEPOTTOBEG aVTIQWOQOANITTIOIKG OoUVOpouo (ADZ). AvTiIBETWG, To TTpwToTTaBég ADE xapakTnpideTal
atrd avTIQWO@POAITTIOIKA AVTICWHATA XWPEIG TN CUMUETOXN GAAwv auTtodvoowv TTabnoeswy. E&etdoeig
£0e1Eav, OTI UTTAPXEI OTEVOG OUOXETIOPOG PETAEU Bpoufwaotwy, BpOUBOKUTTAPOTTEVIWV Kal GUVABEIG
aTTOBOAWY (WG CUVETTEIQ TTAOKOUVTIOKOU NPPAKTOU). O pOAOG TWV aVTIQUCQOAITTIOIKWY AVTICWHATWY
otnv €EENIEN TNG BpOPPwOnNG, dev €xel akoun EekabapiaTei TTARPWG.

Apxég TnG dokipaoiag

Ta diaAupéva 1:101 deiyparta opoU eTTwdlovTal OTIG HIKPOTTAGKEG, Ol OTTOIEG €ival ETTIKAAUMMEVES
ME TO €10IKO avTiyovo. Katd Tn dIdpKela TG £TTWACNG UVOLovTal Ta EIBIKA AvTICWHUATA aTT® TOV
opd Twv aoBevuyv, €AV QUTA UTTAPYXOUV, ME TO avTIYOVO TTou BpiokeTal oTnv TTAAKA, T [N
ouvdeuéva aTolxeia Tou opou aTTopakpuvovTal 0To eTOUEVO BANA TTAUONG. ETTeita TpooBEéTovTal
avTI-avOPWTTIVEG AVOCOOPAIPIVES, 01 OTTOIEG Eival OUEUYUEVEG PE UTTEPOLEIDAON atrd pagavida
(oUCeuypa). Kard 1n didpkeia piog emwacng, 10 ouleuypa (CUulEUYMEVEG OVOOOCQAIPIVEG)
OUVOEETAl PUE TO OUPTTAOKO aVTIYOVOU — AVTIOWHATOG TTOU OXNUATIOTNKE TTPIV, OI UN OUCEUYUEVEG
avoooo@aIpiveG ATTOPOKpUVOVTal OTO €TTOPEVO BANaA TTAUoONG. H dlatTioTwon Twv ouvOeuévwv
QAVTICWHATWY TTPAYUATOTTIOIEITAI HE EVCUUATIKA XPWOTIKA avTidpacn (UTTAE) TOU UTTOCTPWHATOG, N
otroia avaoTéAAeTal pe dIaAUPEVO 0EU (aAAayn xpwong oe kitpivo). O BaBudg oxnuaTiopou
XPWHATOG atmd TO XpwHoyovo e€aptdtal amrd Tnv TTo00TNTA OUleUyHaTOG TTou BpioKeTal
ouvOedEPEVN PE TO OCUPTTAOKO QVTIYOVOU-QVTICWHATOG Kal £T01 €ival avaAoyog TTpOG TNV apXIKN
OUYKEVTPWAN TWV QVTIOTOIXWV AVTICWUATWY OTO deiyua aoBevoug.
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2UOTOTIKA OTOIXEIO TTOU TTEPIEXOVTAI OTO OET

AIANYONTAI IPIN AO TH XPHzH

. . Xpwua Xpd)ya . .
2T0IXEIO MocodtnTa KATTAKIOU S:;a)\upm Mepiypaen / Mepiexopevo
51TAdoI0 OUYKEVTPWON
PuBuiaTiké didAupa delypdtwy . . Tris, xAwpiouxo varpio (NaCl), aABoupivn Béciou
(5%) 1 x20ml Aeuko Kitpivo opoU (BSA), o&eidio Tou varpiou < 0,1%
(ouvtnpnTIKO)
s . 501TAdoIa GUYKEVTPWON
l(DSLE)eXL)“GT'KO diahupa mhuong 1 X 20ml Neuko Mpdoivo | Tris, NaCl, Tween 20, ogeidio Tou varpiou < 0,1%
(ouvTnpnTIKO)
ETOIMA IA XPHXH
Xpwpa Xpwpa
2T0IXEIO MoooTtnTa katakio  diaAupar  lMepiypaen / MNepiexduevo
0 oG
) i ) . . AvBpwTTIivog 0pAdg (dlahupévog), aABoupivn Boeiou
APVNTIKGG 0pOG EAEYXOU 2x1,8ml Mpdovo  Alauyég opou (BSA), ogeidio Tou vatpiou < 0,1% (ouvtnpnTiKo)
. . . AvBpWTTIvog 0pAdg (dlahupévog), aABoupivn Bodeiou
Opiakdg opdg AvTIdPaAGTHPIO
PIGKOG OpOS AVTIOPATTNR 8x1,5m  Asuké  Kitpvo  opou (BSA), 0€sidio Tou vatpiou < 0,1%
Paduovopnong (ouvTNENTIKS), avTIyévou eidikh A-H
Sugelypara, IgA 1 x 15ml Kokkivo | KOKKIVO ZUOTGTIK(? oToixeio: Avtl — 'cxvepun'nvr] avoooopaIpivn
onuadepévn Pe UTTEPOLEIBACN aTTO pagavida
. . . Z1a0epoTroinuévn TeTpapeBUABEVISivn Kal
Yméotpwha TMB 1x15mi Magpo  AIGUYES e nogeisio Tou uBpoy6vou (TMB/H;O,)
AidAupa diokoTg avtidpaong | 1 x 15ml Neukod Alouyég 1M YBpoxAwpikd o&u
Agv

Aev eival | Me ammooTmwevoug uttodoxeig. AvaTpégte oTnv
d100é0iy | TTapAypa@o 1 yia TTANPOPOPIEG OXETIKG PE TNV
o ETTIKAAUYN.

. . 12x8 givai
MAd&ka pikpoTiTAoTToinONG Taieg SiaBgay
o

*H évTaon Tou XpWHOTOG QUEAVETAI HE TN GUYKEVTPWON
Amairodueva vAika

O avayvwoTng TTAaKWY PIKpoTITAoTToinang 450 nm avaylyvwoKel @IATpa avAyvwaong Kal TTpoalpeTiké 620 nm @iATpa avapopdg
(600-690 nm). MNuaAiva egaptApata (KUAIVOpog 100-1000ml), dokipaoTikoi cwArAveg yia SiaAlpaTa. AovnTAg avauigng, TTPox0ideg
akpipelag (10, 100, 200, 500, 1000 pl) B TTpocapuoloéuevn TToAuTTpoxoida (100-1000ul). Zuokeury TTAUONG WIKPOTTAGKAG (300ul
emmavaAapBavopevn Tpoxoida, f TPoxoida TTOAAOTTAWY KavaAlwy 1 auTopaToTroingévo cUoTnua), atmoppodnTikd xapti. Ol
doKIpaagieg Hag £Xouv wg oXeBIOOTE yIa va XpnoipoTroinBolv pe kabapd Udwp cUPPwva PE Toug opiIopoUg Tng PappakoTToliag
Hvwpévwy MoAireidv (USP 26 - NF 21) kai Tng EupwTraikig @appakotroliag (Eur.Ph. 4th ed.).

®UAagn kai xpovog diatpnong

Ta avridpacTripia Tou auvOAou avTIdPACTNPIWY Kal N MIKPOTTAGKO TTPETTEI va QUAGooovTal
otoug 2-8 °C/35,6-46,4 °F péoa oOTOuG QuBevTIKOUG TTEPIEKTEG. Apalwpéva  dlaAluara,
@uAdooovTal oToug 2-8 °C/35,6-46,4 °F yia é€va unva. Mpémrer va AauyBavovtal utréyn ol
nuepounvieg AAENG TTou avaypd@ovTal TN CUCKEUOOIA Kal OTIG ETIKETEG TOU KABE OUOTATIKOU.

Mn xpnoiyotroigital Anyuéva ouoTaTiKG OTolxEia Tou cuvoAlou avTidpaoTtnpiwv! MNpétrel va
aTToQeUyETaI N £viovn €TiIOPACN QWTOG aTO dIdAUpa UTTOOTPWHATOG TMB. OI PIKOTTAGKEG VO
QuAdooovTal TTavrote WE ENPAVTIKO UAIKO KOAG KAsiopéveg péoa oTn pePPpdavn NG
OuOKeUaaoiag.
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Y1rodeigeig Kal TTpo@uUAGEeIg

5.2

EmiKivouvoTnTa YIa TNV UYEia

AAYTO TO NPOION EMITPENETAI NA XPHZIMOMOIEITAI MONO TNA EPFAZTHPIAKH
XPHZH (IN VITRO AIAFNQZTIKH).

MpéTTel va XpnOIWOTTOIEITAl OTTO TTPOCWTTIKO, TO OTTOIO £XEI KATATOTTIOTEN KAl EKTTAIDEUTEI €10IKA
oTn Xpnolpotroinan in vitro dlayvwoTiKwy UAIKWVY. Av Kal autd To TTpoidv Oev Bewpeital
I010iTepa TOEIKG A €TMKiVOUVO UTTO OUVOAKEG evOedelyuévng XPHOoNG, CUMPBOUAEUTEITE TIG
TTOPAKATW TTANPOPOPIES YIa TN dlaPUAALN TNG PEYIOTNG GOQAAEIAG:

2uordosic Kai uéETpa mpopuAaéng

Mepovwpéva cuoTatikd TOu GUVOAOU avTIdPAOTNPIiwY TTEPIEXOUV BUVNTIKA ETTIKiVOuva
avTidpacThpla, Ta oTroia eival duvatd va TTPOKAAECOUV €PEBIOUO TWV OPOBAAPWY KAl TOu
0épuartog. NMPOZOXH! AlakpIBwTEG, £AeyXol Kal puBuIoTIKG dIaAUpaTa TTEPIEXOUV adidio Tou
vaTpiou (NaNs) wg ouvinpnmiké. To NaNs; pmopei va civar 10EIKO €dv TTpoAneBei 1
atropponBei atrd 1o dépua n Ta pdtia. To NaN; ptropei va avridpdoel Je TNV eykataoTaon
MOAUBOOU Kal XaAkoU oxnuaTtiCovrag 101aiTepa  eKPNKTIKA HETAAANIKG adidia. Katd Ttnv
aTmroppIYn, CETTAUVETE Ue PEYAAO OyKO UDATOG yia va ATTOTPEWETE TN dnuioupyia alidiwv.
MapakaAw avaTpégete oTIg dladikaoieg atroAUuavong OTTwg TeplypdgovTtal amd T CDC R
GAAeG TOTTIKEG/ €BVIKEG ODNYiEG.

Kard tn di1dpKela TG £pyaCiag JE TO OET, ATTAYOPEUETAI TO QAYNTO, TO TTOTO KAl TO
KATTVIONA.Mn XPNOIMOTTIOIEITE TRV TTPOXOIdA (TTITTETTA) SIa HECW TOU OTOMATOG, POPATE
yavTia giag xpRong.

Ta avmidpaoThpia avlpwTTIivnG TTPOEAEUONG TTOU TTEPIEXOVTAI OE QUTO TO TTIPOIGV (opoi
eAéyxou kai avTidpaaTripia BaBuovounong) amodeixTnkav Katd Tov éAeyxo yia nmatinda B
avTiyovo em@aveiag (HbsAg), nmartinda C kai HIV 1 kai 2 wg apvntikd. Ouwg, o poidvta
avBpwTTIvnG TTPoéAcuong B¢ PTTopEi TTOTE va atTokAEIoTEl TTAAPWG N TBaveTNTa HOAUVONG e
TOUG ava@pePOPEVOUG | Kal e GAAOUC akOun dyvwaoToug TTaBoydvoug opyaviopous. MNa Tov
AOYyO auTd, o1 opoi eAéyxou, Ta avTidpacThpia BaBuovounaong OTTwG €TTIONG Kal Ol 0POi Twv
aoBevwyv  Xapaktnpifovral wg duvnTIKA HOAUCUATIKOI KAl TTPETTEI VA XPNOIKOoTToIouvVTal
oUPQWVa JE Ta €BVIKA VOUIKG aglwuaTa.

Emeidr) 10 KIT TTEPIEXEl UANIKO CWIKNAG TIPOEAEUONG, OTTWG AVOQEPETAlI OTOV  TTivaKd
TTEPIEXOMEVWY, TTPETTEI VA TO XPNOIUOTTIOIEITE OUPQWVA WE TIG ATTAITAOEIG TNG €6VIKAG
vopoBeaiag.

Fevikég utTodEigEIg

TNV TTEPITITWON KATA TNV OTT0ia Ol TTANPOPOPIEG TOU TTPOIOVTOG, CUPTTEPIAANBAVOUEVWV TWV
ETIKETWV, €ival EANITTEIG 1] ECQAAUEVEG, ETTIKOIVWVACTE PE TOV KATAOKEUQOTH A TOV TTPOUNBEUTA
TOU KIT OOKIUAG.

Mnv utTAékeTe n avtikaBioTdre MdpTtupeg, BaBuovounTtég, Evupua Z0Ceuéng N WIKPOTTAAKEG
aTTO JIAPOPETIKEG TTAPTIOEG. AUTO PTTOPEI va 0dNYroEl € ATTOKAICEIS OTA ATTOTEAEOUATA.
ApnoTe 6Aa Ta cuoTaTikG Tou OET va AdBouv Bepuokpaaia dwuatiou TTpIv atrd Tnv évapén
NG dokiyacoiag (20-32 °C/68-89,6 °F) kal avaueigte KaAAQ. MNpETTel oTTWodATIOTE va TnpEiTal TO
KaBopiouévo TTpwTOKOAAO yia Tn dieEaywyn TnG doKIpaaiag.

Emwaon: Zuviotoupe amédoon Sokiprpg otoug 30 °C/86 °F yia autopatoTTinuéva
OUOTAUATA.

Mnv ekBéteTe TTOTE TA CUOTATIKA TOU CUVOAOU avTIOPACTNPIWY € BepuoKpacieg Avw Twv
37 °C/ 98,6 °F. Xpnoiyotroigite yia TN Aqwn Tou OI0AUUATOG TOU UTTOOTPWHATOG TTAVTOTE
KAIvoupIia — CUCKEUaOEVA pUYXN YIO TNV TIITTETA, YIA VO OTTOQPEUYETE JOAUVOEIG. ATTOQEUYETE
TNV €TAQr] Tou SIOAUNOTOG UTTOOTPWHOTOG HE EVTOVO QwG. Mn xpnoiyoTroigiTe yia 10 SIGAUNQ
oulelypaTog TTOTE Ta B0 PUYXN TTITTETAG TTOU £X0UV £pB¢el O€ £TTA@A e GAAa avTIdpACTAPIA.
H tehik KAIVIKR Sidyvwon dev mpémmel va TiBeTal pévo pe Baon Ta aroTeEAéoHATA TNG
o1e§aypévng dokipaciag, aAAd amrd Tov 1aTp6 AdupdvovTag utrown 6Aa Ta KAIVIKA Kal
gpyaoTtnplokd gupfuata. H didyvwon tpémel va emiBeBAIWVETAI XPNOIMOTTOIWVTAG
S1a@popeTIKEG BIAYVWOTIKEG HEOODOUG.
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AQyn deiyparog, TrposToipyacia Kal UAAgn

ZuvIoTdTtal N xpron @péokwv OelyudTwy opol. H AfRwn TOou aipyatog TPETEl va yiveral
oupowva e Ta €0vik& vopikd afiwuata.Na pn XpnoigotrolouvTal: IKTEPIKA, AITTAIMIKG,
algoAupéva 1 pyoAuouéva atmd PakTtApia deiyyata opou. Acgiyyarta opwv TTOU TTEPIEXOUV
owpartidla, va ToTrobeTouvTal JE XapNnAR TaxUTnTa GTn OUCKEUN Quyokévipnong (<1000 x g).
2UMAEyeTe Ta deiypaTa aiyatog o€ kabBapd, oTeyvd Kal Keva QIaAidia.

Katétmv dlaxwpiopou Ta deiydata TTAAGOPOTOG TIPETTEl va XPNOIMOTTOINBoUV €VTOG TwV
TPWTWYV 8 WpPWwv, dIAQOPETIKA TTPETTEl VA QUAACCOVTAl KAEIOPEVO AEPOOTEYWS OTOUG 2-
8 °C/35,6-46,4 °F yia 48 wpeg TO WEYIOTO. Z€ TTEPITITWON TTOU TTPORAETTETAI PEYAAUTEPN
dldpkela puAagNG, Ta deiypata TTPETEN va wuxovTtal otoug -20 °C/-4 °F.

Aladikacia Tng pedddou

MpocToipacia
Apaiwon CUUTTUKVWHEVWY avTISpaoTNPiwV:

ZUMTTUKVWUEVO PUBMIOTIKO Bi1dAupa OclyudTwy: apalwveTe 1:5 pe atmooTayuévo vepod (TT.X.
20 ml ouv 80 ml).

ZUMTTUKVWHEVO pUBuIoTIKG SIGAUpha TTAUONG: apaiwveTe 1:50 pe atmmooTaypévo vepd (TT.X.
20 ml ouv 980 ml).

MNa tnv amoguyn Tuxov AaBwv, cuvioTdtal n CAPAVON TWV KATTAKIWY Twv OIaQopwyv

avTidpacTnpiwv Babuovounong.

Apaiwon Twv deIyudTwy TWV aoBevwv:

Aciyyata opou: apaiwvete kal avauelyvuete 1:101 pe apaiwpévo pubuIoTIKG SIAAUPa
OelypaTwWY, T.X. (1x) 1000 pl puBpIOTIKG didAupa delyudTwy + 10 pl opdg.

MAdon:

Atraitouvtal 20 ml apaiwpévo puBpioTiké didAupa TTAUoNG (1x) ava 8 Bubiopata i 200 ml
avd 96 BuBiopara 1.X. 4 Ml cuuTTUKVWPA ouv 196 ml atrooTayuévo vepo.

Autoparotroinpévn rAuon:

MNa ™ Aeiroupyia Tou epyaAciou Kal To veEKPO OykKo TTPETTEI va AngBouv uttéwn TTPOoBETEG
TTO0OTNTEG PUBNIOTIKOU BIGAUNATOG TTAUCNG

XeipokivnTn TAUon:

ATTOPOKPUVETE TO UYPO XTUTTWVTAG TNV TTAAKA €TTAVW OE €va atTOppo@PnTIKO XapTi. BAleTe
300 pl apaiwpévo puBuioTIKG O1dAupa TTAUONG o€ KABe BUBICPO XPNOIKMOTTOIWVTAG TNV
mTéTa, TTEPINEVETE 20 deuTePOAETTTA. ETTaVAAGRETE TN Sladikaoia akoun dUo QYopEG.
MikpoTtrAdKeg:

ATtropokpuveTe Ta BuBiopata TTou dev €X0UV XPNOIUOTTOINGEI Kal QUAACOETE TA PE ENPAVTIKO
UAIKO KOAG KAgiopéva péoa otn JePPBpdvn TnG ouokeuaoiag oe dpooepd pépog (2-8 °C/35,6-
46,4 °F).
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7.2 ZXApa dlavopng avTidpaoTnpiwv

MpoTteivouue TN xprion g MITTETAG yia avTidpacTApia Pabuovounong, opols eAEyXOU Kal
OciypaTa wg €€Ne:

MNa MOIOTIKH gpunveia

Antigen 1 2 3
b-2 Glyco. | A CCA | NC P1
b2+Cardiolipin B ccB Tne 1p1 155 53—
Cardiolipin c ccc Tne 1p1 155 TB3—
P -cholin D ccb Tne 1p1 155 153
P -ethanolamin E ccE TN 1PL 155 53—
P -inositol F CCE NC TP B3 TP
P serine G cce Tne 1p1 155 153
SorrEmTE v cen e 1p1 155 153
NC: negative calibrator P1: Patient 1
CCA-CCH: cut-off calibrator A-H P2: Patient 2
P3: Patient 3

7.3 BRpata gpyaciag

Brpa  Mepiypaen

1. TMpiv amré 1o mimerdpiopa BeBaiwBeiTe 0TI £XETE eKTEAEDEI TN dlOdIKACIO TTPOETOINATIAG ATIO TO
BAua 7.1 TTapatravw.

2. AxkoAhouBnoTe Ta TTOPOAKATW PBripaTa avdAoya Pe T €MOUPNTG ATTOTEAECPATO TTOOOTIKAG
epunveiag:

OPOI EAEMXOY & AEITMATA

3. Balete ota poPAeTopeva BuBioparta 100 ul aréd £va atmo Ta
TTAPAKATW UAIKG XPNOIUOTTOIWVTAG TNV TTITTETA, OTTWG TTEPIYPAPETA
OTO KEQAAQIO 7.2 TTapaTTavw:
AvtidpaoTiplio faBuovounong opiakig TiuRg (CC) yia
MOIOTIKH epunveia.
Etriong, BaZete atmd 100 pl atrd kaBéva atrd Ta TTAPAKATW:
+100 i e ApvnTiKGG 0pAg eAéyxou (NC) kal
e AlaAupévo opd acBevwy (P1, P2..)

4.
@ Emwddete yia 30 Aetrtd o€ 20-32 °C/ 68-89,6 °F.

!
MAévete 3 Qopég, kaBe opd ue 300 ul pubuIoTIKG diGAUpa TTAUCNG
— - (apaiwpévo 1:50).
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10.

11.

12.

13.
14.

L

+100 pi

®

30

3x 300ul

30

0, OD%

450/620 nm

I

2XYZEYTMA

Bagere 100 pl SioAOpatog oufelypoTog Ot KGBE UTTOdOXEX
XPNOILOTTOIWVTAG TTITTETA.

Emwdadete yia 30 Aetrtd o€ 20-32 °C/ 68-89,6 °F.

MAévete 3 Qopéc, kKaBe @opd pe 300 pl pubuIoTIKG diGAUpA TTAUCNG
(apaiwpévo 1:50).

YMNOZTPQMA

Bacete 100 pl diaAduartog uttooTpwuatog TMB oe kGBe uttodoxéa
XPNOIUOTTOIWVTAG THV TTITTETA.

Emmwadete yia 30 Aetrtd o€ 20-32 °C/ 68-89,6 °F. [NpooTaTeloTe atmod
TO £VTOVO QWG.

AIAAYMA AIAKOMHZ ANTIAPAZHZ

Badete 100 pl diaAuparog dlokoTTAG avTidpaong o€ KaBe BuBioua Pe
TN OEIPA TTOU TOTTOBETABNKE TO UTTOOTPWHA XPNCINOTTOIWVTAG ThV
mITETA.

EmwdadleTe yia 5 AeTTTd TOUAGXIGTOV.

AVOKIVEITE TTPOCEKTIKG TNV TTAGKA Y1 5 OeUTEPOAETTTA.

Metpriote Tnv amoppopnon ota 450 nm evidég 30 AemTwv
(ouvioTdral TrpoaipeTiké Kal ota 450/620 nm).
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TTOIOTIKI EPMNVEIa

O mpoodiopioudg emiTuyxaveral Bdoel TNG oUYKPIoNGS TNG OTITIKAG TTUKVOTATAG TWV OEIyUATWY
TWV A0BEVWYV PE TNV OTITIKA TTUKVOTNTA TWV UTTOAOYIoUEVWY TTapapéTpwy Cut-off A-H. MNa
TOV UTTOAOYIOUO, TTpOoBEiTe WG €¢AG. MNa TNV TTOIOTIKA AgIoAGynon TTPOoTEIVETAl va BswpouvTal
Ta Sciypata 20% yupw atmd TNV TR Tou papTupa cav atmpoodiopiota. OAa Ta deiyyaTa pe
uWnAOTEPEG TIMEG BewpouvTal BeTIKE, deiyuaTa e XaunAOTEPES TIMEG apvNTIKA.

Phospholipid-8Pro-A 0.D. 450/620 nm
ApvnTikdg EAeyX0G 0,033
Oplakog opdg Avnépamr’]pm 05225
BaBuovopnong '
Mapadsiypa mpoodiopicuou
O oxediaou6g TNG KAPTTUANG ouviaTaTal yia K&Oe véa dokipaaia.
METPNHEVN: OD Oplak6G 0p6G AvTIdPaaTHPIO 0,5225
BaBuovéunong (R2-Glyco) :
OETIKO: OD go6ev < 0,8 X OD Ngpgauerpog cut-off =0,8x0,5225 =0.418
ApvnTIKO: OD oBevr >1,2x OD Mgpperpog cut-off =1,2x0,5225 =0.627
Atmpoodiépiota:  0.418 < oD aoBevr <0,627
App. | deiypatog Tou aoBevry | OD-utToAOYIONOG gepunveia
Agiypatog
OD R2-Glyco
1 0,99 > 0,627 ---> QETIKO
2 0,49 20,418 und 0,627 ---> ATTpoodIopIoTa
3 0,27 <0,418 ---> ApvnTiKO

Auté 10 TMapddsiyua Oecv EMITPETETAI va Xpnoigomoinési yia tnv gpunveia twv
ATTOTEAEOUATWVY TWV ACOEVWV.

Eidika oToixeia tng TTaPTIdAG, avaypd@ovTal OTO CUVOTITOPEVO TTIOTOTTOINTIKO EAEYXOU.
latpiké epyacTApia PTTopoUlv va dIEEAyouV EAEYXOUG TTOIOTNTOG OTO XWPO TOUG PE BIKOUG TOUG
eAéyxoug kal/ i opoug atd Thv TPATTECa aiaTog OUMPWVA PE TNG pubpioceig TnG E.E..
2UVIOTATOI O€ KABE epyacTAPIO VO dNUIOUPYROE! TIG DIKEG TOU QUCIONOYIKEG TIUEG, BACIOUEVEG
oTn OIKN TOU TEXVIKN, EAEyXOUG, EEOTTAICUO Kal TTANBUOPOUG aoBevwV.
TNV TTEPITITWOTN KATA TNV OTTOIx OI TIMEG TWV OPWYV EAEYXOU dEV CUMPWVOUV HE TA KPITHPIA, N
OOoKIuN €ival dkupn Kal Ba TTPETTEl va ETTAVAANPOEi.
Oa Tmpémel va eAeyxbouv T TTAPAKATW TEXVIKA ¢ntApaTta: Huegpopnvieg ARENg Twv
avTIdpaoTnpiwy (TTOU TTPOETOINACTNKAV), OUVOAKEG aTTOBAKEUONG, TIITTETEG, OUOKEUEG,
PWTOPETPO, OUVORKES eTTWACNG Kal UEBOSOG TTAUONG.
Edv 1a oToixeia Ta omoia uttoBARBNKav o€ dokiu TTapoucidfouv atrokAIon ) GAAou €idoug
dlagpopoTroinon atod TIG AVANEVOUEVEG TIUEG 1 Qv Ogv TTANPOUVTAI TA KPITAPIA EYKUPOTNTAG
XWpPIg eUAoyn aiTia, ETTIKOIVWVAOTE JE TOV KATAOKEUAOTA f TOV TTPOPNBEUTH TOU KIT DOKIUNAG.
H dnuioupyia evég TTnAikou OD emitpétel TTpoOcBeTa évav NUITTOCOTIKG TTPOCOIOPICHUS TWV
atroTeEAEOPATWY. Na va oupBei autod, dlaipeital n OTITIKA TTUKVOTNTA Tou OEiyaTOG TOU 0oBevh
ola TNG TTAPAUETPOU.
D i Vi
nAiKo OD = OD (&eiypa acBevn)

OD (MapapeTrpog cut-off)
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ApvnTiKO: MnAiko <0,8
Ampoodiépiora: 0,8  TnAiko <1,2
OETIKO: MnAiko >1,2
9  Texvikd oToIxeia
YAIKO SelyudaTwy: Opd¢
Oykog delyudTwv: 10 ul opdg via apaiwon 1:101 pe 1x pubuIoTIKO SiIAAUNQ
OEIYUATWY
OAIKOG XpbOvOog eTTWAONG: 90 Aemrtd o€ Beppokpacia dwpatiou 20-32 °C/68-89,6 °F
duAaén: o€ 2-8 °C/35,6-46,4 °F oTIG auBeVTIKEG PIAAEG
ApIBuSGS Twv TTPOCBIoPICHWY: 96 dOKIPOTiES
10 Zroixeia Ardédoong
10.1 EidikéTnTa Kai Evaiodnoia
H mmAdka pikpoTiTAoTToinoNng eival emMKaAUpuévn pe B2-yAukotrpwrTeivn |, kapdioAiTtivn kai B2-
yAukotTpwteivn |, kapdioAITTivn, @wo@aTi®UAo-XoAivn, -aiBavoAapivn, -IvooITOAn, -cEpivn Kai
oQ@IyyopueAivn. Aeg dIaTTIoTWVOVTAl QvTIOPACTIKOTATEG dlacTaupwons ME GAAa avtiyéva.
Egpooov 10 Phospholipid-8 Pro cival emKaAuppévo pe did@opa avtiyova, ol TIMEG TOUG,
€QOOooV gival yvwoTéG atrodidovtal edw Pe TN HopPn evog TTivaka (IgG).
EvaioBnoia | EidikéTnTO
KapdIoAITTivn 67% 73%
B2-yAukoTtTpwreivn 69% 69%
Pwaoparndulooepivn 62% 83%
o@aTIdUAOIVOTITOAN 69% 75%
dwaaTiduloaiBavoAapivn 62% 78%
PwapaTidOUAOXOAIVN 62% 79%
10.2 TpapMIKOTNTA

MNa emAeypévoug opoug PTTOpece va eEakpIBwOei pia ypappik ouvdptnon MeTagu Tng
OIdAuoNG Kal TNG OUYKEVTPWONG TwV AVTIOWUATWY O€ auTr] Tn Ookiyaoia. Adyw Twv
ETEPOYEVWIV AVOPWTTIVWV AVTICWHATWY OUwG, dev gival duvaTo va atToKAEIOTE TO yEYOVOGS OTI
MEMOVWEVOI 0pOi TTAPOUCIAZOUV [N YPOUMIKY CUMTTEPIPOPA.

Ap1Bp. Apaiwon HETPNMEVN CUYKEVTPWON AVAPEVOUEVN CUYKEVTPWON Avaktnon (%)
Acgiypatog (MnAiko OD) (MnAiko OD)
1 1/100 7,40 7,50 98,7
1/200 3,50 3,75 93,3
1/400 1,75 1,88 93,1
1/800 0,88 0,94 93,6
2 1/100 3,60 3,50 102,9
1/200 1,71 1,75 97,7
1/400 0,85 0,88 96,6
1/800 0,43 0,44 97,7
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10.3 AkpiBeia

11

MNa emAeypévoug opoug uTTépece va eCakpIBwOel pia ypauuiKh ouvapTnon PETAgU NG
apaiwong Kal TG CUYKEVTPWONG TWV AVTICWUATWY O0€ auth Tn dokiyacia. Adyw Twv
ETEPOYEVWV AVOPWTTIVWV AVTICWHATWY OwG, &ev gival duvaTd va atmoKAEIOTE TO yEyovog OTI
MEMOVWUEVOI 0POi TTAPOUCIAZOUV UN YPOUMIKA CUPTTEPIPOPA.

EowTepikn pé6odog Evlidpeon pébodog

P8Pro Mécog 6pog CVv P8Pro Mécog 6pog CVv
DPwo@oAITISiwYV (NMnAiko OD) (%) dwo@oAimbiwv  (MnAiko OD)) (%)
R2-Glykoprotein | 2.4 3,1 32-Glykoprotein | 2,8 2.8
Cardiolipin + B2-GP | 1,8 2.8 Cardiolipin + 32-GP | 1,5 3,1
Cardiolipin 1,5 1,5 Cardiolipin 1,3 3,6
Phosphatidyl-Cholin 3,2 1,6 Phosphatidyl-Cholin 2,6 2,1
Phosphatidyl- 3,5 1,9 Phosphatidyl- 2,9 3,5
Ethanolamin Ethanolamin
Phosphatidyl-Inositol 3,1 2,2 Phosphatidyl-Inositol 4.1 2,6
Phosphatidyl-Serin 26 29 Phosphatidyl-Serin 3,8 1,5
Sphingomyelin 2.1 3,1 Sphingomyelin 3,6 2,4
BiAloypagia
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PuBuioTikd cUpBoAa

IVD

- Diagnosi in vitro

- For in vitro diagnostic use

- Pour diagnostic in vitro

- Para uso diagnéstico in vitro

- In Vitro Diagnostikum

- In Vitro AlayvwoTikd péoo

- Para uso Diagnéstico in vitro

REF

- Numero d'ordine

- Cataloge number

- Référence Catalogue

- Numéro de catélogo

- Bestellnummer - Ap1Bu6g TrapayyeAiag
- Numero de catalogo
- Descrizione lotto - Lot
L OT - Lot - Lote
- Chargen Bezeichnung - XapaKTnpIopog TrapTidag
- Lote

uDI

- Identificatore univoco del dispositivo

- Unique Device Identifier

- |dentifiant unique de I'appareil

- |dentificador tnico del dispositivo

- eindeutige Produktidentifizierung

- Movadikd avayvwpIoTIKO GUOKEUNS

- Identificador tinico do dispositivo

C€

- Conformita europea

- EC Declaration of Conformity

- Déclaration CE de Conformité

- Declaracién CE de Conformidad

- Européische Konformitat

- Eupwrdikr oup@uwvia

- Déclaracéo CE de Conformidade

96

- 96 determinazioni - 96 tests

- 96 tests - 96 pruebas

- 96 Bestimmungen - 96 TIpoodiopiopoi
- 96 Testes

elFU

"o aesku SN

- Rispettare le istruzioni elettroniche per l'uso

- See electronical instructions for use

- Voir les instructions d'utilisation électronique

- Siga las instrucciones electrénicas de uso

- Elektronische Gebrauchsanweisung beachten

- AKOAOUBNOTE TIG NAEKTPOVIKEG 0Bnyieg Xpriong

- Seguir as instrugdes electrénicas de utilizagdo

- Da utilizzarsi entro - Use by
- Utilise avant le - Utilizar antes de
- Verwendbar bis - Xprion péxpr

- Utilizar antes de

+8°C
+2°C

- Conservare a 2-8°C (35.6-46.4°F)

- Store at 2-8°C (35.6-46.4°F)

- Conserver & 2-8°C (35.6-46.4°F)

- Conservar a 2-8°C (35.6-46.4°F)

- Lagerung bei 2-8°C (35.6-46.4°F)

- uhdooetal oToug 2-8°C (35.6-46.4°F)

- Conservar entre 2-8°C (35.6-46.4°F)

- Prodotto da

- Manufactured by

- Fabriqué par

- Fabricado por

- Hergestellt von

- Karaokeudderar amd

- Fabricado por

CO-CAL

- Calibratore cut-off

- Cut off Calibrator

- Etalon Seuil

- Calibrador de cut-off

- Grenzwert Kalibrator

- Oplakég opdg AvTidpaoTripio BaBuovounong

- Calibrador de cut-off

CON]| -

- Controllo negativo

- Negative Control

- Controle Négatif

- Control Negativo

- Negativ Kontrolle - ApvnTIKGG 0pdG EAEYXOU
- Controlo negativo
- Coniugato - Conjugate
- Conjugé - Conjugado
C O N J - Konjugat - Z0Zeuypa
- Conjugado

MP

- Micropiastra rivestita

- Coated microtiter plate

- Microplaque sensibilisée

- Microplaca sensibilizada

- Beschichtete Mikrotiterplatte

- EmikaAuppévn pikpotrAdka

- Microplaca revestida

- Tampone di lavaggio

- Wash buffer

WASHB [50x

- Tampon de Lavage

- Solucién de lavado

- Waschpuffer

- PubpioTikd didAupa TAUoNG

- Soluc&o de lavagem

- Tampone substrato

- Substrate buffer

SUB

- Substrat - Tampon sustrato
- Substratpuffer - PUBpIOTIKG SIGAUUG UTTOOTPWHATOG
- Substrato

- Reagente bloccante

- Stop solution

STOP

- Solution d'Arrét

- Solucién de parada

- Stopreagenz

- AVTIBpPacTrpIO SIOKOTIHG avTidpaong

- Solucédo de paragem

- Tampone campione

- Sample buffer

SB | 5x

- Tampon Echantillons

- Tampon Muestras

- Probenpuffer

- PuBuioTiké didAupa Serypdtwy

- Diluente de amostra
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