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Evdedeiyuévn xpnon

AESKULISA® Serine-Prothrombin-A ELISA civai pia Eviupgoavoooloyikr uéBodog aTePENS PAaang
TTOU TTEPIEXEl UWNANG KaBapdTntag @uwao@aTidOUAO-OEPiv Kal QUOIKK avBpwTrivn TTpoBpoufivn.
EmTpéTTel TOV TTO0OTIKG Kal TTOI0TIKO TTPoadIopioud IgA-avTICwPATWY £vavTl TNG o QaATIOUAO-OEPIVNG
Kal TNG TTpoBpopPivng atov avBpwrivo opo.

O 1TpOoCdIoPIoUOG AUTWV TWV AVTICWUATWY €EUTTNPETEI OTO va TeBEi n diIdyvwon Kal va ekTiundei o
Kivouvog Bpoupwoews oe aoBeveic TTAoXoVTEG aTTd cuaTNUATIKG £puBNUaTWON AUKo (ZEA).

KAIVIKA epapupoyn Kal apxég TG HEBOdou

Ta avriocwpata EvavT TG TTPoBpouRivng Kal TNG ewao@aTidUAO-CEPIvNG, VoG 6EIvou QWOPOAITTIOIKOU
TTAPAyWwyou TNG YAUKEPIVNG, avAKOUV OTNV OPAda TwV avTIQWO@OMITTIOIKWY avTIoWPATWY, Ta oTToid
TdooovTal €I0IKA EVAVTIA 0€ QWOPOANITTIOIa OTTWG gival TT.X. N KapdIOAITTivVN, N @uo@aTIOUAO-IVOCITOAN,-
aiBavoAapivn, -xoAivn, n o@lyyouueAivn, 10 @wo@atidiké ofu kai n TTpoBpoufivn. Ta euwao@oAITTidia
gival ouoTaTIKA OTOoIXEIO BIOAOYIKWV PHEPPBPAVWV.

H 1rpoBpouBivn (avBpwTrivog apdyovtag Il) gival éva {upgoyovo Tou TTAACPATOG, €XEI HOPIAKO BAPOG
75 kDa. H rpoBpouBivn cuvdéeTal ue TNV EVEPYOTTOINKEVN HOPYN TwV TTapayoviwy V, X OTTwg eTTiong
KAl ME QWOQOAITTIOIa Kal OnuIoupyei €101 TO OUPTTAOKO TnG TTpoBpoufivaong, Miag KATAAUTIKAG
Movadag, n OTroia WETOTPETTEI PE TNV TTOPOUCia IOVTWV aoBeaTiou Tn ouvoepévn o€ PEUPBPAVES
TpoBpoupivn oe Bpouivn. ZTn cuvéxela n BpouRivn atreAeuBepwvetal oTn diaAuTr Qdaaon.

H eppavion avTiQua@OAITTIOIKWY QVTICWHATWY TTEPIYPAPETAI CUXVA OTO GUOTNUATIKG €puBnuaTwon
AUKo (ZEA) kal e GAAeg TTapOpoIEG aoBEveIeg. TNV EUPAVIOT TWV AVTIQWOPOAITTIOIKWY AVTICWHATWY
0€ AuTEG TIG A0BEveEIEG, TN XAPAKTNPICOUPE WG OEUTEPOTTABEG avTIQWOPOAITTIOIKO cuvdpouo (ADZ).
AvTIBéTWG, TO TTpwToTmaBég ADE xapakTnpeifetal ammd avTIQWO@OAITTIOIKE avTICWUATA XWPIS TN
ouppeTox GAAwV autodvoowyv TTaBrnoswyv. Egetaoeig £de1Eav, 0TI UTTAPXEI OTEVOG GUOXETIOPOG PETAEU
OpouPwoewy, OPOUPOKUTTAPOTTEVILOV KAl OUVABEIC OTTOROAWY (WG OCUVETTEID  TTAOKOUVTIOKOU
eNPPAakTou). O POAOG TWV AVTIQWOPONITTIOIKWY AVTICWUATWY oTnV €EEAIEN TNG BpouBwang, dev €xel
aKOun EekabapioTei TTARPWG.

Mpbéogata Teplypd@nke, OTI N UTTAPEN avTiIcWUATwyY EvavTl TG TTPoBpoupivng uévo, cuoxeTiCeTal
éviova ME TNV eu@avion amofoAwv euBplwv oto APE. OmoTe Ta avTioWuATa Evavil Tng
TTpoBpopRivng atroteAolv Tov TTPWTO OEiKTN yIa auTAV TNV €mTTAOKN Tou ADZ, epdcov 6Aa Ta GAAa
AVTIQWOPONITTIBIKA avTICWHATA O OXETICOVTal e ATTOBOAEG B pUwV.

Avtiowpata  €vavtl Tou GCUUTTAGKOU TTpoBpouBivng-owo@atidulooepivng CuoxeTiCovTal e TNV
EMQAVION QAEPBIKWV KAl OPTNPICKWY BpouPwoewyY, ol OTToieg aTToTeAOUV pia OeUTEPN OPAdA TWV
KAIVIKWV ekdnAwaoewv Tou ADZ. Ta avTICWUATA £VavTl TOU CUPTTAOKOU &€V TTAPOUTIAdOUV Kadia axéon
pE aTroBOAEG epPpUWY. OTTOTE Kal 01 BU0 OPAdEG AVTICWHATWY aTTOTEAOUV £va GNUAVTIKO dIayVWOTIKO
BondnTiké p€go aTn d1aPopPodIAYVWaN TWV ETEPOYEVWV EKONAWGCEWY Tou ADZ.

Apxég TnG doKipaoiag

Ta diaAupéva 1:101 deiyparta opoU eTTwdlovTal OTIG HIKPOTTAGKEG, Ol OTTOIEG Eival ETTIKAAUPPEVEG
ME TO €I0IKO avTiyovo. Katd Tn dIdpKela TNG £TTWACNG cuvdEovTal Ta E1I8IKA avTICWPATA aTTd TOV
opd Twv aoBevuyv, €AV QUTA UTTAPYXOUV, ME TO avTIYOVO TToU BpiokeTal oTnv TTAAKA, TO [N
ouvdeuEva aTolixeia Tou 0poU aTTopakpUvovTal oTo £TOUEVO BAA TTAUONG. ETreira TpoagBEéTovTal
avTI-avOPWTTIVEG AVOCOOPAIPIVEG, 01 OTTOIEG €ival OUeUYUEVEG PE UTTEPOLEIDAON aTTd pagavida
(o0Ceuypa). Kard tn didpkeia piog €mwaong, 10 oUleuypa (CUfEUYMEVEG QVOOOCQAIPIVEG)
OUVOEETAl UE TO OUPTTAOKO avTIYOVOU — AVTICWHATOG TTOU OXNUATIOTNKE TTPIV, OI [N OUCEUYUEVES
avooO0C@AIPIVEG ATTONAKPUVOVTAl OTO €TTOMEVO BAua TTAUoNG. H diatrioTwon Twy ouvOeuévwy
AVTICWUATWY TTPAYUATOTIOIEITAI HE EVCUUATIKA XPWOTIKA avTidpacon (UTTAE) TOU UTTOOTPWHATOG, N
otroia avaoTéAAeTal pe dlaAupévo o&U (aAhayn xpwong oe kitpivo). O BaBudg oxnuaTiopou
XPWHATOG aTTO TO XpwHoyovo eCaptdral ammd Tnv TT000TNTA OUuleUypaTog Trou BpiokeTal
ouvdedepévn PUE TO CUUTTAOKO aVTIYOVOU-AVTIOWHATOG KAl £TOI €ival avAAoyog TTpog ThV apXIKh
OUYKEVTPWON TWV QVTIOTOIXWV avTIOWUATWY OTo deiypa aoBevoug.
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2UCTOTIKA OTOIXEIO TTOU TTEPIEXOVTAI OTO OET

AIAAYONTAITIPIN ATl1O TH XPHZH

Xpwua e s
2T0I1XEIO MogétnTa . dioAUpaT  TMepiypagr) / Mepiexdpevo
KOTTOKIOU oc
5TTAGCIO CUYKEVTPWON
PuBuioTiko didAupa derypdTwy . . Tris, xAwpiouxo varpio (NaCl), aABoupivn Boeiou
(5%) 1 x20ml Aeukd Kitovo 500 (BSA), 0teidio Tou varpiou < 0,1%
(ouvTnpnTIKO)
C s . 50TTAGCIa CUYKEVTPWON
(FZ.)%GX‘;'OT'KO OiGAupa mAGong 1 X 20ml Neukd Mpdoivo | Tris, NaCl, Tween 20, oggidio Tou varpiou < 0,1%
(ouvTnpnTIKO)
ETOIMA IA XPHXH
Xpwua Xpwua
2T0IXEIO MogétnTa katakio  diaAupar  [lMepiypaen / MNepiexduevo
0 oG
. e . . AvBpwTIivog 0pdg (SlaAupévog), aABoupivn Bogiou
ApvnTIKGG 0pOg EAEyXOU 1x1,5mi Mpdowvo - Aiauyég opou (BSA), ogeidio Tou varpiou < 0,1% (ouvinpnTiko)
i ) ) . . AvBpwTTIivog 0pAdg (Slahupévog), aABoupivn Boéeiou
OETIKGG 0pOg EAEyXOU 1x1,5ml Kokkivo - Kitpivo opou (BSA), ogeidio Tou vatpiou < 0,1% (ouvtnpnTiKo)
Avnégaomplo BaBuovéunong 1x1.5ml MAe Kfrpivo Avepwmvog 0pog (6|a)\upqug), aABom:wvr] Boeiou ]
OPIOKAG TIMAG opou (BSA), ogeidio Tou vatpiou < 0,1% (ouvTtnpnTiKO)
Juykévipwon kGBe avtidpaoTnpiou Babuovéunaong: 0,
} . . . & 3, 10, 30, 100, 300 U/ml. AvBpwTivog 0pdg
AvtidpaoTrpia BaBuovéunong | 6 x 1,5ml N\eukd Kitpivo (S10AULEVOC), aABoupivN BogIou 0pow (BSA), 0Eeidio
Tou vaTpiou < 0,1% (ouvtnpnTikd)
. . . 2UOTaTIKO OTOIXEIO: AVTI — QVBPWTTIVI GvOC0O@aIpivn
2ulevypara, IgA 1 x15ml KoOkkivo | KOkkivo ONUABELEVN W UTTEPOEEIBAGT aTT6 pagavida (BSA)
. . . >1aBepotroinuévn TETPapEBUABEVISivN Kal
Ymootpwua TMB 1 x15ml Maupo Alauyég UTTEPOEEIBIO TOU UBPOYOVOU (TMB/H,0%)
AidAupa diakoTg avtidpaong | 1 x 15ml Neukod Alouyég 1M YdpoxAwpikd o&u
12x8 ﬁ\%l Aegv givai Me ammooTTpEVOUG UTTOBOXEIG. AVaTpEETE OTNV
MAdka pikpoTiTAoTToinONG . . S100éaip TTapdypa@o 1 yia TTANPOQPOPIEG OXETIKA HE TNV
Tavieg di1aBéaiy .
o o ETMIKAAUYN.

*H évtaon Tou XpWHOTOG QUEAVETAI PE TN GUYKEVTPWON

AmaitoUugva vuAika

O avayvwoTng TTAaKWY pIKpoTITAoTToinang 450 nm avaylyvwoKel @IATpa avayvwaong Kal TTpoalpeTiké 620 nm @iATpa avagopdg
(600-690 nm). MNuaAiva egaptApata (KUAIVEpog 100-1000ml), dokipaoTikoi cwArveg yia diaAlpara. AovnTAg avauigng, TTPox0ideg
akpiBeiag (10, 100, 200, 500, 1000 pl) A TTpooapuolopevn TToAuTTpoxoida (100-1000pl). Zuokeury TTAUONG PIKPOTTAGKAG (300pl
emmavaAapBavopevn Tpoxoida, f TPoxoida TTOAAOTTAWY KavaAlwy 1 auTopaToTroinpévo oUoTnua), atmoppo@nTikd xapti. Ol
OOKIJOTIEG HAG EXOUV WG OXEDIOOTEI yIa va XpnaoigoTtroinBoulv pe kabapd Udwp cUPPwva PE TOUG opiououg TG PapuakoTroliag
Hvwpévwv MoAireitbv (USP 26 - NF 21) kai Tng Eupwraikig @appakotroliag (Eur.Ph. 4th ed.).

®UAagn kai xpovog diatpnong

Ta avTidpacThpia Tou GuvOAOU avTIOPACTNPIWY Kal N MIKPOTTAGKAO TTPETTEI va QUAdGooovTal
otoug 2 - 8 °C / 35,6 - 46,4 °F péoa oToug aubevTIKOUG TTEPIEKTEG. Apaiwpéva dlaAlpaTa,
@uAdooovtal oToug 2 - 8 °C / 35,6 - 46,4 °F yia éva univa. MNpétrel va AauBdvovtal utréyn ol
nuepounvieg AAENG TTou avaypd@ovTal Tn CUCKEUOOIa Kal OTIG ETIKETEG TOU KABE oUoTATIKOU.

Mn xpnoigoTrolsital Anyyéva ouoTatik@ oToixeia Tou ouvoAlou avTidpaoTnpiwyv! MNpétmer va
atmo@elyeTal n évrovn €Tidpacn wToOg aTo dIGAupa uttooTpwHaTog TMB. O1 PIKOTTAAGKES va
@uAdooovTal TTavrote PE ENPAVTIKO UAIKO KOaAG KAsiopéveg péoa oTtn pePPpavn NG
OUOKEUOOiag.
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Y1rodeigeig kal TTpo@uUAGEeIg

5.2

EmikivduvoTnTa yia TnVv vysia

AAYTO TO NPOION EMITPENETAI NA XPHZIMOMOIEITAI MONO TNA EPFAZTHPIAKH
XPHZH (IN VITRO AIANQZTIKH).

MpéTTel va XpNoIKOTTOIEITAl OTTO TTPOCWTTIKO, TO OTTOI0 £X€I KATATOTTIOTEI KAl EKTTAIOEUTEI EIDIKA
oTn xpnoigotroinon in vitro dlIayvwoTIKWY UAIKWY. Av Kal autd TO TTpoidv dev Bewpeital
ID10iTepa ToEIKG A €TMIKIVOUVO UTTO OUVOAKEG evOedelyuévng XPAONG, OCUPPBOUAEUTEITE TIG
TTAPAKATW TTANPOPOPIES YIa TN dla@UAaln TNG PEYIOTNG GCPAAEIAG:

Zuordosis Kai uétpa mpoeuiaéng

Meuyovwpéva ouoTaTikd Tou auvoAou avTIOPaoTNPiwy TTEPIEXOUV duvnTIKA ETTIKIiVOUVA
avTidpacThpia, Ta oTToia gival duvaTtd va TTPOKOAECOUV €peBIOUd Twv O0POOAUWY Kol TOou
oépuatog. NMPOZOXH! AlakpIBwTEg, £Aeyxol Kal puBuioTIKG diaAUpaTa TTepiEéxouv alidio Tou
vaTpiou (NaNs) wg ouvinpnmiké. To NaNsz ptropei va cival TogIKO €dv TTpoAneBei 1
atropponBei amd 1o déppa | Ta paTia. To NaNs ptmopei va avridpdoel ue TNV £yKataoTaon
MOAUBOOU kal XaAkoU oxnuaTioviag 101aiTepa €kPNKTIKG HETAAAIKG adlidia. Katd Ttnv
aATToOpPIYN, EETTAUVETE UE PEYAAO OYKO UDATOG yIa va ATTOTPEWETE TN dnuioupyia alidiwv.
MapakaAw avaTpégete oTIG dlIadIKAOieg atToAUuavong OTTwg TreplypdeovTtal amd 1 CDC R
GAAeG TOTTIKEG/ €BVIKES OONYiEG.

Katd tn SidpKela TG €pyaciag JE TO OET, ATTAYOPEUETAl TO QAYNTO, TO TTOTO KAl TO
KATTVIONA.Mn XPNOIMOTTOIEITE TRV TIPOXO0idA (TTITTETTA) S1a HEOW TOU OTOMATOG, POPATE
yavTia giag xpRong.

Ta avmdpacTrpia avlpwTTivng TTPOEAEUCNG TTOU TTEPIEXOVTAl O€ QuTO TO TTIpoidv (opoi
eAéyxou kal avTidpaoTrpia BaBuovounong) amodeixTnkav Katd Tov EAeyxo yia nmatimda B
avTiyovo em@aveiag (HbsAg), nmartimda C kai HIV 1 kal 2 wg apvntikd. Opwg, o€ TpoidvTa
avOpwTTIVNG TTPoEAEUONG OE UTTOPEl TTOTE va atTokAEIoTel TTAAPWG N MBaveTNTa NOAUVONG ME
TOUG ava@epOpevous i Kal e GAAoUg akdun ayvwaoToug TTaBoydvoug opyaviopous. MNa Tov
AGYO auTd, ol opoi eAéyxou, Ta avTidpacThpIia BaBuovounong OTTwG €TTioNG Kal Ol 0POi Twv
aoBevwyv xapaktnpifovialr w¢ duvnTIKA HOAUCHATIKOI KAl TTPETTEI va XPNOIMoTTolouvTal
oUPQwWVa JE Ta €BvIKE VOUIKG aflwuaTa.

Emeidy 10 KIT TTEPIEXEl UAIKO CWIKAG TIPOEAEUONG, OTTWG AvaQEPETAl OTOV  TTivaKa
TTEPIEXOPEVWY, TIPETTEI VO TO XPNOIMOTIOIEITE CUPPWVA HE TIG OTTAITAOEIG TNG €OVIKAG
vouoBeaiag.

Fevikég utrodEiSEIg

TNV TTEPITITWON KATA TNV OTTOIA 01 TTANPOYOPIES TOU TTPOIOGVTOG, CUUTTEPIAANBAVOUEVWVY TWV
ETIKETWV, €ival EANITTEIG 1] EOQAAUEVEG, ETTIKOIVWVIOTE JE TOV KATAOKEUAOTHA i TOV TTPOUNBEUTH
TOU KIT OOKIUAG.

Mnv ptrAékete n avrikaBiotare MdapTupeg, Babuovountég, Evqupa Z0Ceuéng n MIKPOTTAAKEG
aTTo BIAPOPETIKEG TTAPTIOEG. AUTO UTTOPET Vva 0dNyrnoel o€ atTOKAICEIS OTA ATTOTEAEOUATA.
ApnoTe 6Aa Ta cuoTaTikd Tou 0T va AdBouv Beppokpacia dwuatiou TTpiv atrd Tnv évapn
NG dokiyaciag (20 - 32 °C / 68 - 89,6 °F) kal avaueigte KaAd. Mpétrel omwodnToTE va
TNPEITaI TO KABOPIOUEVO TTPWTOKOAAO yia Tn diegaywyr TNG dOKIYACIag.

Emrwaon: Zuviotoupe amrédoon dokiuAg otoug 30 °C / 86 °F yiad QUTOMATOTTINHEVA
OUOTAHATO.

Mnv ekBETeTe TTOTE TO CUCTATIKG TOU CUVOAOU avTIdpacTnpiwv o€ Bepuokpacieg dvw Twv 37
°C / 98,6 °F. Xpnoigotroleite yia TN Aqwn Tou OIOAUPOTOG TOU UTTOOTPWHATOG TTAVTOTE
KAIvoUpIa — CUOKEUOOUEVA pUYXN YIO TNV TIITTETA, YIA VO OTTOQPEUYETE JOAUVOEIG. ATTOQEUYETE
TNV €TTAQI TOU SIOAUNOTOG UTTOOTPWHOTOG PE EVTOVO PWG. Mn XpnOIYOTTOIEITE yia TO dIGAUMQ
ouleUyhaTOC TTOTE TA iBIa PUYXN TIITTETAG TTOU £X0UV £pB¢l o€ eTTA@ PE GAAa avTIdOPaACTAPIC.
H teAik KAIVIKA S1dyvwon dev pémrel va TiBeTal pévo pe Baon Ta atroTeAéopaTa TnNG
Sie§aypévng dokipaoiag, aAAd atrd Tov 1aTpd Aaufdvovtag utrown 6Aa Ta KAIVIKG Kal
gpyaoTtnplokd supfuara. H didyvwon mpétrel va emIRERAIWVETAI XPNOIUOTTOIWVTAG
O10QOPETIKEG BIAYVWOTIKEG HEBSSOUG.
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ARQyn deiyparog, rpoeToIacia Kal QUAagn

2UuvVIOTATal N Xpnon @PEoKwv delyddTwy opol. H ARwn Tou dipyatog TTPETTEl va yivetal
oupgewva e Ta €0vikd vopikd agiwuata.Na pn XpnolgotrolouvTal: IKTEPIKA, AMITTQIMIKA,
algoAupéva | poAucpéva atmd Baktrpia deiydarta opol. Asiyuata opwv TTou TTEPIEXOUV
owpatidla, va ToTToBeTouvVTal JE XAMNAR TaxUTNTA 0T OUOKEUN Quyokévipnong (<1000 x g).
2UMAéyeTe Ta deiypaTa dipatog o€ KaBapd, oTeyvd Kal KeEvA @IaAidIa.

Katémv dlaxwpiopou Ta dciypata TTAGOPOTOG TIPETTEI va XPNOIKMOTToINBoUv €viog Twv
TPWTWY 8 WwPwV, dIOPOPETIKA TTPETTEI VA QUAACTOVTAI KAEIOPEVA AEPOOTEYWS OTOUG 2 - 8 °C
/35,6 - 46,4 °F yia 48 WpeG TO YEYIOTO. 2€ TTEPITITWOT TTOU TTPORAETTETAI PEYOAUTEPN OIGPKEIQ
QuUAaéng, Ta deiypaTa TTPETTEl va PuxovTal otoug - 20 °C /- 4 °F.

Aladikacia Tng pedddou

MposToipacia
Apaiwon CUNTTUKVWHEVWY avTISpaoTnpiwy:

2UMTTUKVWHEVO PUBUIOTIKO SIGAUMA DEIYUATWYV: apalwveTe 1:5 pe atrooTayuévo vepod (Tr.x. 20
ml ouv 80 ml).

ZUMTTUKVWHEVO pUBNIOTIKO dIdAupa TTAUCNG: apaiwveTe 1:50 pe atmmooTayuévo vepod (.. 20
ml ouv 980 ml).

MNa tnv amopuyn Tuxov AaBwv, CuvioTATAl N CANOVON TWV KATTAKIWY Twv OIdQopwv

avTiIdpacTnpiwv Babuovounong.

Apaiwon Twv delypndTwy TWV acBevwyv:

Aciypata opoU: apalwveTe Kal avauelyviere 1:101 pe apaiwpévo pubBuIoTIKG BIGAUa
OelypaTwy, T.X. (1X) 1000 pl puBpIoTIKG didAupa deiyudtwy + 10 pl opde.

MAdon:

Atrairouvtal 20 ml apaiwpévo puBuIoTIKG didAupa TTAUoNG (1x) avd 8 Pubiopata i 200 ml
ava 96 BuBiopara 1.X. 4 ml cupTTUKVWPa ouv 196 ml atrooTaypévo vepod.

AuTtoparotroinpévn Auon:

MNa TN Asimoupyia Tou gpyalgiou Kal TO VEKPO OyKO TTPETTEI va An@BoUlv uttéwn TTpooBeTeg
TTOoATNTEG PUBUIOTIKOU dIOAUNATOG TTAUCNG

XeipokivnTn wAUON:

ATTOUAKPUVETE TO UYPO XTUTTWVTOG TNV TTAAKa €TTdvw Ot €va attoppo@nTikO XapTi. BaleTe
300 pl apaiwpévo pubuIoTIKG SIGAUPA TTAUONG 0€ KABe BUBICUA XPNOIUOTTOIVTAG TNV
mTETA, TTEPINEVETE 20 deuTepOAeTTTA. ETTOVaAGBeTe TN Siadikacia akdpn dUo QopEg.

MikpoTtrAdkeg:

ATTopakpUveTe Ta BuBicpaTta TTou dev £XOUV XPNOIKOTTOINGET KAl QUAGCCOETE TA PE ENPAVTIKO
UAIKO KOAG KAglopéva péoa oTtn PEPPPAvVN TNG CuOKeuaaiag oe dpooepd PEPOG (2 - 8 °C /
35,6 - 46,4 °F).
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7.2 ZXAMA SIOVOURG avTIOpaCTNPIiwV

7.3

MpoTteivoupe TN Xprion T¢ TITTETAG YIA avTIdOPACTAPIa BaBuovounong, opoug eAEyxou Kal

deiypara wg egng:
MNa NMOZOTIKH gpunveia MNa MOIOTIKH epunveia
1 2 3 q 5 s o

A | CalA |CalE | P1 A NC P2

B | CalA |CalE | P1 B | NC P2

TR TR e oo Y R

S cas (car (p2 | = e

E CalC | PC P3 E  pC

F CalC | PC P3 E | pC

e o e | = I A R

o e T e TR
CalA: calibrator A CalD: calibrator D PC: positive control P1: patient 1
CalB: calibrator B CalE: calibrator E NC: negative control P2: patient 2
CalC: calibrator C CalF: calibrator F CC: cut-off calibrator P3: patient 3

BApata gpyaciag

Bripa  Iepiypapr

1. TMpiv amd 10 TTTETAPIoUA BEPAIWBEITE OTI £XETE eKTEAEDEI TN SlAdIKACIA TTPOETOINAGIAG ATIO TO
BrAua 7.1 opatdvw.

2. AKoAouBnaoTE Ta TTAPAKATW BrpaTa avadAoya Pe Ta TBUPNTA aTToTEAEéOUATA
TTOIOTIKAG/TTOOOTIKAG Epunveiag:

3.
+100 pl
o)
5.
— —
3x 3004l

I

OPOI EAEMXOY & AEITMATA

Balete ota poPAeTopeva BuBioparta 100 ul aréd £va atmo Ta
TTAPAKATW UAIKG XPNOIUOTTOIWVTAG TNV TTITTETA, OTTWG TTEPIYPAPETAI
OTO KEQAAQIO 7.2 TTapaTTavw:
a. AvmidpacTtrpia fabuovounong (CAL.A éwg CAL.F) yia
MNMOX20TIKH gpunveia i
b. Avndpaotrpio BabBuovéunong opiakng TIuAG (CC) yia
TOIOTIKH epunveia
ETriong, Bacete amd 100 pl atmd kabBéva atrd Ta TTaPAKATW:
o Apvntikdg opdg eAéyxou (NC) kal BeTIKOG opdg eAEyxoU
(PC) kabwg Kkai

e AiaAupévo opd aocBevwv (P11, P2...)

Emwdédete yia 30 Aetrtd o€ 20 - 32 °C / 68 - 89,6 °F.

MAévete 3 Qopég, kaBe opd ue 300 ul pubuIoTIKG diGAupa TTAUCNG
(apaiwpévo 1:50).
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10.

11.

12.

13.
14.

L

+100 pl

®

30°

I

S

1 . 3x 300ul

+100 pl

oD, OD“E/\/

450/620 nm

o

>YZEYTMA

Balete 100 pl diaAUpatog oulelypyoTtog oe KABe utTodOXEQ
XPNOIJOTTOIWVTAG TTITTETA.

Emwadete yia 30 Aetrtd o€ 20 - 32 °C / 68 - 89,6 °F.

MAévete 3 Qopéc, kKGBe @opd pe 300 pl pubuIoTIKG diIGAUMA TTAUCNG
(apaiwpévo 1:50).

YMNOXTPQMA

Bacete 100 pl diaAduartog uttooTpwuatog TMB oe kGBe uttodoxéa
XPNOIUOTTOIWVTAG THV TTITTETA.

Emmwadete yia 30 Aemrtd o€ 20 - 32 °C / 68 - 89,6 °F. [NpooTtatevoTe
atrd TO £VTOVO QWG.

AIAAYMA AIAKOMHZ ANTIAPAZHZ

Badete 100 pl diaAuparog dlokoTTAG avTidpaong o€ KA BuBioua Pe
TN OEIPA TTOU TOTTOBETABNKE TO UTTOOTPWHA XPNCINOTTOIWVTAG ThV
mITETA.

EmwdédeTe yia 5 AeTTTd TOUAGXICTOV.
AVOKIVEITE TTPOCEKTIKA TNV TTAGKA yIa 5 deuTepOAETTTA.

Metpriote Tnv amoppognon ota 450 nm evidg 30 AemTtwv
(ouvioTdTal TrpoaipeTikG Kal oTta 450/620 nm).
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Moo oTIKA KAl TTOIOTIKA EpUNnVvEia

O 1ToooTIKOG TTPOOdIOPIOHOG £TTITUYXAVETAl BACEl Piag TTPOTUTTNG KAWTTUANG, OTNnv oTroia
METOQEPETAI N OTITIKA TTUKVOTNTA TWV avTidpaoTnpiwv Baduovéunong (Ggovag y) Evavt g
ouykévtpwong oe U/ml (aG&ovag x). MNa Tov KaAUTEPO TTPOCBIOPICUO GUVIOTATAI N PHETAPOPE
log/lin kai éva Fit 4 TTapapéTpwy. Me BAon TNV KOUTTUAN €COKPIBWVETAlI QTTO TNV OTITIKA
TTUKVOTNTA TOU OEiYUATOG N CUYKEVTPWON TwV avTIowudatwy og U/ml.
Meploxf @UOIOAOYIKWY TIHWV AtpoodiépioTa O¢TikG aToTeEAéopATA
<12 U/ml 12 - 18 U/mi >18 U/ml
TMapadesiyua mpoadiopicuou
Auté TO TrapAdeiypa Oev EMITPETETAI VA XPNOIMOTTOINGEi yia TV gpunveia Twv

ATTOTEAECHATWY TWV ACOEVWV.
AvTidpaoTrpia OD 450/620 nm CV % (Alokupavon)

BaBuovounong IgA

0 U/ml 0,035 1,0
3 U/ml 0,145 3,2
10 U/ml 0,288 2,8
30 U/ml 0,597 15
100 U/ml 1,303 1,8
300 U/ml 2,154 2,4

lNapadeiyua vurroAoyiouou
AoBevric  EmravaAnyn (OD) Méoog 6pog (OD) AtrotéAeopa (U/ml)
P01 0,705/0,769 0,737 38,3
P 02 1,223/1,234 1,229 96,9

Ta Ociyuata pe TIMEGC MEYOAUTEPEC ATTO TO MEYIOTO €UPOG TIMWYV TWV AVTIOPACTNPIWYV
BaBuovounong Tpétrel va avagépovTal wg" >Méeéy." Mpétel va apaiwvovTal KatdAAnAa kai va
ookiyagovtal Eavd. Ta deiypata Pe TINES HIKPOTEPES aTTO TO EUPOG TIHWV TWV QVTIOPACTNPIWY
BaBuovounong TrpéTrel va avagEpovTal wg "<EAay."

Eidika oToixeia tng TTAPTIdAG, avaypd@ovTal OTO CUVOTITOPEVO TTIOTOTTOINTIKO EAEYXOU.
laTpIKa epyaoThpia PTTopouv va die¢dyouv eAEyXoug TTOIGTNTOG OTO XWPEO TOUG e BIKOUG TOUG
eAéyxoug kail/ ] opoug atod Tnv TpATTeCa aipaTog ocuuewva pe Tng pubuioeig Tng E.E..
2uvioTaTal o€ KABE epyaaTrpIO va dNPIOUPYNOEl TIG OIKEG TOU QUOIOAOYIKEG TIUEG, BACIOPEVEG
0T OIKK TOU TEXVIKN, EAEyXOUG, EEOTTAICHO Kal TTANBUCOUG aoBevwv.

TNV TTEPITITWOTN KATA TNV OTTOIx OI TIMEG TWV OPWYV EAEYXOU dEV CUMPWVOUV HE Ta KPITHPIA, N
dokKiun gival dkupn kal Ba TTPETTEN va eTTAVaANQOE.

Oa Tpétrel va egAeyxBolv T TTAPOKATW TEXVIKA (nTAMaTta: Huepopnvieg ANENG Twv
avTidpacTnpiwv (TTou TTPOETOINACTNKAY), OUVOAKEG aTTOBAKEUONG, TTITTETEG, OUOKEUEG,
QPWTOUETPO, OUVONKEG ETTWAONG Kal uEBodog TTAUONG.

Edv 1a oToixeia Ta omoia uttoBARBNKav o€ dokiu TTapoucidfouv atrdkAIon ) GAAou €idoug
dlagpopoTroinon atd TIG AVANEVOUEVES TIHEG 1 €Av Oev TTANPOUVTAl TA KPITAPIA EYKUPOTNTAG
XWPIG eUAOYN AITia, ETTIKOIVWVIOTE YE TOV KATAOKEUQOTI ) TOV TTPOUNBEUTA TOU KIT SOKIUAG.
MNa 1roioTikA a§ioAéynon diaBAcTe TNV OTITIKY TTUKVOTATA TOU PAPTUPA OTTOKOTTAG (cut-off
calibrator) kai Tnv avTioToixn Twv BEIYUATWY AOBEVWV. ZUYKPIVETE TNV OTITIKI TTUKVOTNTA TWV
OEIYMATWY WE auTh Tou uapTupa. MNa Tnv ToIoTIKA agloAdynon TTpoTeiveTal va BewpouvTal Ta
ociyuata 20% yupw atmd TNV TIU TOU PAPTUpa oav atrpoodidpiota. OAa Ta deiypata pe
UWnAOTEPEG TINEG BewpouvTal BeTIKG, deiyuaTa e XaunAOTEPES TINEG apvNTIKA.

ApvnTiKO: OD oqo8evr; < 0.8 x OD cut-off
Amrpoodidpiota: 0.8 X OD cut-off < OD qoevp S 1.2 X OD cutoff
OETIKél OD aofevi > 12 X OD cut-off
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9 Technical Data
YAIKO delyhaTwy: Opébg
OykKog delyudTwV: 10 pl opdg yia apaiwon 1:101 pe 1x puBbuIoTIKG SIGAUNA
OelyudTwy
OAIKOG Xpbvog TTWaONG: 90 Aetrtd o€ Bepuokpacia dwuatiou 20 - 32 °C / 68 - 89,6
°F
Mepiox péTpnong: 0-300 U/ml
AvaAuTikr) EvaioBnaia: 1,0 U/ml
duAaén: 0e2-8°C /35,6 - 46,4 °F oTIG AQUBEVTIKEG QIAAEG
ApIBu6S Twy TTpoodiopiopwy: 96 doKIPaaieg
10 Zroixeia Arédoong
10.1 AvaAuTtiki Evaiofnoia
Aokiyacia Tou puBuioTikoU dlaAUuatog deiyyatog 30 @opéc oe AESKULISA® Serine-
Prothrombin-A &ivelr avaAuTikr] euaioBnaia 1,0 U/ml.
10.2 EidikéTnTa kKai EvaioOnocia
H T1AGKka pIKpOTITAOTTOINONG  €ival ETTIKAAUMMEVN HE  QWOQATIOUAO-OEPIV KAl  QUOIKA
avBpwTtTivn TTPoBpouBivn. Ag diaTIOTWVOVTAl AVTIOPACTIKOTNTEG dlaoTAUPWONG HE GAAa
avriyéva. H dokiyacia AESKULISA® Serine-Prothrombin-A mapoucidlel diayvwoTIKA
eidIkéTNTa  91%. H Odokiyacia AESKULISA® Serine-Prothrombin-A  Trapouaiddel
OlayVWOTIKN euaiocbnaoia 78%.
10.3 FpapMIKOTNTA

MNa emAeypévoug opoug uTTépece va €EakpIBwOEel pia ypauuikh ouvaptnon PETagu NG
apaiwonNg Kal TNG CUYKEVTPWONG TWV AVTIOWUATWY O autrhy Tn dokiyacia. Adyw Twv
ETEPOYEVWIV AVOPWTTIVWYV QVTICWHATWY OPWG, Bev gival duvaTd va aTTOKAEIOTEN TO YEYOVOG OTI
MEPOVWHEVOI 0POI TTAPOUCIAZOUV PN YPOUMIKA CUPTTEPIPOPA.

ApiBp. Apaiwaon METPNMEVN CUYKEVTPWAN QAVAPEVOUEVN GUYKEVTPWON AvakTtnon (%)
Agiyuarog (U/ml) (U/ml)
1 1/100 134,0 135,0 99,3
1/200 64,3 67,5 95,3
1/400 35,8 33,8 105,9
1/800 17,1 16,9 101,2
2 1/100 96,5 100,0 96,5
1/200 52,0 50,0 104,0
1/400 23,8 25,0 95,2
1/800 11,8 12,5 94,4
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AkpiBeia

MNa Tov éAeyxo akpifelag TG peBddou eCakpIBWONKE PE TPEIS OPOUC € DIAPOPETIKEG TTEPIOXES
NG TTPATUTING KAWTTUANG N ECWTEPIKN Kal evoidueon diakuuavan.

EowTepikn pé6odog Evlidpeon pébodog
ApiBp. Méocog 6pog CVv Api8p. Méoog 6pog CVv
Seiyparog (U/ml) (%) Seiyparog (U/ml) (%)
1 133,0 3,8 1 138,0 4,2
2 74,0 4,2 2 79,0 5,8
3 42,0 4,3 3 38,0 4.9
Alokpiwon

To TocoTIKO cUoTNua METPNONG AOYyw EAAEIYNG evog O1EBvoUg TTPOTUTTOU ava@opdg EXEl
OlakpIBwOEi pe TTPOOWPIVEG HOVADEG YETpnoNnG. Ta atroteAéopaTta didovTal ae U/ml.
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PuBuioTikad cUppoAa

IVD

- Diagnosi in vitro

- For in vitro diagnostic use

- Pour diagnostic in vitro

- Para uso diagnéstico in vitro

- In Vitro Diagnostikum

- In Vitro AlayvwoTiké péco

- Para uso Diagnéstico in vitro

REF

- Numero d’ordine

- Cataloge number

- Référence Catalogue

- Numéro de catalogo

- Bestellnummer - ApIBu6g TrapayyeAiag
- Numero de catalogo
- Descrizione lotto - Lot
L OT - Lot - Lote
- Chargen Bezeichnung - XapakTnpiopog optidag
- Lote

uDI

- Identificatore univoco del dispositivo

- Unique Device Identifier

- Identifiant unique de I'appareil

- Identificador tnico del dispositivo

- eindeutige Produktidentifizierung

- Movadiké avayvwpIoTIKG GUCKEUNG

- Identificador tnico do dispositivo

C€

- Conformita europea

- EC Declaration of Conformity

- Déclaration CE de Conformité

- Declaracién CE de Conformidad

- Européische Konformitat

- Eupwraikn oupguwvia

- Déclaracéo CE de Conformidade

96

- 96 determinazioni - 96 tests

- 96 tests - 96 pruebas

- 96 Bestimmungen - 96 Trpoodiopiopoi
- 96 Testes

elFU

"w agsku e

- Rispettare le istruzioni elettroniche per l'uso

- See electronical instructions for use

- Voir les instructions d‘utilisation électronique

- Siga las instrucciones electrénicas de uso

- Elektronische Gebrauchsanweisung beachten

- AKOAOUBAOTE TIG NAEKTPOVIKEG 0Bnyieg Xprong

- Seguir as instrugdes electrénicas de utilizacédo

- Da utilizzarsi entro - Use by
- Utilise avant le - Utilizar antes de
- Verwendbar bis - Xprion péxpr

- Utilizar antes de

+8°C
+2°C

- Conservare a 2-8°C (35.6-46.4°F)

- Store at 2-8°C (35.6-46.4°F)

- Conserver a 2-8°C (35.6-46.4°F)

- Conservar a 2-8°C (35.6-46.4°F)

- Lagerung bei 2-8°C (35.6-46.4°F)

- ®uhdooeTal oToug 2-8°C (35.6-46.4°F)

- Conservar entre 2-8°C (35.6-46.4°F)

- Prodotto da

- Manufactured by

- Fabriqué par

- Fabricado por

- Hergestellt von

- Karaokeuageral amré

- Fabricado por

CO-CAL

- Calibratore cut-off

- Cut off Calibrator

- Etalon Seuil

- Calibrador de cut-off

- Grenzwert Kalibrator

- Oplakdg opdg AvTidpaaTripio BabBpovounong

- Calibrador de cut-off

- Controllo positivo

- Positive Control

CON/|+

- Controle Positif

- Control Positivo

- Positiv Kontrolle

- OeTIKGG 0pOG EAEYXOU

- Controlo positivo

CON]| -

- Controllo negativo

- Negative Control

- Controle Négatif

- Control Negativo

- Negativ Kontrolle - ApvnTIKGG 0pdG EAEYXOU
- Controlo negativo
- Calibratore - Calibrator
- Etalon - Calibrador
CA L - Kalibrator - AvTidpaoTrpio Babuovounong

- Calibrador
- Coniugato - Conjugate
- Conjugé - Conjugado

C O N J - Konjugat - Z0Zeuypa
- Conjugado

MP

- Micropiastra rivestita

- Coated microtiter plate

- Microplaque sensibilisée

- Microplaca sensibilizada

- Beschichtete Mikrotiterplatte

- EmikaAuppévn pikpotrAdka

- Microplaca revestida

- Tampone di lavaggio - Wash buffer
WAS H B 5 0 - Tampon de Lavage - Solucién de lavado
X - Waschpuffer - PuBpioTiké didhupa TTAUoNG

- Solucéo de lavagem

- Tampone substrato

- Substrate buffer

SUB

- Substrat - Tampon sustrato
- Substratpuffer - PUBIOTIKG SIGAUUG UTTOOTPWHATOG
- Substrato

- Reagente bloccante

- Stop solution

STOP

- Solution d'Arrét

- Solucién de parada

- Stopreagenz

- AVTIBpacTrpIO SIOKOTIHG avTidpaong

- Solucédo de paragem

- Tampone campione

- Sample buffer

SB | 5x

- Tampon Echantillons

- Tamp6n Muestras

- Probenpuffer

- PuBpIoTIKG SiGAupa SelyaTwy

- Diluente de amostra
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