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Evdedeiyuévn xpnon

AESKULISA® ASCA-A civai pia Eviupoavoooloyiki uéBodog oteperg ¢aong (ELISA)

TTOU TIEPIEXEI UWNANG KaBapdTnTag pavvdavn yia TOov TTOOOTIKO Kal TIOIOTIKO  TTPOCdIopICUO
QvTICWUATWYV évavTl Tou puknTa Saccharomyces cerevisiae (ASCA) otov avBpwTrivo opd. Ta ASCA
avayvwpiouv €10IK& Tn pavvavn, n oTtroia g€ival ouoTaTtikd OTOoIXEIO TOU €EWTEPIKOU KUTTAPIKOU
TOIXWHATOG TWV (UUOMUKITWV.

H dokipaaia €xel upnAn €18IKOTNTA Kal gival euaicbnTtn yia Tn vécoo tou Crohn.

KAIVIKR epappoyn Kal apxég Tng HEBodou

H véoog tou Crohn kai n eAkwONG KOAiTIda atroteAolv TiG 1010TTOBEIG PAEYUOVWOEIG EVTEPIKEG VOOOUG
(IPEN), xpovieg @Aeyuovwdelg vOOOUG Tou AETTTOU KA/ i TOU TTAXEOG EVTEPOU, Ol OTTOIEG EKONAWVOUV
@Aeypovég i €Akn. H aimiohoyia Twv IPEN péxpl ofuepa, gival akopn ayvwaoTn, oudnTiétal woTdoo N
OUMMETOXNA YEVETIKWYV TTAPAYOVTWY KAl ACIHWEEWV.

210 vooo Tou Crohn mmpooBdaAAlovTal 600 TO AETITO, TOGO Kal TO TTaxXU EVIEPO ATTO TN QAEYUOVH, EVW
oTnV €AKWON KOAITIOA N QAEYUOVH TTOPAPEVEI TTEPIOPICHEVN OTO TTaxXU Eviepo. Epdoov uéxpl Twpa dev
utrpxav OlaBéaipol Oeikteg opoU, n  Olagopodidyvwan yivoTay Péow €vOOOKOTINGNG Kall N
OKTIVOAOYIKWYV €EETACEWY TOU AETITOU Kal TOU TTax£og eviépou. Av kal ol dUo aaBéveleg TTapouaidlouv
KOIVA GUUTITWHATA, UTTAPXOUV BACIKEC DIaQOopPEG OGOV aPopd TNV eEEAIEN TNG vOOOU, TIG ETTITTAOKEG Kal
N Bepatreia Toug, 1IBIITEPWG OTav TiBeTar Béua amoégaong dieCaywyng XEIPOUPYIKAG ETTEURACNG.
2UVETTWG, N aiyoupn dila@opodidyvwaon Twv U0 acBevelwy gival TTOAU anuavTikn yia Tn Beparreia. Tn
giyoupn d1a@opodidyvwaon €mMRapuvel TO yeyovog OTI PE TIG €WG TWPA XPNOIPOTTOIOUUEVESG UEBOBOUG,
mepimou 10 5-10% Twv aoBevwv dev pmropei va kataxwpnBei pe BePaidtnta oe pia amd TG dUO
a0BEVEIEG, Ol TTEPITITWAEIG QUTEG XapakTnpifovTal wg «evdlauean KoAimday (Colitis indeterminata).

Ta ASCA trepiypd@nkav wg €18Ikoi eikTeG yia Tn vooo tou Crohn kai diammoTwlnkav Pe pia ouxvoTnTa
68% o€ acBeveig TToU TTAoyouv amd Tn véoo. H avayvwpion Tng Pavavvng wg avilyovo — aTOX0
kaBioTd duvath Tnv diamioTwon Twv ASCA péow Tou ELISA. H pavavvn eivar évag udatavBpakag
TA0UCI0G 0€ pHavoln, TToU BPIOKETAI OTO EEWTEPIKO KUTTAPIKO TOIXWHA TwV (UMOMUKATWY.

To ASCA, wg mpwTog dIaBéoiyog OikTNG opoU, TTAPIOTAVEl Wia UWPNANG €I0IKOTNTAG KAl CGUVETTWG
ONMAVTIKA TTAPAUETPO OTN JIAYVWON TWV XPOVIWV — QAEYHOVWOWY EVTEPIKWV TTaBAcEwV. EiTAéoy,
Ta avTIoWHOTa €vavTl Tou S. cerevisiae AOyw TNG «TTPOPNTIKAG» TOUG a&iag ival Wi eEQIPETIKWG
KOTAAANAN TTOPAUETPO YIO TNV QViXVEUOn Kal TTapakoAouBnan tng acBéveiag ae opddeg uwnAlou
KivoUvou.

Apxég TnG doKipaoiag

Ta diaAupéva 1:101 deiyparta opol eTTwdlovTal OTIG HIKPOTTAGKEG, Ol OTTOIEG Eival ETTIKAAUPPEVEG
ME TO €I0IKO avTiyovo. Katd Tn dIdpKela TNG £TTWACNG cuvdEovTal Ta E1I8IKA avTIoWPATA aTTd TOV
opd Twv aoBevyv, €AV QUTA UTTAPYXOUV, KE TO avTIYOVO TToUu BpiokeTal oTnv TTAAKA, TO [N
ouvdeuEva aToixeia Tou 0poU aTTopakpUvovTal oTo eTOUEVO BAa TTAUONG. Etreira TpoagBEéTovTal
avTI-avOPWTTIVEG AVOCOOQPAIPIVEG, 01 OTTOIEG €ival OUEUYUEVEG PE UTTEPOLEIDAON aTTd pagavida
(o0Ceuypa). Kard 1n didpkeia piog €mwacng, 1o ouUleuyha (CULEUYHEVEG AVOOOOQPAIPIVEG)
OUVOEETAl PUE TO OUPTTAOKO QVTIYOVOU — AVTICWHATOG TTOU GXNUATIOTNKE TTPIV, OI [N OUCEUYUEVEG
avoo0o@AIPiVEG ATTOPAKPUVOVTAl GTO €TTOMEVO BAua TTAUoNG. H diattioTwon Twv ouvOeuévwyv
QAVTICWHATWY TTPAYUATOTTIOIEITAI HE EVCUUATIKA XPWOTIKA avTidpacon (UTTAE) TOU UTTOCTPWHATOG, N
otroia avaoTéAAeTal pe dlaAupévo o&u (aAAayry xpwong o€ kKitpivo). O BaBudg oxnuatioyou
XPWHATOG aTTd TO XpwHoyovo egaptdral ammd Tnv TT000TNTA OUuleUyuaTog Tou BpiokeTal
ouvoedepévn PUE TO CUUTTAOKO aVTIYOVOU-QVTIOCWHATOG KAl £TO1 €ival av@Aoyog TTpOG TNV ApXIKN
OUYKEVTPWON TWV QVTIOTOIXWV AVTICWUATWY 0To deiyua aoBevolg.
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2UOTOTIKA OTOIXEIO TTOU TTEPIEXOVTAI OTO OET

AIANYONTAI IPIN AlO TH XPHZH

. . Xpwua Xpd)ya . .
2T0IXEIO MocodtnTa KATTAKIOU S:;a)\upm Mepiypaen / Mepiexopevo
51TAdoI0 OUYKEVTPWON
PuBuiaTiké SidAupa delypdTwy . . Tris, xAwpiouxo vatpio (NaCl), aABoupivn Bogiou
(5x) 1% 20mi Aeuko Kitpivo opou (BSA), o&eidio Tou vatpiou < 0,1%
(ouvtnpnTIKO)
s . . 501TAdoIa GUYKEVTPWON
fs%e)(L;'GT'KO diahupa mhuong 1 X20ml Neuko Mpdoivo | Tris, NaCl, Tween 20, ogeidio Tou varpiou < 0,1%
(ouvTnpnTIKO)
ETOIMA IA XPHXH
q 2 Xpwpa Xpwpa a o
2TOIXEIO MoooTtnTa KQTTAKIOU SIOAUATOC Mepiypaen / MNepiexouevo
. . . . . UAIKO eAéyxou (S1aAupévog), aABoupivn Boéeiou opou
ApvnTIKOG 0pOG EAEYXOU 1x1,5ml Mpaoivo Alauyég (BSA), oteidio Tou varpiou < 0,1% (GUVTNENTIKO)
OeTIKdG 0pOG EAEyXOU 1x1,5ml Kokkivo Kitpivo UAIKG eAEyxou (Biahupiévoc), aABoupivn Béeiou opod

(BSA), o&eidio Tou varpiou < 0,1% (ouvtnpnTikd)

UAIKoU BaBuovounong (dlaAupévog), aABoupivn

AvridpacTiipio BaBpovéunong 1x1,5ml MrrAe Kitpivo Boeiou opol (BSA), o&gidio Tou varpiou < 0,1%

OPIaKNG TIHNG (ouvtnpnTIKO)
ZuyKkEVTpwan Kabe avridpaaTnpiou Babuovéunong:
, . . . " 0, 3, 10, 30, 100, 300 U/ml. uhikoU BaBuovouno
AvmidpaoTtrpia Babuovounong | 6 x 1,5ml NEUKO Kitpivo (SloAupEvOC), aABoupivn BGEIou opfﬂ (SS A)uggarggm
Tou varpiou < 0,1% (ouvTnpEnTIKG)
. . . 2UOTATIKO OTOIXEIO: AvOoOOPaIpivn ONUOBEPEVN PE
>uledypata, IgA 1x15ml Kokkivo Kokkivo UTIEPOEEIBATT )émc') p(xcpaviécg (BF,)SAn) MHAOEUEVA |
. . . >1a0epoTroinuévn TeTpapeBUABEVISivn Kal
YmooTpwya TMB Tx15ml - Madpo  AluyEG e e eiBi0 Tou UBPoYOVOU (TMB/H,O,)
AidAupa diakoTmg avtidpaong | 1 x 15ml Neuko Alauyég 1M YBpoxAwpikd o&u
. . Me amrooTrwevoug uttodoxeig. Avatpégte aTnv
MAd&ka pikpoTiTAoTroinang 12 X 8 Aev eval Aev eval TTapdypa®o 1 yia TTANPOQPOPIEG OXETIKA UE TNV
Taivieg dlaBéoiyo | diabéaipo

EMKAAUYN.

* H évtaon Tou XpwHaTOG QUEAVETaI PE TN GUYKEVTPWON

Amaitouugva vAika:

O avayvwoTng TTAaKWV pikpoTiTAotroinang 450 nm avaylyvwokel QiATpa avayvwong Kal TTpoaipeTikd 620 nm @iATpa avagopdg
(600-690 nm). MNuaAiva egaptripata (KUAIVEpog 100-1000ml), dokipaoTikoi CwARVeG yia diaAUpaTa. AovnTAg avapIEng, TTPOX0IBES
akpiBeiag (10, 100, 200, 500, 1000 pl) i Tpocapuolduevn TToAuTTpoxoida (100-1000ul). Zuokeur TTAUONG pikpoTTAdkag (300ul
eTmavaAauBavopevn TTpoxoida, i TTPoxoida TTOAAATTAWY KavaAiwv i auTopatoTToiNuévo oUaTnua), amoppopnTiké xapTi. Oi
OOKIPOTIEG HAG €XOUV WG OXEDIAOTEI yIa va xpnoipoTroinBouv pe kabapd Udwp cUPPwva Pe Toug opiopoug TG PapuakoTroliag
Hvwpévwv MoAireidv (USP 26 - NF 21) kai Tng Eupwaikrig @apuakotroliag (Eur.Ph. 4th ed.).

®UAagn kai xpovog diatpnong

Ta avridpacTripia Tou duvoAou avTIdPaACTNPIWY Kal N MIKPOTTAGKAO TTPETTEI va QUAGooovTal
otoug 2-8 °C/35,6-46,4 °F péoa oOTOuG QUBEVTIKOUG TTEPIEKTEG. Apaiwpéva  dlaAlpaTa,
@uAdooovtal otoug 2-8 °C/35,6-46,4 °F yia éva pnva. MNpémer va AauBdavovtal utméywn ol
nuepounvieg AAENG TTou avaypd@ovTal TN CUCKEUAOIa Kal OTIG ETIKETEG TOU KABE oUOTATIKOU.

Mn xpnoigoTrolsital Anyyéva ouoTatik@ oToixeia Tou ouvoAlou avTidpaoTnpiwyv! MNpéter va
aTTo@eUyETaI N £viovn €TMiIdOPACN QWTOG 0TO didAupa UTTooTPWHATOG TMB. OI PIKOTTAGKES VO
@uAdooovTal TTavrote PE ENPAVTIKO UAIKO KaAG KAsiopéveg péoa oTtn pePPpavn NG
ouOoKeuaaoiag.
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Y1rodeigeig Kal TTpo@uUAGEeIg

5.2

EmiKivouvoTnTa YIa TNV UYEia

AAYTO TO NPOION EMITPENETAI NA XPHZIMOMOIEITAI MONO TNA EPFAZTHPIAKH
XPHZH (IN VITRO AIAFNQZTIKH).

MpéTTel va XpnOIWOTTOIEITAl OTTO TTPOCWTTIKO, TO OTTOIO £XEI KATATOTTIOTEN KAl EKTTAIDEUTEI €10IKA
oTn Xpnolpotroinan in vitro dlayvwoTIKWwY UAIKWY. Av Kal autd To TTpoidv dev Bewpeital
I010iTepa TOEIKG A €TMKiVOUVO UTTO OUVOAKEG evOedelyuévng XPHOoNG, CUMPBOUAEUTEITE TIG
TTOPAKATW TTANPOPOPIES YIa TN dlaPUAALN TNG PEYIOTNG GOQAAEIAG:

2uordosic Kai uéETpa mpopuAaéng

Mepovwpéva cuoTatikd TOu GUVOAOU avTIdPAOTNPIiwY TTEPIEXOUV BUVNTIKA ETTIKiVOuva
avTiIdpaoThpla, Ta oTroia eival duvaTtd va TTPOKAAECOUV €PEBIOUO TWV OPOOAUWY Kal TOU
0épuartog. NMPOZOXH! AlakpIBwTEG, £AeyXol Kal puBuIoTIKG dIaAUpaTa TTEPIEXOUV adidio Tou
vaTpiou (NaNs:) wg ouvinpnmiké. To NaNsz ptopei va civar 10EIKO €dv TTpoAneBei 1
atroppo@nBei atrd 1o dépua n Ta pdtia. To NaNs ptropei va avrnidpdoel Je TNV eykaTaoTaon
MOAUBOOU Kal XaAkoU oxnuaTtiCovrag 101aiTepa  eKPNKTIKA HETAAANIKG adidia. Katd Ttnv
aTmroppIYn, CETTAUVETE Ue PEYAAO OyKO UDATOG yia va ATTOTPEWETE TN dnuioupyia alidiwv.
MapakaAw avaTpégete oTIg dladikaoieg atroAUuavong OTTwg TeplypdgovTtal amd T CDC R
GAAeG TOTTIKEG/ €BVIKEG ODNYiEG.

Kard tn di1dpKela TG £pyaCiag JE TO OET, ATTAYOPEUETAI TO QAYNTO, TO TTOTO KAl TO
KATTVIONA.Mn XPNOIMOTTIOIEITE TRV TTPOXOIdA (TTITTETTA) SIa HECW TOU OTOMATOG, POPATE
yavTia giag xpRong.

Ta avTidpacTAPIa BIOAOYIKOG TTPOEAEUCNG TTOU TTEPIEXOVTAI O€ AUTO TO TTPOIOV ATTOBEIXTNKAV
Katd Tov £Aeyxo yia nmarinda B avriyévo emeaveiag (HbsAg), nmatimda C kar HIV 1 kai 2
w¢ apvnTikG. Opwg, o€ Tpoidvta PBIOAOYIKOG TTPoEAEUCNG OE UTTOPEI TTOTE VO OTTOKAEIOTEL
TTAAPWGS N TTBavATNTA WOAUVONG PE TOUG ava@epOEVOUGS 1 Kal e GAAOUG akOun dyvwoToug
TTaBoydvoug opyaviopous. Ma Tov Adyo autd, o1 opoi eAéyxou, Ta avTiIdOpacTApIa
BaBuovounong OTwg €Tmiong Kal O opoi Twv aoBevwv xapakTnpidoviar wg duvnTiKA
MOAUCUATIKOI KAI TTPETTEI VO XPNOIUOTTOIOUVTAI CUMPWVA PE TA €BVIKA VOUIKA agltouaTa.
Emeid) 10 KIT TTEPIEXEl UAIKO CWIKAG TIPOEAEUONG, OTTWG AvaQEPETAl OTOV  TTivaKd
TTEPIEXOPEVWY, TIPETTEI VO TO XPNOIMOTIOIEITE CUPPWVA HE TIG OTTAITAOEIG TNG €OVIKAG
vopoBeaiag.

Fevikég utrodEigelg

TNV TTEPITITWON KATA TNV OTTOIA 01 TTANPOYOPIEG TOU TTPOIOGVTOG, CUUTTEPIAANBAVOUEVWV TWV
ETIKETWV, €ival EANITTEIG 1) EOQAAUEVEG, ETTIKOIVWVAOTE PE TOV KATAOKEUQOTH i TOV TTPOUNBEUTA
TOU KIT OOKIUAG.

Mnv utTAékeTe n avtikaBioTdre MdpTtupeg, BaBuovounTtég, Evupua Z0Ceuéng N WIKPOTTAAKEG
atTo BIAPOPETIKEG TTAPTIOEG. AUTO UTTOPET Vva 0dNyrnRoel o€ aTTOKAICEIS OTA ATTOTEAEOUATA.
ApnoTe 6Aa Ta cuoTaTikG Tou O€T va AdBouv Bepuokpaaia dwuatiou TTpIv atrd Tnv évapén
NG dokiyaoiag (20-32 °C/68-89,6 °F) kai avapeifte KaAd. Mpérel omwodATTOTE Va ThPEITAI TO
KaBopiopévo TTPWTOKOAAO yia TN diegaywyn TNG doKIPaoiag.

Emwaon: Zuviotoupe amédoon Sokiprpg otoug 30 °C/86 °F yia autopatoTTinuéva
OUOTAHATO.

Mnv ekBéteTe TTOTE TA CUOTATIKA TOU OUVOAOU avTIOPACTNPIWY OE BepuoKpacieg dvw Twv
37 °C/98,6 °F. XpnoiyoTroigite yia TN Afwn Tou OSIOAUPOTOG TOU UTTOOTPWHATOG TTAVTOTE
KAIvoUpIa — CUOKEUOOUEVA pUYXN YIO TNV TIITTETA, YIA VO OTTOQPEUYETE JOAUVOEIG. ATTOQEUYETE
TNV €TAQr] Tou SIOAUNOTOG UTTOOTPWHOTOG HE EVTOVO QwG. Mn xpnoidoTToIEiTe yia TO SIGAUNQ
ouleUyhaTOC TTOTE TA iBIa PUYXN TTITTETAG TTOU £X0UV £pB¢l o€ eTTA@A PE AN avTIdOPaACTAPIC.
H tehik KAIVIKR Si1dyvwon dev mpémrel va TiBeTal pévo pe Baon Ta aroTeAéoHATA TNG
Sie§aypévng dokipaoiag, aAAd amrd Tov 1aTpd Aaufdvovtag utrown 6Aa Ta KAIVIKG Kal
gpyaoTtnplokd supfuara. H didyvwon tmpémmel va emiBeBAIWVETAI XPNOIJOTTOIWVTAG
S1a@popeTIKEG BlAYVWOTIKEG HEOODOUG.
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AQyn deiyparog, TrposToipacia Kal UAAgn

ZuvIoTATal N xpron @péokwyv OelyuaTwy opol. H Afywn Tou aiyatog TTPETTEl va yiveTal
oupowva e Ta €0vik& vopikd afiwuata.Na pn XpnoigotrolouvTal: IKTEPIKA, AITTAIMIKG,
algoAupéva 1 pyoAuouéva atmd PakTtApia deiyyata opou. Acgiyyarta opwv TTOU TTEPIEXOUV
owpartidla, va TotroBeTouvTal PE XapNAR TaxUTnTa aTrn oUoKeur uyokévipnong (<1000 x g).
2UMAEyeTe Ta deiypaTa aiyatog o€ kabBapd, oTeyvd Kal Keva QIaAidia.

Katétmv dlaxwpiopou Ta deiydata TTAAGOPOTOG TIPETTEl va XPNOIMOTTOINBoUV €VTOG TwV
TPWTWV 8 WpPWv, dIAQOPETIKA TTPETTEI VA QUAACCOVTAl KAEIOPEVO AEPOOTEYWS OTOUG 2-
8 °C/35,6-46,4 °F vyia 48 wpeg TO WEYIOTO. Z& TTEPITITWON TTOU TTPORAETTETAI PEYOAUTEPN
d1dpkela UAAgNG, Ta deiypata TTPETTEl va wuyovTal otous -20 °C/-4 °F. (Thomas: Labor und
Diagnose; CLSI Guideline GP44-A4)

Aladikacia Tng pedddou

MposToipacia
Apaiwon CUNTTUKVWHEVWY avTISpaoTnpiwy:

ZUMTTUKVWUEVO PUBMIOTIKO di1dAupa OclyudTwy: apalwveTe 1:5 pe atmooTayuévo vepod (TT.X.
20 ml ouv 80 ml).

ZUMTTUKVWHEVO pUBuIoTIKG SIGAUpha TTAUONG: apaiwveTe 1:50 pe atmmooTaypévo vepd (TT.X.
20 ml ouv 980 ml).

MNa tnv amoguyn Tuxov AaBwv, cuvioTdtal n CAPAVON TWV KATTAKIWY Twv OIaQopwyv

avTidpacTnpiwv Babuovounong.

Apaiwon Twv deIyudTwy TWV aoBevwv:

Aciypata opoU: apaiwveTe Kal avauelyviere 1:101 pe apaiwpévo pubBuIoTIKG BIGAUG
oelypaTwy, 1.X. (1x) 1000 pl puBpIOTIKS didAUPa delypdTwy + 10 pl opde.

MAdon:

Atrairouvtal 20 ml apaiwpévo puBuIoTIKG didAupa TTAUoNG (1x) avd 8 BubBicpaTta i 200 mi
ava 96 BuBiopata 1.X. 4 ml cupTTUKVWPa ouv 196 ml atTooTayPEVO vEPD.

AuTtoparotroinpévn Adon:

MNa ™ Aeiroupyia Tou epyaAciou Kal To veEKPO OykKo TTPETTEI va AngBouv uttéwn TTPOoBETEG
TTOoOTNTEG PUBUIOTIKOU dIOAUNATOG TTAUCNG

XeipokivnTn AUON:

ATTOPOKPUVETE TO UYPO XTUTTWVTAG TNV TTAAKA €TTAVW OE €va atTOppOo@PnTIKOG XapTi. BAleTe
300 pl apaiwpévo pubuIoTIKG SIGAUPA TTAUONG 0€ KABe PBUBICUO XPNOIUOTTOIDVTAG TNV
mTéTa, TTEPINEVETE 20 deuTepOAETTTA. ETTaVAAGREeTE Th Sladikaoia akoun dUo YopEG.
MikpOTTAdKEG:

ATTopakpUveTe Ta BuBiopaTta TTou dev £XOUV XPNOIKOTTOINGET KAl QUAGCCOETE TA PE ENPAVTIKO
UAIKO KOAG KAgiopéva péoa otn pePPBpdvn NG ouokeuaoiag o dpooepd pépog (2-8 °C/35,6-
46,4 °F).
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7.2 Xxnpa diavopng avTidpaocTnpiwv

MpoTteivoupue TN xprion TG TITTETAG YyIa AvTIOPACTAPIG BaBuovounong, opoug eAEyxou Kai

ociypara wg eEAG:
MNa NMOZOTIKH gpunveia MNa MOIOTIKH gpunveia
; , s T ; , o 4 ..........

B can lcaE P10 W e .

S oan Tcae e T G S B

C CalB | CalF | P2 C [ CC P3

D | CalB | CalF | P2 D CC P3

= o SR B e T T

F CalC | PC P3 F | PC

G CalD | NC G P1

T T O T D B
CalA: calibrator A CalD: calibrator D PC: positive control P1: patient 1
CalB: calibrator B CalE: calibrator E NC: negative control P2: patient 2
CalC: calibrator C CalF: calibrator F CC: cut-off calibrator P3: patient 3

7.3 Bnparta gpyaciag

Bripa  IMepiypaeri
1.  Tpiv oo 1o mmmeTdpiopa BeBaiwbdeite 0T £xeTe ekTEAEDEI TN Bladikadia TTpogToINaciag amd T0
BrAua 7.1 mapatTdvw.

2. AkoloubroTe Ta TTapakdTw Bripata avaloya pe Ta emOuUUNTa ammoTeAéopaTa
TTOIOTIKAG/TTOOOTIKAG EPUNVEIQG:

OPOI EAEIMXQOY & AEIFMATA

3. Badete ota mpoPAeTTopeva BuBioparta 100 yl atmd éva atrd Ta
TTAPAKATW UAIKA XPNOIYOTTOIWVTAG TNV TTITTETA, OTTWG TTEPIYPAPETA
OTO KEPAAQIO 7.2 TTapaTTAvVW:

a. AvmidpacTtrpia Babuovounong (CAL.A éwg CAL.F) yia
MNMOZOTIKH gpunveia A

b. AvndpaoTripio BaBuovéunong opiakng TiuAG (CC) yia
u MOIOTIKH eppnveia
Etriong, Balete atmd 100 pl atrd kaBéva atrd Ta TTapaKATW:

I e ApvnTikAg 0pdc eAéyxou (NC) Kal BETIKOC 0pAC EAEyXOU
(PC) kaBwg kai

e AiaAupévo opd aaBevwyv (P1, P2...)

4.
@ Emwadete yia 30 Aetrta o€ 20-32 °C/68-89,6 °F.

!
MAévete 3 Qopég, kGBe @opd pe 300 pl puBUIOTIKG didAupa TTAUONG
—_ —_ (apaiwpévo 1:50).
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+100 pi

®

30

3x 300ul

oD, ODGE/\/

450/620 nm

I

2XYZEYTMA

Baclete 100 pl diaAUpatog oulelypoTog oe  KABe utTodOXEQ

XPNOILOTTOIWVTAG TTITTETA.

Emrwadete yia 30 Aetrta og 20-32 °C/68-89,6 °F.

MAévete 3 Qopéc, kKaBe @opd pe 300 pl pubuIoTIKG SiIGAUPa TTAUCNG

(apaiwpévo 1:50).

YMNOZTPQMA

Bacete 100 pl diaAupartog uttoaTpwuatog TMB oe kdBe uttodoxéa

XPNOIUOTTOIWVTAG THV TTITTETA.

Emmwadete yia 30 Aetrtd o€ 20-32 °C/68-89,6 °F. MNMpooTarteuoTe ammo

TO £VTOVO QWG.

AIAAYMA AIAKOMHZ ANTIAPAZHZ

Badete 100 pl diaAupatog dlakoTrAg avTidpaong o€ KA BuBioua e
TN OEIPA TTOU TOTTOBETABNKE TO UTTOOTPWHA XPNCINOTTOIWVTAG ThV

TTITTETA.

EmwdédeTe yia 5 AeTTTd TOUAGXICTOV.

AVOKIVEITE TTPOOEKTIKA TNV TTAGKA yIa 5 deuTepOAETTTA.

Metpriote Tnv amoppognon ota 450 nm evidég 30 AemTwv
(ouvioTdral TTpoaipeTikG Kal oTta 450/620 nm).
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MoooTIKA KAl TTOIOTIKN EPUNVEia

O 1To0o0TIKOG TTPOTdIoPIoHOG eTTITUYXAvETAl BACEl Piag TTPOTUTTNG KAWTTUANG, OTnv oTroia
METAQEPETAI N OTITIKA TTUKVOTNTA TwV avTidpaoTtnpiwv Baduovéunong (aGovag y) Evavt g
ouykévTpwong oe U/ml (dgovag x). INa Tov KAAUTEPO TTPOCBIOPICPO CUVIOTATAI N PHETOPOPG
log/lin ka1 éva Fit 4 TTapauétpwy. Me BAon TNV KAUTTUAN €€akpifwveTal atmd TNV OTITIKA
TTUKVOTNTO TOU OEiyUaTOG N CUYKEVTPWON Twv avTiowudtwy og U/ml.
Meploxr @UOIOAOYIKWY TIHWV ATTpoodiéploTa OETIKA aTTOTEAETUATO
<12 U/ml 12 -18 U/ml >18 U/ml
Mapadeiyua mpoadiopicuou
Autdé TO TrOpPAdelypa Oev EMITPETETAI VO XPNOIMOTTOINGEl yio TNV £ppnveia Twv

ATTOTEAECHATWY TWV ACOEVWV.
AvTidpaoTrpia OD 450/620 nm CV % (Alokupavon)

BaBuovounong IgA

0 U/ml 0.032 2,8
3 U/ml 0.152 2,6
10 U/ml 0.281 1,2
30 U/ml 0.646 24
100 U/ml 1.214 1,7
300 U/ml 2.104 1,6

lMapadeiyua umroAoyiouou
AcBevic EmavaAnyn (OD) Méoog 6pog (OD) ATtrotéAeopa (U/ml)
P 01 0,904/0,937 0.921 58,3
P 02 0,564/0,551 0.558 25,9

Ta Ociyuata Pe TIHEG HEYOAUTEPEG ATTO TO MEYIOTO €UPOG TIMWV TWV avTIdpAoThpiwv
BaBuovounong mpétrel va avagépovtal wg" >Méeéy." MNpétmel va apaiwvovtal KatdAAnAa kai va
dokiyagovtal Eavd. Ta deiypaTa he TINEG PIKPOTEPES aTTO TO UPOG TIHWYV TWV QVTIOPACTNPIWY
BaBuovounong Tpétrel va ava@épovtal wg "<EAdy."

Eidika oToixeia tng TTAPTIdAG, avaypd@ovTal OTO CUVOTITOPEVO TTIOTOTTOINTIKO EAEYXOU.
latpikd epyacTApia PTTopoUv va dIEEAyouV EAEYXOUG TTOIOTNTOG OTO XWPO TOUG PE BIKOUG TOUG
eAéyxoug Kal/ ; opoug atrod Tnv TPATTEda aipaTog cUPQWVa e TNG pubpioelg Tng E.E.
2uvioTAaTal o€ KABE epyaaTrpIO va dNPIOUPYNOEl TIG OIKEG TOU QUOIOAOYIKEG TIUEG, BACIOPEVEG
oTn OIKN TOU TEXVIKN, EAEyXOUG, EEOTTAICUO Kal TTANBUOPOUG aoBevwV.

TNV TTEPITITWOTN KATA TNV OTTOIx OI TIMEG TWV OPWYV EAEYXOU dEV CUMPWVOUV HE T KPITHPIA, N
OOoKIuN €ival dkupn Kal Ba TTPETTEl va ETTAVOANPOEI.

Oa Ttpémmel va eAeyxbouv T TTAPAKATW TEXVIKA ¢ntApaTta: Huegpopnvieg ARENg Twv
avTIdpaoTnpiwy (TTOU TTPOETOINACTNKAV), OUVOAKEG aTTOBAKEUONG, TIITTETEG, OUOKEUEG,
PWTOPETPO, OUVORKES eTTWACNG Kal UEBOSOG TTAUONG.

Edv 1a oToixeia Ta otroia uttoBARBNKav o€ dokiu TTapoucidfouv atrdkAIon ) GAAou €idoug
dlagpopoTroinon atrod TIG AVANEVOUEVES TIUEG ) €Av Ogv TTANPOUVTAl TA KPITAPIA EYKUPOTNTAG
XWpPIg eUAoyN aITia, ETTIKOIVWVAOTE JE TOV KATAOKEUAOTA 1 TOV TTPOUNBEUTH TOU KIT SOKIUNG.
MNa moloTikA agioAéynon S1oBACTE TNV OTITIKK TTUKVOTNTA TOU PdpTUpa atrokoTrig (cut-off
calibrator) kai Tnv avTioToixn Twv dEIYUATWY A0BEVWV. ZUYKPIVETE TNV OTITIKI TTUKVOTNTA TWV
OEIYMATWY WE auTA Tou uapTupa. MNa Tnv ToIoTIKA agloAdynaon TTpoTeiveTal va BewpouvTal Ta
ociypata 20% yupw atmd Tnv TIUA Tou papTupa cav ampoodidpiota. OAa Ta deiypata pe
uYnAOTEPEG TINEG BewpoUvTal BETIKA, deiypata Je XaUNAGTEPES TINEG ApVNTIKA.

ApvnTiKO: OD qo6evri < 0.8 x OD cutoff
A1Tp005I6pIO'TG: 0.8 X OD cut-off S OD GO'BEVI"] S 1.2 X OD cut-off
OcTIKO: OD qo0evii > 1.2 X OD cut-off
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9 Texvikd oTolxeia
YAIKO SelyuaTwy: Opdg
‘Oykog delyudTwv: 10 ul opdg via apaiwaon 1:101 pe 1x pubuIoTIKO SiIGAUNQ
OEIYUATWY
OAIKOG XpbOVOoGg £TTWAONG: 90 Aemrtd o€ Beppokpacia dwpatiou 20-32 °C/68-89,6 °F
Mepiox péTpnong: 0-300 U/ml
AvaAuTikr) EvaioBnaia: 2,3 U/ml
duAaén: o¢ 2-8 °C/35,6-46,4 °F oTIG auBevTIKEG QIAAEG
ApIBu6G Twy TTpoodiopiopwy: 96 dOKIPATiEg
10 ZXrtoixeia Adédoong
10.1 EUpOG QUGCIOAOYIKWYV TIHWV
Opoi aipaTog uyIwv doTwv uttoRARBNKav oTnv avoooAoyikr dokipacia AESKULISA® ASCA-
A ka1 a1ré Ta aTmoTEAEOUATA TTPOEKUYWE N akKOAOUBN KaTavour:
Ap1Bu6g delypdTwy apvNTIKA oplaKd OeTIKA
298 195 (65,4 %) 24 (8,1 %) 69 (23,2 %)
2UVIOTOUE, £TTIONG, KABE epyaoThpIo va KaBopioel To BIKO Tou €UPOG QUOIOAOYIKWYV TIHWV.
10.2 AkpiBeia

H oakpiBeia Twv ommoteAeopdTwy TTOU TTPOEKUWAV aTTd TNV  avoooAoyIKA dokipaaia
AESKULISA® ASCA-A, REF 3507 aglohoyibnke upe PBAacn Ttov TIPOGdIOPIOUS NG
ETTAVOANYIKOTNTAG KAl TG AVOTTAPAYWYINOTNTAG KOBWGS Kal TNG dlakUuavong OTIG avaAUoEIg
TTOANWV BEIYUATWY OIOPOPETIKWV dPACTNPIOTATWY AVTICWHATWV.

TautéTnTa i Enqva)\nwlpémm i ﬂu?qvw\ 14OTNTA i 'AKpi €10

Seiyparog Méoog 6pog Mécog 6pog Méoog 6pog
(U/ml) Ccv (U/ml) Ccv (U/ml) cv

Acgiypa 1 11,0 17,4 % 9,7 15,0 % 9,7 6,6 %
Acgiypa 2 36,8 8,9 % 35,0 11,8 % 35,0 57%
Agiypa 3 57,7 5,0 % 57,4 9,9 % 57,4 4.2 %
Agiypa 4 93,3 9,3% 92,1 9,1 % 92,1 51%
Agiypa 5 168,8 9,7 % 168,4 9,6 % 168,4 41 %
Agiypa 6 180,6 9,2 % 179,3 9,6 % 179,3 4,0 %
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EvaioBnoia kai e§e1dikeuon
AvaAuTIKA guaioBnoia

H avaoAutiki euaioBnoia €xel afiohoynBei pe Pdon TOAAATTAEG avaAlloelg deiyudtwy pe
PUBUIOTIKG OIGAUMO  Kal XOMNAWY BeTIKWY  OEIYMATWY KOl ME UTTOAOYIONO TOU Opiou
avixveuong.

Ma 1N dokiyacia AESKULISA® ASCA-A, REF 3507 éxel kaBopioTei éva 6plo aviXveuong
2,3U/ml .

FpapuIkOTNTA

TpEIG 0pOoi QipaTog TTOU KAAUTITOUV TO GUVOAIKO €UpOGg TNG SOKIPOCIiag apaiwbnkav o€ oeipd
ME éva apvnTIKO deiyua opol aigaTtog. O1 TIEG TwV EEXWPIOTWYV SIOAUNATWY TTOU TTPOEKUYAV
atré TN METPNON KAl Ol AVOUEVOMEVEG TIMEG XPNOIMOTTOINONKAV yia TOV UTTOAOYIONO MIOG
YPOUMIKAG TTAAIVOPOUNONG. ZUPQWVA HE TA ATTOTEAEOHOTA TOU €AEYXOU YPOAUMIKOTNTAG
TTPoCdIopioTNKE £va gUpog 3 - 300 U/ml yia T dokiyacia AESKULISA® ASCA-A.

BaBuovéunon

Noyw NG €AAeiwng d1EBvoUg avagopdg Babuovounong, auti n péBodog Babuovopeital og
auBaipeTeg povadeg (U/ml).

11  AidBeon
MapakoAoubroTe TIC OXETIKEG KAVOVIOTIKEG ATTAITACEIC!
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PuBuioTikad cUppoAa

IVD

- Diagnosi in vitro

- For in vitro diagnostic use

- Pour diagnostic in vitro

- Para uso diagnéstico in vitro

- In Vitro Diagnostikum

- In Vitro AlayvwoTiké péco

- Para uso Diagnéstico in vitro

REF

- Numero d'ordine

- Cataloge number

- Référence Catalogue

- Numéro de catélogo

- Bestellnummer - ApIBu6g TrapayyeAiag
- Numero de catélogo
- Descrizione lotto - Lot
L OT - Lot - Lote
- Chargen Bezeichnung - XapaKTnpiopog TrapTidag
- Lote

uDI

- Identificatore univoco del dispositivo

- Unique Device Identifier

- Identifiant unique de I'appareil

- Identificador unico del dispositivo

- eindeutige Produktidentifizierung

- Movadiké avayvwpIoTIKG GUCKEUNG

- Identificador unico do dispositivo

Ce

- Conformita europea

- EC Declaration of Conformity

- Déclaration CE de Conformité

- Declaracion CE de Conformidad

- Européische Konformitat

- EupwTraikri oupguvia

- Déclaracéo CE de Conformidade

96

- 96 determinazioni - 96 tests

- 96 tests - 96 pruebas

- 96 Bestimmungen - 96 TIpoodiopiopoi
- 96 Testes

elFU

"o aesku SN

- Rispettare le istruzioni elettroniche per l'uso

- See electronical instructions for use

- Voir les instructions d'utilisation électronique

- Siga las instrucciones electronicas de uso

- Elektronische Gebrauchsanweisung beachten

- AKOAOUBNOTE TIG NAEKTPOVIKEG 0Bnyieg Xpriong

- Seguir as instrugdes electronicas de utilizagédo

- Da utilizzarsi entro - Use by
- Utilise avant le - Utilizar antes de
- Verwendbar bis - Xprion péxpr

- Utilizar antes de

+8°C
+2°C

- Conservare a 2-8°C (35,6-46,4°F)

- Store at 2-8°C (35.6-46.4°F)

- Conserver a 2-8°C (35,6-46,4°F)

- Conservar a 2-8°C (35,6-46,4°F)

- Lagerung bei 2-8°C (35,6-46,4°F)

- PuldooeTal otoug 2-8°C (35,6-46,4°F)

- Conservar entre 2-8°C (35,6-46,4°F)

- Prodotto da

- Manufactured by

- Fabriqué par

- Fabricado por

- Hergestellt von

- Karaokeudderar amd

- Fabricado por

CO-CAL

- Calibratore cut-off

- Cut off Calibrator

- Etalon Seuil

- Calibrador de cut-off

- Grenzwert Kalibrator

- Oplakég opdg AvTidpaoTripio BaBuovounong

- Calibrador de cut-off

CON/|+

- Controllo positivo

- Positive Control

- Contréle Positif

- Control Positivo

- Positiv Kontrolle

- OEeTIKGG 0pOG EAEyXOU

- Controlo positivo

CON]| -

- Controllo negativo

- Negative Control

- Contréle Négatif

- Control Negativo

- Negativ Kontrolle - ApvNTIKOG 0pdG EAEYXOU
- Controlo negativo
- Calibratore - Calibrator
- Etalon - Calibrador
CA L - Kalibrator - AvTidpaaTrplo Babuovounaong

- Calibrador
- Coniugato - Conjugate
- Conjugé - Conjugado

C O N J - Konjugat - Z0Zeuypa
- Conjugado

MP

- Micropiastra rivestita

- Coated microtiter plate

- Microplaque sensibilisée

- Microplaca sensibilizada

- Beschichtete Mikrotiterplatte

- EmikaAuppévn pikpoTrAdka

- Microplaca revestida

- Tampone di lavaggio

- Wash buffer

WASHB [50x

- Tampon de Lavage

- Solucién de lavado

- Waschpuffer

- PubpioTikd didAupa TAUoNG

- Solucéo de lavagem

- Tampone substrato

- Substrate buffer

SUB

- Substrat - Tampon sustrato
- Substratpuffer - PUBIOTIKG SIGAULG UTTOOTPWHATOG
- Substrato

STOP

- Reagente bloccante

- Stop solution

- Solution d'Arrét

- Solucién de parada

- Stopreagenz

- AVTIBpacTrpIo SIOKOTIHG avTidpaong

- Solucao de paragem

- Tampone campione

- Sample buffer

SB | 5x

- Tampon Echantillons

- Tampo6n Muestras

- Probenpuffer

- PuBuioTiké didAupa Serypdtwy

- Diluente de amostra
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