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AESKU,DIAGNOSﬂCS

Evoedeiypévn Xpion

AESKULISA® DGP-Check eivar pia evlupoavoooloyikfy WéEBodOG oTepeng @Aong, n oTroia
XPNOIKOTTOIEl GUVOETIKA TTETTTIOIO TTOU TTPOEPXOVTAI ATTO ATTAPIVWUEVN YAIadivn yia TOV OAIKO TTOOOTIKO
Kal TTOIOTIKO TTPoadIopIoud avTicwudtwy IgA kai IgG évavtl Twyv TTETTIOIWV aTTapIVWPEVNS YAIadivng
(DGP) aTov avBpwTTivo 0p0.

H avaAuon civar éva gpyaAegio yia Tn didyvwan Tng véoou KOIAIOKAKNG (evTepoTrdBela Adyw ducavoxng
aTn yAouTtévn).

KAIVIKR ) epappoyn Kal apxég Tng HEBodou

H evrepotmadBeia atmd yAouTtévn 1 KOIAIOKAKN XOPOKTNPICETAI ATTd aTPO@ia Twv AAXVWV Tou AETTTOU
EVTEPOU, ME OTTOTEAECHO TNV «ETMITTEOWON» Twv AdXvVwv Tou evTepikoU PBAevvoyovou. Aitia Tng
aoBévelag eival pia TaboAoyikr) ducavegia atn yAladivn. H yAiadivn €ival To dIaAuTd o€ aAKOOAN TUANO
TNG YAOUTEVNG, EVOG GUCTATIKOU OTOIXEIOU TOU GITAPIOU, TNG GiKAANG Kal Tou KpiBapiou.

H aoBéveia emdyetanl ye tn Aqwn yAoutévng. Qg Bepatreia pétrel va diatnpeital €@’ 6pou CwAG pia
eAelBepn oe yAoutévn diaita, S16TI TA CUUTITWUATA gu@avifovtal TTavrote OTav AaupBAaveral ek véou
yhoutévn. H kolhiokdkn cuoxetiCetal pe 10 HLA, >95% Twv aocBevwv kwdikotroiodv 10 DQ2 pe
DQA1*0501 ka1 DQB1*0201. H véoog civalr duvartd va ekdnAwbei oe OAeg TIG NAIKiEG, wWOTOCO OUWG
eQavifeTal pe PEYaAUTEPN OouxvoTNTA OTNV TTPWIKN TTaIdIKA nAKia, ev pépel Adn ot veoyvda. H
ouxvoTtnTa Tng avépxetal o€ 1/ 4000 £wg kai 1/ 300 otnv EupwTrn.

H diayvwon TiBetan TeAIkd péow TNG Plowiag Tou AeTTOU evIéPOU, OTTOU QVEUPIOKETAI TO KAQGOIKO
«eTTiTTEd0» BAEVVOYOVO, ouvodeuduevn atrd deikTeG opoUu. Ta avTicwuaTa EvavTi TNG YAIadivng Kal TNG
IOTIKAG TpavayAouTtapivaong (tTG) €xouv atrokTAoel €dw 1IBIaiTepn onuacia. H tTG €xel avayvwploTei
WG avTlyovo — oT1oxos Twv EMA.

MpbdogaTteg gpyacieg £€xouv atmodeitel OTI Ta avTiICWPATA TTOU avTidpouv oTn yAiadivn atrd aobeveig
TTOU TTACYO0UV aTTd KOIAIOKAKN deopeUoUV Evav TTOAU TTEPIOPICHUEVO QPIBUG CUYKEKPIYEVWY ETTITOTTWY
0T0 PopIo TNG YAIadivng.7,8 H emAeKTIK amapivwon NG yAiadivng atod tnv TpavoyAoutauivéon 10Tou
TIPOKOAEI evioxupévn déopeucn atrd Ta avricwuara avTi-yAiadivng. Or yébodol TTou ¥XPnoCIKNOTToIoUV
oTTapIvwpéva Kal kaBopiopéva TTETTTIOIO €xouv armmodeigel o1 Tmapéxouv uywnAoTePn dSlayVWOTIKA
akpiBela yia Tn vooo KolAIoKAkn o€ oUYKPIoN YE TIG TUTTIKEG pEBGBdOUG avTi-yAiadivng.9, 10, 11

O 1poadiopIouog Twy avTiowpaTwy IgG katd Tng yAladivng (kai/f tTG) €xel 10iwg uwnAfR TIHA Kabwg
mepimou 10 2% - 5% Twv aoBevwv TTOU TTACYXOUV aTTO KOIANIOKAKN Trapouciadouv £AAelwn IgA,
OUVETTWG OV avixvelovTal OTIG dOKIPACieg uTToKaTnyopiag IgA

EmmAéov, Ta avricwpatra katd tng yMiadivng kair Tou DGP putropei va atrotehouv 10 povadiko
opoloyikd deikTn oTa veoyvd, kaBwg Ta avricwpata anti-tTG kar EMA &gv utrdpyxouv oe authi Tnv
nAIKia.

Apxég TnG dokipaoiag

Ta diaAupéva 1:101 deiypata opoU eTTwdlovTal OTIG HIKPOTTAGKEG, Ol OTTOIEG €ival ETTIKAAUMMEVES
ME TO €10IKO avTiyovo. Katd Tn dIdpKela TG £TTWACNG UVOLoVTal Ta EIBIKA AVTICWHUATA aTT® TOV
opd Twv aoBevuyv, €AV QUTA UTTAPYXOUV, ME TO avTIYOVO TToU BpiokeTal oTnv TTAAKA, T [N
ouvdeuéva aTolxeia Tou opou aTTopakpuvovTal 0To eTOUEVO BANA TTAUONG. ETTeita TpooBEéTovTal
avTI-avOPWTTIVEG AVOCOOPAIPIVES, 01 OTTOIEG Eival OUEUYUEVEG PE UTTEPOLEIDAON atrd pagavida
(oUCeuypa). Kard 1n didpkeia piog emwacng, 10 ouleuypa (CUuleUYNEVEG OVOOOCQAIPIVEG)
OUuVOEETAl UE TO OUPTTAOKO aVTIYOVOU — AVTIOCWHATOG TTOU OXNUATIOTNKE TTPIV, OI UN OUCEUYUEVEG
avoooo@aIpiVeG ATTOPOKPUVOVTal OTO €TTOPEVO BANA TTAUoONG. H dlatTioTwon Twv ouvieuévwyv
QAVTICWUATWY TTPAYUATOTIOIEITAI HE EVCUUATIKA XPWOTIKA avTidpacn (UTTAE) TOU UTTOCTPWHATOG, N
otroia avaoTéAAeTal Pe dIaAupévo 0&U (aAAayny xpwaong o€ kKitpivo). O BaBudg oxnuaTtiouou
XPWHATOG atmd TO XpwHoyovo e€aptdtal ammd Tnv TTo00TNTA OUleUYyUATOG TTou BpioKeTal
ouvOedEPEVN PE TO OCUPTTAOKO QVTIYOVOU-QVTICWHATOG Kal £T01 €ival avaAoyog TTpOG TNV apXIKN
OUYKEVTPWAN TWV QVTIOTOIXWV AvTICWUATWY OTO deiyua aoBevoug.
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AESKU,DIAGNOSﬂCS

2UCTOTIKA OTOIXEIO TTOU TTEPIEXOVTAI OTO OET

AIAAYONTAITIPIN A0 TH XPHZH

Xpwua e
2T0IXEIO MoodtnTa . OlaAupar  Meprypagn / Mepiexduevo
KOTTOKIOU oc
51TAdoI0 OUYKEVTPWON
PuBuiaTiké SidAupa delypdTwy . . Tris, xAwpiouxo vatpio (NaCl), aABoupivn Bogiou
(5x) 1 x20ml Aeukd Kitpivo opou (BSA), o&eidio Tou varpiou < 0,1%
(ouvTnpnTIKO)
s . 501TAdoIa GUYKEVTPWON
l(DSLE)eXL)“GT'KO SiGhupa mAdong 1 X 20ml N\€UKO Mpdoivo | Tris, NaCl, Tween 20, oggidio Tou varpiou < 0,1%
(ouvTnpnTIKO)
ETOIMA IA XPHXH
Xpwpa Xpwpua
2T0IXEIO MoooTtnTa kotakio  diaAUpar  lMepiypaen / MNepiexduevo
0 oG
) ) ) . . AvBpwTTIivog 0pAdg (Slahupévog), aABoupivn Boeiou
APVNTIKGG 0pOG EAEYXOU 1x1,5ml Mpdovo  Alauyég opou (BSA), ogeidio Tou vatpiou < 0,1% (ouvTtnpnTiKo)
. . . . . AvBpwTTIvog 0po¢ (diaAupévog), aABoupivn Bogiou
Oerikdg 0pSg eAtyxou 1x1,5mi Kékkivo - Kirpivo opoU (BSA), o&eidio Tou vatpiou < 0,1% (ouvTinpnTikod)
AvTidpaoTripio Baduovéunong . AvBpwTTIvog 0pA8g (SlaAupévog), aABoupivn Boeiou
OpPIOKAG TIUAG 1x1,5ml MrrAe Kitpivo opou (BSA), o&gidio Tou vaTpiou < 0,1% (ouvtnpnTikd)
Juykévipwon kGBe avtidpaoTnpiou Babuovéunaong: 0,
. . . . . 3, 10, 30, 100, 300 U/ml. AvBpwTivog opdg
AvmidpaoTtrpia fabuovounong | 6 x 1,5ml N\€UKO Kitpivo (SIAUEVOC), aABoupivn B6EIou 0poU (BSAY), ofeidio
Tou varpiou < 0,1% (ouvTnpnTiKO)
Sugelypara, IgA/G 1 x 15ml AEUKS KOKKIVO zUOTGTIKC’) aToixeio: Avrti — 'cxvepun'nvr] avoooopaIpivn
onuadepévn Pe UTTEPOELEIBACN aTTO pagavida
. . . >100epoTroinuévn TeTpapeBUABEVISivn Kal
Yméotpwpa TMB 1 x15ml Maudpo Alauyég UTTEPOEEIBIO TOU UBPOYGVOU (TMB/H,05)
AidAupa diokoTig avtidpaong | 1 x 15ml A\EUKO Alouyég 1M Y3poxAwpikd o0&l
Agv

Aev eival | Me ammoomwuevoug uttodoxeig. Avatpégte atnv

. . 12x8 givai . ; . .
MAdka pikpoTITAOTTOINONG Taieg SiaBéay SIGGEGIU g_crxlig\)(\ﬁaxfgo 1 yIa TTANPOQOPIEG OXETIKA WE TNV
o .

* H évtacon Tou XpwHaTog QUEAVETaI PE TN CUYKEVTPWON
AlAITOYMENA YAIKA

O avayvwoTng TTAaKWVY pIKpoTiTAotroinang 450 nm avaylyvwokel QiATpa avayvwong Kal TTpoaipeTikd 620 nm @iATpa avagopdg
(600-690 nm). M'uaAiva e€aptApata (KUAIVEpog 100-1000ml), dokipaoTikoi wARVeS yia SiaAUpaTa. AovnTAG avapIENg, TTPOX0IBEG
akpipeiag (10, 100, 200, 500, 1000 pl) 4 TTpocappolouevn TToAuTTpoxoida (100-1000ul). Zuokeury TTAUONG UIKPOTTAGKAG (300ul
eTmavaAapBavopevn TTpoxoida, i Tpoxoida TTOAAATTAWY KavaAlwv A autopaTtoTroinpévo oUaTnua), amoppo@nTiké xapTi. Ol
doKIpaaoieg Hag EXouv wg oxedIAaTEI yia va xpnalpoTtroinBouv pe kabapd Udwp oUPPwva Pe Toug opiopolg NG PapuakoTroliog
Hvwpévwy MoAireidv (USP 26 - NF 21) kai Tng Eupwaikng @apuakotroliag (Eur.Ph. 4th ed.).

®UAagn ka1 xpodvog diatppnong

Ta avTidpacThpia Tou GuvOAOU avTIOPACTNPIWY Kal N MIKPOTTAGKAO TTPETTEI va QUAdGooovTal
oToug 2 - 8 °C / 35,6 - 46,4 °F péoa O0TOUG QUBEVTIKOUG TTEPIEKTES. Apaiwuéva dlaAluara,
@uAdooovtal oToug 2 - 8 °C / 35,6 - 46,4 °F yia éva univa. MNpétrel va AauBdvovtal utréyn ol
nUEPoMNVieg AENG TTou avaypd@ovTal 0Tn CUCKEUOCOIa Kal OTIG ETIKETEG TOU KABE OUOTATIKOU.

Mn xpnoigotroicital Anyuéva ouoTaTik@ oToixeia Tou ouvoAou avTidpacTnpiwv! MNpémer va
atmo@elyeTal n évrovn €Tidpaan wTog aTo diIGAupa uttooTpwHatog TMB. O1 PIKOTTAAGKES va
QuAdooovTal TTavrote WE ENPAVTIKO UAIKO KOAG KAsiopéveg péoa oTn pePPpdavn NG
OUOKEUAOiag.
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Y1rodeigeig kal TTpo@uUAGEeIg

5.2

EmikivduvoTnTa yia TnVv vysia

AAYTO TO NPOION EMITPENETAI NA XPHZIMOMOIEITAI MONO TNA EPFAZTHPIAKH
XPHZH (IN VITRO AIANQZTIKH).

MpéTTel va XpNoIKOTTOIEITAl OTTO TTPOCWTTIKO, TO OTTOI0 £X€I KATATOTTIOTEI KAl EKTTAIOEUTEI EIDIKA
oTn xpnoigotroinon in vitro d1IayvwoTIKWY UAIKWY. Av Kal autd To TTPoidv dev Bewpeital
ID10iTepa ToEIKG A €TMIKIVOUVO UTTO OUVOAKEG evOedelyuévng XPAONG, OCUPPBOUAEUTEITE TIG
TTAPAKATW TTANPOPOPIES YIa TN dla@UAaln TNG PEYIOTNG GCPAAEIAG:

Zuordosis Kai uétpa mpoeuiaéng

Meuyovwpéva ouoTaTikd Tou auvoAou avTIOPaoTNPiwy TTEPIEXOUV duvnTIKA ETTIKIiVOUVA
avTidpacThpia, Ta oTToia gival duvaTtd va TTPOKOAECOUV €peBIOUd Twv O0POOAUWY Kol TOou
oépuatog. NMPOZOXH! AlakpIBwTEg, £Aeyxol Kal puBuioTIKG diaAUpaTa TTepiEéxouv alidio Tou
vaTpiou (NaNs) wg ouvinpnmiké. To NaNsz ptropei va cival TogIKO €dv TTpoAneBei 1
atropponBei amd 1o déppa | Ta paTia. To NaNs ptmopei va avridpdoel ue TNV £yKataoTaon
MOAUBOOU kal XaAkoU oxnuaTioviag 101aiTepa €kPNKTIKG HETAAAIKG adlidia. Katd Ttnv
aATToOpPIYN, EETTAUVETE UE PEYAAO OYKO UDATOG yIa va ATTOTPEWETE TN dnuioupyia alidiwv.
MapakaAw avaTpégete oTIG dlIadIKAOieg atToAUuavong OTTwg TreplypdeovTtal amd 1 CDC R
GAAeG TOTTIKEG/ €BVIKES OONYiEG.

Katd tn SidpKela TG €pyaciag JE TO OET, ATTAYOPEUETAl TO QAYNTO, TO TTOTO KAl TO
KATTVIONA.Mn XPNOIMOTTOIEITE TRV TIPOXO0idA (TTITTETTA) S1a HEOW TOU OTOMATOG, POPATE
yavTia giag xpRong.

Ta avmidpacTrpia avlpwTTivnG TTPOEAEUCNG TTOU TTEPIEXOVTAI OE QUTO TO TIPOoidv (opoi
eAéyxou kal avTidpaoTrpia BaBuovounong) amodeixTnkav Katd Tov EAeyxo yia nmatimda B
avTiyovo em@aveiag (HbsAg), nmartimda C kai HIV 1 kal 2 wg apvntikd. Opwg, o€ TpoidvTa
avOpwTTIVNG TTPoEAEUONG OE UTTOPEl TTOTE va atTokAEIoTel TTAAPWG N MBaveTNTa NOAUVONG ME
TOUG ava@epOpevous i Kal e GAAoUg akdun ayvwaoToug TTaBoydvoug opyaviopous. MNa Tov
AGYO auTd, ol opoi eAéyxou, Ta avTidpacThpIia BaBuovounong OTTwG €TTioNG Kal Ol 0POi Twv
aoBevwyv xapaktnpifovialr w¢ duvnTIKA HOAUCHATIKOI KAl TTPETTEI va XPNOIMoTTolouvTal
oUPQwWVa JE Ta €BvIKE VOUIKG aflwuaTa.

Emeidy 10 KIT TTEPIEXEl UAIKO CWIKAG TIPOEAEUONG, OTTWG AvaQEPETAl OTOV  TTivaKa
TTEPIEXOPEVWY, TIPETTEI VO TO XPNOIMOTIOIEITE CUPPWVA HE TIG OTTAITAOEIG TNG €OVIKAG
vouoBeaiag.

Fevikég utrodEiselg

TNV TTEPITITWON KATA TNV OTTOIA 01 TTANPOYOPIES TOU TTPOIOGVTOG, CUUTTEPIAANBAVOUEVWVY TWV
ETIKETWV, €ival EANITTEIG 1] EOQAAUEVEG, ETTIKOIVWVIOTE JE TOV KATAOKEUAOTHA i TOV TTPOUNBEUTH
TOU KIT OOKIUAG.

Agev TTpéTTel va avTaAAGoooVTal JEPOVWPEVA UOTATIKA DIAPOpwWY TTAPTIOWV Kal EPYAAELia TNG
ookiyaaiag, diI0TI auTtd PTTopEi va 0dnynRoel o€ aAOIWGoN TWV ATTOTEAECUATWY.

ApnoTe 6Aa Ta cuoTaTikd Tou 0T va AdBouv Beppokpacia dwuatiou TTpiv atrd Tnv évapn
NG dokiyaciag (20 - 32 °C / 68 - 89,6 °F) kal avaueigte KaAd. Mpétrel omwodnToTE va
TNPEITaI TO KABOPIOUEVO TTPWTOKOAAO yia Tn diegaywyr TNG dOKIYACIag.

Emrwaon: Zuviotoupe amrédoon dokiuAg otoug 30 °C / 86 °F yiad QUTOMATOTTINHEVA
OUOTAHATO.

Mnv ekBETeTe TTOTE TO CUCTATIKG TOU CUVOAOU avTIdpacTnpiwv o€ Bepuokpacieg dvw Twv 37
°C / 98,6 °F. Xpnoigotroleite yia TN Aqwn Tou OIOAUPOTOG TOU UTTOOTPWHATOG TTAVTOTE
KAIvoUpIa — CUOKEUOOUEVA pUYXN YIO TNV TIITTETA, YIA VO OTTOQPEUYETE JOAUVOEIG. ATTOQEUYETE
TNV €TTAQI TOU SIOAUNOTOG UTTOOTPWHOTOG PE EVTOVO PWG. Mn XpnOIYOTTOIEITE yia TO dIGAUMQ
ouleUyhaTOC TTOTE TA iBIa PUYXN TIITTETAG TTOU £X0UV £pB¢l o€ eTTA@ PE GAAa avTIdOPaACTAPIC.
H teAik KAIVIKA S1dyvwon dev pémrel va TiBeTal pévo pe Baon Ta atroTeAéopaTa TnNG
Sie§aypévng dokipaoiag, aAAd atrd Tov 1aTpd Aaufdvovtag utrown 6Aa Ta KAIVIKG Kal
gpyaoTtnplokd supfuara. H didyvwon mpétrel va emIRERAIWVETAI XPNOIUOTTOIWVTAG
O10QOPETIKEG BIAYVWOTIKEG HEBSSOUG.
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ARQyn deiyparog, rpoeTolIacia Kal QUAagn

2uvIoTATal N Xpnon @PEoKwv BelyddTwy opol. H Afyn Tou aipatog TTPETTEl va YiveTal
oupgewva e Ta €0vikd vopikd agiwuata.Na pn XpnolgotrolouvTal: IKTEPIKA, AMITTQIMIKA,
algoAupéva | poAucpéva atmd Baktrpia deiydarta opol. Asiyuata opwv TTou TTEPIEXOUV
owpatidla, va ToTToBeTouvVTal PE XAPNAR TaxUTNTa OTrn CUOKEUN uyokévipnong (<1000 x g).
2UMAéyeTe Ta deiypaTa dipatog o€ KaBapd, oTeyvd Kal KeEvA @IaAidIa.

Katémv dlaxwpiopou Ta dciypata TTAGOPOTOG TIPETTEI va XPNOIKMOTToINBoUv €viog Twv
TPWTWY 8 WwPwV, dIOPOPETIKA TTPETTEI VA QUAACTOVTAI KAEIOPEVA AEPOOTEYWS OTOUG 2 - 8 °C
/35,6 - 46,4 °F yia 48 WpeG TO YEYIOTO. 2€ TTEPITITWOT TTOU TTPORAETTETAI PEYOAUTEPN OIGPKEIQ
QuUAaéng, Ta deiypaTa TTPETTEl va PuxovTal otoug - 20 °C /- 4 °F.

Aladikacia Tng pedddou

MposToipacia
Apaiwon CUNTTUKVWHEVWY avTISpaoTnpiwy:

2UMTTUKVWHEVO PUBUIOTIKO SIGAUMA DEIYUATWYV: apalwveTe 1:5 pe atrooTayuévo vepod (Tr.x. 20
ml cuv 80 ml).

ZUMTTUKVWHEVO pUBNIOTIKO dIdAupa TTAUCNG: apaiwveTe 1:50 pe atmmooTayuévo vepod (.. 20
ml ouv 980 ml).

MNa tnv amopuyn Tuxov AaBwv, CuvioTATAl N CANOVON TWV KATTAKIWY Twv OIdQopwv

avTiIdpacTnpiwv Babuovounong.

Apaiwon Twv delypndTwy TWV acBevwyv:

Aciypata opoU: apalwveTe Kal avauelyviere 1:101 pe apaiwpévo pubBuIoTIKG BIGAUa
oelypaTwy, 1.X. (1x) 1000 pl pubpIoTIKO didAupa delyudaTwy + 10 pl opde.

MAdon:

Atrairouvtal 20 ml apaiwpévo puBuIoTIKG didAupa TTAUoNG (1x) avd 8 BubBicpata i 200 mi
ava 96 BuBiouara 1.X. 4 ml cupTTOkvwPa ouv 196 ml ammrooTayuévo vepod.

AuTtoparotroinpévn Auon:

MNa TN Asimoupyia Tou gpyalgiou Kal TO VEKPO OyKO TTPETTEI va An@BoUlv uttéwn TTpooBeTeg
TTOoATNTEG PUBUIOTIKOU dIOAUNATOG TTAUCNG

XeipokivnTn wAUON:

ATTOUAKPUVETE TO UYPO XTUTTWVTOG TNV TTAAKA €TTAvw O¢ éva atroppo@nTikO XapTi. Balete
300 pl apaiwpévo pubuIoTIKG SIGAUPA TTAUONG 0€ KABe PBUBICUA XPNOIUOTTOIDVTAG TNV
mTETA, TTEPINEVETE 20 deuTepOAeTTTA. ETTOVaAGBeTe TN Siadikacia akdpn dUo QopEg.

MikpoTtrAdkeg:

ATTopakpUveTe Ta BuBicpaTta TTou dev £XOUV XPNOIKOTTOINGET KAl QUAGCCOETE TA PE ENPAVTIKO
UAIKO KOAG KAglopéva péoa oTtn PEPPPAvVN TNG CuOKeuaaiag oe dpooepd PEPOG (2 - 8 °C /
35,6 - 46,4 °F).
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7.2 ZXAMA SIOVOURG avTIOpaCTNPIiwV

7.3

MpoTteivoupe TN Xprion T¢ TITTETAG YIA avTIdOPACTAPIa BaBuovounong, opoug eAEyxou Kal

dciypaTa wg €¢Ne:

lMNa NOZOTIKH epunveia

1
Cal A
Cal A
CalB
CalB
CalC
CalC
CalD
CalD

I @ Mmoo O W >»

CalA: calibrator A
CalB: calibrator B
CalC: calibrator C

BRupara epyaciag

Brpa  Mepiypaen

2
CalE
CalE
CalF
CalF
PC
PC
NC
NC

CalD: calibrator D
CalE: calibrator E
CalF: calibrator F

P1
P1
P2
P2
P3
P3

MNa NOIOTIKH epunveia

NC
NC
CC
CcC
PC
PC
P1
P1

I @ Mmoo O @ >»

PC: positive control
NC: negative control

CC: cut-off calibrator

P2
P2
P3
P3

P1: patient 1
P2: patient 2

P3: patient 3

1. MNpiv amré 1o mTTeTdpIopa BePaiwbeite OTI £xeTe ekTEAéDEN TN BlAdIKACIA TTPOETOINACIOG OTTO TO
Briua 7.1 TTapaATIAVW.

2. AKoAouBnaTE Ta TTAPAKATW PriaTa avaioya Pe Ta emMBuPNTa atmoTeAéopaTa

TTOIOTIKAG/TTOOOTIKAG EPUNVEIQG:

3.

+100 i
' ®
5

OPOI EAEIMXQOY & AEIFMATA

Badete ota mpoPAeTTOpeva BuBioparta 100 pl atmd éva atmd Ta

TTAPAKATW UAIKA XPNOIYOTTOIWVTAG TNV TTITTETA, OTTWG TTEPIYPAPETAI
OTO KEPAAQIO 7.2 TTapaTTAvVW:

a. Avmdpaotipia BaBuovounong (CAL.A €éwg CAL.F) yia

b. Avndpaotripio BaBuovéunong opiakng TiHAG (CC) yia

MNMOZOTIKH gpunveia A

OIOTIKH epunveia
Etriong, BaZete atmd 100 pl atrd kaBéva atrd Ta TTapaAKATW:

ApvnTIKOG 0pdg eAéyxou (NC) kar BeTiKOG 0pdg eAéyxou

(PC) kaBwg kai

AilaAhupévo opd aoBevwv (P1, P2...)

Emwdédete yia 30 Aetrtd o€ 20 - 32 °C / 68 - 89,6 °F.

MAévete 3 Qopég, kaBe opd ue 300 pl pubuIoTIKG diGAupa TTAUONG
(apaiwpévo 1:50).
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>YZEYTMA
6.

Balete 100 pl diaAUpatog oulelypyoTtog o€ KABe utTodOXEQ
XPNOIJOTTOIWVTAG TTITTETA.

L

+100 pl

7.
Emwadete yia 30 Aetrtd o€ 20 - 32 °C / 68 - 89,6 °F.
30’
8.
I
MAévete 3 Qopég, kaBe @opd ue 300 pl pubuIoTIKG diGAupa TTAUONG
- - (apaiwpévo 1:50).
3x 3004l
YMOZTPQMA
9
Bacete 100 pl diaAupartog uttooTpwuatog TMB oe kGBe uttodoxEa
u XPNOIYOTTOIWVTAG TNV TITTETA.

10. §

Etrwadete yia 30 Aetrtd o€ 20 - 32 °C / 68 - 89,6 °F. lNpooTarteuoTe
@ aTTo TO £VTOVO PWG.
AIAAYMA AIAKOMHS ANTIAPAZHE
11
Bacete 100 pl diaAUpaTog dlIakoTTAG avtidpaong o€ kabe Bubioua pe
- TN O€IPA TTOU TOTTOBETABNKE TO UTTOCTPWHA XPNOCIKNOTTOIWVTAG ThV
i mTéTa.
+100 pl
12. =
EmwdadleTe yia 5 AeTTTd TOUAGXIGTOV.
s
13. AVOKIVEITE TIPOOEKTIKA TNV TTAGKA YIa 5 OeUTEPOAETTTA.
OD.- OD
14. w0 e\ Metpriote Tnv amoppognon ota 450 nm evidég 30 AemTwv
450/620 nm (ouvioTdral TrpoaipeTiké Kal ota 450/620 nm).
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AESKU,DIAGNOSTICS Product Rel 15

Moo oTIKA KAl TTOIOTIKA EpUNnVvEia

O 1ToooTIKOG TTPOOdIOPIOHOG £TTITUYXAVETAl BACEl Piag TTPOTUTTNG KAWTTUANG, OTNnv oTroia
METOQEPETAI N OTITIKA TTUKVOTNTA TWV avTidpaoTnpiwv Baduovéunong (Ggovag y) Evavt g
ouykévtpwong oe U/ml (aG&ovag x). MNa Tov KaAUTEPO TTPOCBIOPICUO GUVIOTATAI N PHETAPOPE
log/lin kai éva Fit 4 TTapapéTpwy. Me BAon TNV KOUTTUAN €COKPIBWVETAlI QTTO TNV OTITIKA
TTUKVOTNTA TOU OEiYUATOG N CUYKEVTPWON TwV avTIowudatwy og U/ml.
Meploxf @UOIOAOYIKWY TIHWV AtpoodiépioTa O¢TikG aToTeEAéopATA
<16 U/ml 16 - 24 U/ml >24 U/ml
TMapadesiyua mpoadiopicuou
Auté TO TrapAdeiypa Oev EMITPETETAI VA XPNOIMOTTOINGEi yia TV gpunveia Twv

ATTOTEAECHATWY TWV ACOEVWV.
AvTidpaoTrpia OD 450/620 nm CV % (Alokupavon)

Babuovopnang

IgA/G

0 U/ml 0.053 0,3
3 U/ml 0.176 1,4
10 U/ml 0.350 2,3
30 U/ml 0.622 3,9
100 U/ml 1.203 1,9
300 U/ml 2.000 6,6

lMapadeiyua ummroAoyiouou

AcBevic EmavaAnyn (OD) Méoog 6pog (OD) AtrotéAeopa (U/ml)

P01 0,925/0,985 0.955 50,5

P 02 0,491/0,489 0.490 20,1
Ta Ociyuata pe TIMEGC MEYOAUTEPEC ATTO TO HEYIOTO €UPOG TIHWYV TWV AVTIOPACTNPIWYV
BaBuovounong mpétrel va avagépovtal wg" >Méeéy." Mpétmel va apaiwvovtal KatdAAnAa kai va
ookiyagovtal Eavd. Ta deiypata Pe TINEG HIKPOTEPES aTTO TO EUPOG TIHWYV TWV QVTIOPACTNPIWY
BaBuovounong Tpétrel va avagépovtal wg "<EAdy."
Eidika oToixeia tng TTaPTIdAG, avaypd@ovTal OTO CUVOTITOPEVO TTIOTOTTOINTIKO EAEYXOU.
laTpIKG epyaoThpia PTTopouv va die¢dyouv eAEyXoug TTOIGTNTOG OTO XWPEO TOUG e BIKOUG TOUG
eAéyxoug kal/ i opoug atd Thv TPATTECA AiaTog CUNPWVA PE TNG pubpioeig TnG E.E..
2uvioTdaTal o€ KABE epyaaTrpIO va dNPIOUPYNOEl TIG OIKEG TOU QUOIOAOYIKEG TIUEG, BACIOPEVEG
oTn OIKN TOU TEXVIKN, EAEyXOUg, EEOTTAICUO Kal TTANBUOPOUG aoBevwv.
TNV TTEPITITWOTN KATA TNV OTTOIx OI TIMEG TWV OPWYV EAEYXOU dEV CUMPWVOUV HE TA KPITHPIA, N
dokKiun gival dkupn kal Ba TTPETTEN va eTTAVaANQOEi.
Oa Tmpémmel va eAeyxbouv T TTAPAKATW TeEXVIKA ¢ntApaTta: Huegpopnvieg ARENg Twv
avTidpacTnpiwyv (TTou TTPOoETOINACTNKAY), OUVONAKEG aTTOBAKEUONG, TTITTETEG, OUOKEUEG,
PWTOPETPO, OUVORKES eTTWAONG Kal UEBOSOG TTAUONG.
Edv 1a oToixeia Ta otroia uttoBARBNKav o€ dokiu TTapoucidfouv atrdkAIon ) GAAou €idoug
dlagpopoTroinon atrod TIG AVANEVOUEVEG TIUEG 1 €Av Ogv TTANPOUVTAl TA KPITAPIA EYKUPOTNTAG
XWPIg eUAoyn aiTia, ETTIKOIVWVAOTE JE TOV KATAOKEUAOTA | TOV TTPOUNBEUTH TOU KIT SOKIMNG.
MNa 1oioTikA a§ioAéynon diaBAcTe TNV OTITIKY TTUKVOTATA TOU PApPTUPa aTTOKOTTAG (cut-off
calibrator) kai Tnv avTioToixn Twv dEIYUATWY A0BEVWV. ZUYKPIVETE TNV OTITIKI TTUKVOTNTA TWV
OEIYMATWY WE auTh Tou uapTupa. MNa Tnv ToIoTIKA agloAdynaon TTpoTeiveTal va BewpouvTal Ta
ociypata 20% yupw atmd Tnv TIUA Tou papTupa cav ampoodidpiota. OAa Ta deiypata pe
uwnAOTEPEG TINEG BewpoUvTal BETIKA, deiypata Je XaUNAGTEPES TIMEG ApVNTIKA.

ApvnTiKO: OD oqo8evr; < 0.8 x OD cut-off
Amrpoodidpiota: 0.8 X OD cutoff < OD aoevp £ 1.2 X OD cyteoff
OETIKél OD qqegvﬂ > 12 X OD cut-off
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9  Texvikd oToIxeia
YAIKO delyhaTwy: Opébg
OykKog delyudTwV: 10 pl opdg yia apaiwon 1:101 pe 1x puBbuIoTIKG SIGAUNA
OelyudTwy
OAIKOG Xpbvog TTWaONG: 90 Aetrtd o€ Bepuokpacia dwuatiou 20 - 32 °C / 68 - 89,6
°F
Mepiox péTpnong: 0-300 U/ml
AvaAuTikr) EvaioBnaia: 1,44 U/ml
Eupog avagopdg: 1,84 — 300 U/ml
duAaén: o€ 2-8°C/ 35,6 -46,4 °F OTIG AUBEVTIKEG QIANEG
ApIBu6G Twy TTpoodiopiopwy: 96 dOKIPOTiEg
10 Zroixeia Ardédoong
10.1 AvaAuTtiki EvaioBnoia
O £Aeyxog Tou pubuiaTikoU dioAUuaTog 60 @opéc o AESKULISA® DGP-Check amédwoe
éva 6plo TupAou Beiypatog 0,202 U/ml kai 8 xaunAd apvnrmikd deciyuata yia 8 @Qopég
amédwaav 6plo avixveuong 1,44 U/ml.
10.2 Xo0ykpion peOOdWV

Ol JIKPOTTAGKEG €ival ETTIOTPWHEVEG HE OUVOETIKA, OTTOAPIVWUEVA TTETTTIOIA TTAPAYWYA TNG
yAladivng. Aev diatmoTwBnKe Kapia SlaoTaupoUuuevn avTidpaon Ye AAAQ avTICWHATA.

EAéyxOnkav cuvoAikd 216 O&ciypata evnAikwv Kal TTaIBIaTPIKG deiypata (OXETIKA MPE Tn
ouvBeon BA. Tivaka) oto AESKULISA® DGP-Check Kal 0€ pia GUOKEUN TOU EUTTOPIOU TTOU
avTidpd oT0 €UPOG avapopds. Ta atmmoTeAéopaTa cuvowifovTal OTOV TTAPAKATW Trivaka (Ta
ociypata  €kTOG TOU €UPOUG ava@opdg armrokAsioBnkav aotmmd TN  OUykpion OAAG
OUMTTEPIARPONKAV OTNV KAIVIKF ETTOARBEUCN TTOPOAKATW):

AESKULISA® | Zuokeui Tou
DGP-Check EUTTOpPIOoU
Aidyvwon OET. (>24) OET. 20voAo
CD 59 (96,7%) 54 (88,5%) 61
CD éAA. IgA 14 (93,3%) 15 (100%) 15
CD uTtrottto 25 (67,6%) 33 (89,2%) 37
CD uTtrottto €AA. IgA 1 (50%) 0 (0%) 2
DH 27 (81,8%) 31 (93,9%) 33
Mdptupeg 6x1 DH/CD 3 (5,4%) 2 (3,6%) 56
Apaiwpévog 0pog 1 (8,3%) 8 (66,7%) 12
20voAo 130 (60,2%) 143 (66,2%) 216
DGP-Check ZUOKEUI TOU EUTTOPIOU
OET. (>20) | Apv. (S20) | XuvoAlo
2 Ocr. (>24) 122 8 130
@ | Apv. (£24) 21 65 86
< Zuvolo 143 73 216
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OeTIKA TAUTION 95% C.I.

85,31% (122/143) 78,59% | 90,19%
ApvnTikA TaUTION

89,04% (65/73) 79,84% 94,34%
ZuvoAikn TauTion
86,57% ((122+65)/216) | 81,38% 90,49%

(*) O1 TauTioeig uTtoAoyioBnkav pe Ta dipopouueva
atroTeAéopaTa agloAoyoUpeva wg apvnTIKA Kail Ta XapnAd
BeTIKA atroTeEAéopaTa agloAoyoUpueva wg BETIKA..

A6 T1a 22 Sciyuata (xwpig va An@bouv utmtéwn 7 atTokAivovia apaiwpéva deiyuarta) Je
atrokAivovta amoteAéopata 1o AESKULISA® utrepTepei TNG OUOKEUNG Tou guTTopiou ot 7
TEPITITWOEIS PE Bdan TTPOCOETES TTANPOPOpPIES, OTTWG, T1.X., EMA, Biogia kal ammoTeAéopata
ookipaciwv DGP yia GAAEC KATNYOPIEG AVOCOTPAIPIVDV.

KAiIvik agioAdynon

H diayvwoTikA euaioBnaoia 94,4% kai n diayvwaTikr e10IKOTNTA 97,7% uTttoAoyiobnkav o€ 289
ociypata: ota Tapamavw ociypata CD kair DH, 6x1 DH/CD kai autodvoowv paptupwyv
ayvoouvTal Ta atroTEAECHUATA yia Ta UTTOTITA, apalwpéva deiyuata Kal Ta deiypata e EAAEIYN
IgA (OXeTIKA We TN oUvBeon BA. TTAPAKATW TTiVOKQA).

DGP-Check AESKU

Opada voowv OET. (>24) ZUvolo
Autodivocol JAPTUPEG® 0(0%) 73
CD 77(97,5%) 79
CD £AA. IgA 15(93,8%) 16
DH 59(90,8%) 65
MdpTupeg (6x1 DH/CD) 3(5,4%) 56
ZuvoAo 154(53,3%) 289

(*) repihapBavel TpdoBeTa deiyuata Trou TPocdiopiodnkav pévo GTo
AESKULISA ka1 6x1 0Tn 0UoKeUr Tou gPTTopiou, KaBwg Kai deiyata upnAd
BeTIKA eKTEG TOU TTPOCdIOPICOUEVOU EUPOUG.

DGP-Check Aigdyvwaon

Aokiyaoia OET. APN. Z0voAo
OET.>24 151 3 154
APN.<24 9 126 135
ZUvoAo 160 129 289

AlayvwoTikn euaicOnaoia*

95% C.1.
94,38% (151/160) 89,66% ‘ 97,01%
AlayvwoTikn g18ikéTnTa*
97,67% (126/129) 93,39% | 99,21%

*10 dIpopoUpeva aTTOTEAETUATA BEWPOUVTAI WG APVNTIKA
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10.4 TpapMIKOTNTA

O1 emmAeypévol opoi eAéyxOnkav Pe autd TO OET Kal SIATTIOTWONKE OTI APAIWVOVTAl YPOAUMIKG
ME apvnTikd 0pd kKatd CLSI EPO6-A. QoT1d00, Adyw Tng £TEpoyevoUs @UONG TWY avBpWITIVWV
AVTICWHATWY, eVOEXETAI va UTTAPXOUV deiyuaTa TTou dev THPoUv autdv Tov Kavova.

Z0vOeon YynAn Méon XapunAn
Oct. R I\/'Ie'ooc ) ) Mécoq ) ) Méooq ) )
Seiyuee | Seiyper opog Ava;'lsvop.svn Avaktnon opog Ava}}evousvn Avaktnon 0pog Avap'levop.svn Avaktnon
[U/mI] | wpd [U/mI] [%] [U/mI] | wpi [U/m]] [%] [U/mI] | wpd [U/m]] [%]
100,0% | 0,0% 392,5 392,5 100,0% 156,5 156,5 100,0% 14,8 14,8 100,0%
87,5% | 12,5% | 326,5 343,4 95,1% 131,1 136,9 95,8% 11,2 12,9 86,9%
75,0% | 25,0% | 287,3 294,4 97,6% 120,4 117,3 102,6% 10,5 11,1 94,6%
67,5% | 32,5% 241,0 264,9 90,9% 88,3 105,6 83,6% 7,6 10,0 75,9%
50,0% | 50,0% 199,8 196,3 101,8% 78,1 78,2 99,8% 6,5 7,4 88,6%
37,5% | 62,5% 159,8 147,2 108,6% 58,5 58,7 99,7% 4,5 5,5 82,0%
25,0% | 75,0% 79,2 98,1 80,7% 36,5 39,1 93,3% 3,5 3,7 94,4%
12,5% | 87,5% 26,9 49,1 54,8% 11,2 19,6 57,0% 1,2 1,8 62,4%
Me autd Ta dedopéva, To ypauuikd eUpog yia To AESKULISA® DGP-Check sivar 1,84 U/ml -
300 U/ml.
10.5 AkpiBeia
MNa Tov TMpoodiopioud TnG akpifelag Tng dokipacoiag agiohoyBnke n PETABANTOTATA (EVTOG
NG idlag dokiyaaoiag, METAEU DIAPOPETIKWY OOKIUACIWY Kal METAEU TTapTidwv) he e€€Taon TNG
ETTAVOANYIPOTNTAG O€ TTEVTE DEiYHATA OpOoU TToU £TTIAEXONKAV WOTE va KAAUTTTOUV éva €UpOG
TNG TTPOTUTING KOUTTUANG, o€ 8 emavaAnyelg kai 5 dokiyacieg. H petaBAntdétnTa peTagu
TTapTidwy aglohoynBnKe Pe HETPNON TTEVTE DEIYUATWY 0poU o€ 8 eTTavaAfWeIS 3 SIOQOPETIKWV
TTOPTIOWV.
MeTaBAnTOéTNTA METASU MeTaBAnTéTNTA EVTOG TNG MeTaBAnTOTNTA METASU
S1aPOPETIKWV idlag doKipaoiag mApPTIdWV
SOKINaCIWV
Api6. Méoog CV (%) Api6. Méoog CV (%) Api6. Méocog CV (%)
Ociyuar 6pog Ociyuar 6pog Seiypar 6pog
0g (U/ml) (014 (U/ml) (o14 (U/ml)
1 11,5 12,2 1 11,53 10,8 1 10,4 12,4
2 18,9 12,2 2 18,88 10,3 2 20,3 10,6
3 28,8 13,0 3 28,83 12,5 3 30,3 11,0
4 64,0 12,0 4 63,98 8,2 4 62,1 8,1
5 128,0 14,4 5 128,01 7,1 5 127,0 8,1
'é'scxiyl(up;llpla atrodoxng ival £15% yia Ta BeTikda deiypata, <15% yia Ta dipopolueva deiypata Kal £25% yia Ta apvnTiKa
10.6 Alakpifwon

To TmoooTIKO cUoTnpa PETPNONG AOYyw EAAEIPNnG evog O1EBvoUg TTPOTUTTOU ava@opdg EXEl
O1aKPIBWOEI pe TTPOCWPIVEG povadeg péTpnong. Ta atroteAéopata didovrtal o U/ml.
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10.7 Kavoviké gupog

11

Avticwpara DGP avagépovtal o€ ooooTd £éwg 10% kai avricwpara DGP-G og mocooTd
€wg 13,7% TOU Kavovikou TTAnBucuoU.

133 Tuxaiol aipodoTeg eAéyxbnkav yia avricwuara DGP-Check. Amé autoug; o1 116 Arav
NAIKiag 16-45 eTwv kal 17 ATav 46 €Twv Kal dvw. O apIBPOS Twv avOpwy Kal TWV YUVOIKWY
nrav mapdpolog. ‘Eva deiyua Atav BeTikd (0,8%), £81 deiypata (4,5%) Atav dipopoupeva, e
TO0 uéyioTo Oeiypa oTig 28,4 povadeg, evw Ta utméAoimTa ATav apvntikd. H péon Ty twv
oclypaTwy ATav 8,2 Hovadeg Pe TUTTIKA atmokAion 4,4 povdadwyv. H péon miuA Atav 3,6 TUTTIKEG
aTTOKAIO€IG KATW TOU Opiou 24 povAadwy NG BETIKOTNTAG.
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PuBuioTikd cUpBoAa

IVD

- Diagnosi in vitro

- For in vitro diagnostic use

- Pour diagnostic in vitro

- Para uso diagnéstico in vitro

- In Vitro Diagnostikum

- In Vitro AlayvwoTiké péco

- Para uso Diagnéstico in vitro

REF

- Numero d’ordine

- Cataloge number

- Référence Catalogue

- Numéro de catélogo

- Bestellnummer - Ap1Bu6g TrapayyeAiag
- Numero de catalogo
- Descrizione lotto - Lot
L OT - Lot - Lote
- Chargen Bezeichnung - XapakTnpiopog optidag
- Lote

uDI

- Identificatore univoco del dispositivo

- Unique Device Identifier

- Identifiant unique de I'appareil

- Identificador tnico del dispositivo

- eindeutige Produktidentifizierung

- Movadiké avayvwpIoTIKG GUCKEUNG

- Identificador tnico do dispositivo

C€

- Conformita europea

- EC Declaration of Conformity

- Déclaration CE de Conformité

- Declaracién CE de Conformidad

- Européische Konformitat

- EupwTraikri oupguvia

- Déclaracéo CE de Conformidade

96

- 96 determinazioni - 96 tests

- 96 tests - 96 pruebas

- 96 Bestimmungen - 96 Trpoodiopiopoi
- 96 Testes

elFU

"o agsku SN

- Rispettare le istruzioni elettroniche per l'uso

- See electronical instructions for use

- Voir les instructions d‘utilisation électronique

- Siga las instrucciones electronicas de uso

- Elektronische Gebrauchsanweisung beachten

- AKOAOUBNOTE TIG NAEKTPOVIKEG 0Bnyieg Xpriong

- Seguir as instrugdes electrénicas de utilizagdo

- Da utilizzarsi entro - Use by
- Utilise avant le - Utilizar antes de
- Verwendbar bis - Xprion péxpr

- Utilizar antes de

+8°C
+2°C

- Conservare a 2-8°C (35,6-46,4°F)

- Store at 2-8°C (35.6-46.4°F)

- Conserver & 2-8°C (35,6-46,4°F)

- Conservar a 2-8°C (35,6-46,4°F)

- Lagerung bei 2-8°C (35,6-46,4°F)

- ®uhdooetal oToug 2-8°C (35,6-46,4°F)

- Conservar entre 2-8°C (35,6-46,4°F)

- Prodotto da

- Manufactured by

- Fabriqué par

- Fabricado por

- Hergestellt von

- Karaokeudderar amd

- Fabricado por

CO-CAL

- Calibratore cut-off

- Cut off Calibrator

- Etalon Seuil

- Calibrador de cut-off

- Grenzwert Kalibrator

- Oplakég opdg AvTidpaoTripio BabBuovounong

- Calibrador de cut-off

CON/|+

- Controllo positivo

- Positive Control

- Controle Positif

- Control Positivo

- Positiv Kontrolle

- OEeTIKGG 0pOG EAEyXOU

- Controlo positivo

CON]| -

- Controllo negativo

- Negative Control

- Controle Négatif

- Control Negativo

- Negativ Kontrolle - ApvnTIKOG 0pAG EAEYXOU
- Controlo negativo
- Calibratore - Calibrator
- Etalon - Calibrador
CA L - Kalibrator - AvTidpaaoTrplo Babuovounang

- Calibrador
- Coniugato - Conjugate
- Conjugé - Conjugado

C O N J - Konjugat - Z0Zeuypa
- Conjugado

MP

- Micropiastra rivestita

- Coated microtiter plate

- Microplaque sensibilisée

- Microplaca sensibilizada

- Beschichtete Mikrotiterplatte

- EmkaAuppévn JIKpoTTAGKa

- Microplaca revestida

- Tampone di lavaggio

- Wash buffer

WASHB [50x

- Tampon de Lavage

- Soluci6n de lavado

- Waschpuffer

- PuBpioTikd didAupa TAUoNG

- Solucéo de lavagem

- Tampone substrato

- Substrate buffer

SUB

- Substrat - Tampon sustrato
- Substratpuffer - PUBIOTIKG SIGAUNG UTTOOTPWHATOG
- Substrato

- Reagente bloccante

- Stop solution

STOP

- Solution d'Arrét

- Solucién de parada

- Stopreagenz

- AVTIBpacTrpIo SIOKOTIAG avTidpaong

- Solucédo de paragem

- Tampone campione

- Sample buffer

SB | 5x

- Tampon Echantillons

- Tampo6n Muestras

- Probenpuffer

- PuBpioTiké didAupa Serypdtwy

- Diluente de amostra

12 /12



