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Evoedeiypévn Xpion

AESKULISA® tTg-GA New Generation eival pia ev{upoavoooloyikn uéBodog oTepeig Aang yia Tov
TTOOOTIKO KaI TTOIOTIKO TTPOCOIopIoNO EexwploTd Twv IgA kai/l IgG avTicwpdtwy €vavtl véo —
EMTOTIWV TNG IOTIKAG TpavoyAouTtapivaons (tTG) oTtov avBpwtivo opd. Méow TNnNG €@aApPOyAg
avBpwTmvng avacuvduaouévng IOTIKAG TPAVOYAOUTOMIVAONG Ouv Ta €I0IKA TTETITIOIO  yAladivng
emodeIkvUovTal vEo — eTTiToTTa TNG tTg, KAT AuTOV TOV TPOTTO EMITUYXAVETAI Wia oNUAVTIKA adgnon Tng
€I0IKOTNTOG KAl TNG eualoBnaiag Tng dokiyaciag. H dokiuaoia eEutrnpeTei oTo va 1eB¢i n didyvwaon Kai
oTnVv TTapakoAouBnaon Tng KoIAIOKAKNG (evTepoTTdBeia atrd yAouTévn).

KAIVIKA epapupoyn Kal apxég TG HEBOdou

H evrepotmaBeia atmd yAouTtévn 1 KOIAIOKAKN XOPOKTNPICETAI ATTd aTPO@ia TwV AAXVWV Tou AETTTOU
EVTEPOU, ME OTTOTEAECHO TNV «ETITTEdWON» Twv AdXvwv Tou evTtepikoU PBAevvoyovou. Aitia Tng
aoBévelag eival pia TaboAoyikr) ducavegia atn yAladivn. H yAiadivn €ival To dIaAuTd o€ aAKOOAN TUANO
TNG YAoutévng, evdg oUOTATIKOU OTOIXEIOU TOU OITapioU, TNG CiKAANG kKal Tou kKpiBapiou. H aoBéveia
emayetal ye TN AWn yAoutévng. Qg Bepartreia TpéTrel va diatnpeital €’ dpou (WG Pia eAelBepn o€
yAoutévn Siauta, dI0TI Ta CUPTITWUATA gP@avifovTal TTavToTe 6Tav AauBdveral ek véou yAoutévn. H
KOINIOKAKN ouoxeTiCetal ye 10 HLA, >95% Ttwv aoBevwv kwdikotroiovv 1o DQ2 pe DQA1*0501 kai
DQB1*0201. H vooog cival duvatd va ekdnAwBei e OAeg TIG nAIKieG, WOTOOO OUWG gu@avieTal PE
MeEyOoAUTEPN ouxvoTNTa OTNV TTIPpWIUN TaIdIKN nAIKia, ev pépel Adn oe veoyvd. H ouxvotntd tng
avépyxetal o€ 1/ 4000 éwg kar 1/ 300 otnv Eupwtn.

H diadyvwon teAikd TiBetal péow TNG Plowiag Tou AeTTOU evIépOU, OTTOU QVEUPIOKETAI TO KAQGOIKO
«eiTTEd0» BAevvoydvo, auvodeudpevn atmd deikTeg opol. Ta avTiowpata évavtl TN yAladivng kai
évavTl Tou gvdopuaiou (avTiowparta evdoopuaiou, EMA) eival 1diaitepa onuavtikd yia Tnv KOIANIOKEKN.
AlomoTwvovTal Ye Tn dokiyagia Tou €uuecou avooo®Bopiopou (IFT), auth n Ookipacia OpwG,
TreplopideTal HOVO GTOV TTPOCSIOPICHO TWV AVTICWHATWY TNG uttooudadag IgA. H avayvwpion g tTG
WG KUpPIO avTiyovo — a1éxo Twv EMA, katéatnoe duvath Tnv eUuKOASTEPN Kal o agidémoTn didyvwan
TNG KoIAlokaknG. H tTG eivar éva évfupo, 10 otToio PETagU GAAwV atreAeuBepwveTal Katd Tnv dIApKEIa
NG KUTTOPIKAG BAABNG Kal ouppeTéxel otnv €mdIidopBwon Twv 1I0Twyv. Ta avil — tTG avriowuara
TTapoucidfouv uwnAéTepn euaicbnaia Kail €1I8IKATNTA WG TTPOG TNV KOIANIOKAKN atr’ OTI Ta avTIYAIadIVIKG
QVTICWHOTA KOl OUOXETICovTal éviova HE TNV evepyotnTa TnG aoBévelng. MNa 1o Adyo autov eivai
1I010iTepa KAtdAANAa yia Tnv TTapakoAouBnon Tng diaitag. Adyw Tou oTaupodeapol Tng tTG pe eIdIKA
TETTIOIA yAIadivng emayeTal n dnuioupyia véo — emTéTTWY OTNnV tTg. EQdoov autd Ta véo — eTmiToTTa
HoIdZouv doUIKA TTEPICTATEPO OTA QUOIOAOYIKA ETTITOTTA ATT’ OTI TA AVTIYOVA TTOU XPNCIKJOTTOIOUVTO £WG
TWPa, ol dokiyacieg AESKULISA® tTg auTig TnG vEag YEVIAG ETITUYXAVOUV COaQUWG KOAUTEPES
eualoBbnaoieg kal €18IKkOTNTEG. AUTA Ta ETTITOTTA dEV EPPAVICOUV avTIOPACTEIG BIaCTAUPWONG WG TTPOG TN
yAiadivn. O 1rpoadiopioyds Twv avl — tTG avTicwpdTwy Tng utroopddag IgG eival onuavTikdg
1I010iTEPa yIa 10 2%-5% Twv acBewv, ol otroiol £€xouv EAAEIwn Tou IgA Kai yI' autd dev gival duvaTth n
avixveuan pe Tov TTpoadiopioud Tou IgA. Nedtepeg peAéteg e avti — tTG avTiowpaTa Pmépecav va
oTTOKaAUWOUV éva heYAAo apiBud UTTOKAIVIKWYV TTEPITITWOEWY KOINIOKAKNG. To yeyovog auTd, evioxUeEl
Bewpia OTI n TTAEIOVOTNTA TWV TIEPITITWOEWY KOIAIOKAKNG, IBIQITEPO OTOUG EVIAIKEG TTAPANEVOUV
adIdyvwaoTeg KI €101 Kal Xwpig Bepartreia (MovTéAo Iceberg).

Apxég TnG doKipaoiag

Ta diaAupéva 1:101 deiyparta opol eTTwdlovTal OTIG HIKPOTTAGKEG, Ol OTTOIEG Eival ETTIKAAUPPEVEG
ME TO €10IKO avTiyovo. Katd Tn dIdpKela TNG £TTWACNG cuvdEovTal Ta E1I8IKA avTIoWPATa aTTd TovV
opd Twv aoBevyv, €AV QUTA UTTAPYXOUV, ME TO avTIYOVO TToUu BpiokeTal oTnv TTAAKA, TO [N
ouvdeuEva aToixeia Tou 0poU aTTopakpUvovTal oTo £TOUEVO BAa TTAUONG. ETreira rpoaBEéTovTal
avTI-avOPWITTIVEG AVOCOOPAIPIVEG, 01 OTTOIEG €ival OUeUyUEVEG PE UTTEPOLEIDAON aTTd pagavida
(o0Ceuypa). Kard tn Oidpkeia piag €mwaong, 1o oUfeuypa (CUCEUYHEVEG QVOOOCQAIPIVEG)
OUVOEETAl UE TO OUPTTAOKO avTIYOVOU — AVTICWHATOG TTOU OXNUATIOTNKE TTPIV, OI [N OUCEUYUEVES
avooO0o@AIPIVEG ATTONAKPUVOVTAl OTO €TTOMEVO BAua TTAUoNG. H diatrioTwon Twy ouvOeuévwyv
QAVTICWHATWY TTPAYUATOTIOIEITAI HE EVCUUOTIKA XPWOTIKA avTidpacn (UTTAE) TOU UTTOCTPWHATOG, N
otroia avaoTéAAeTal pe dlaAupévo o&U (aAAayr xpwong oe kitpivo). O BaBudg oxnuaTiopou
XPWHATOG aTTO TO XpwHoyovo egaptdtal amd Tnv TT000TNTA OUuleUyuaTog Trou BpiokeTal
ouvdedepévn PUE TO CUUTTAOKO aVTIYOVOU-QVTIOWHATOG KAl £TOI €ival avdAoyog TTpog TnV apXIKh
OUYKEVTPWON TWV QVTIOTOIXWV AvTICWUATWY OTo deiypa aoBevolg.
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2UCTOTIKA OTOIXEIO TTOU TTEPIEXOVTAI OTO OET

AIAAYONTAITIPIN ATl1O TH XPHZH

Xpwua e s
2T0I1XEIO MogétnTa . dioAUpaT  TMepiypagr) / Mepiexdpevo
KOTTOKIOU oc
5TTAGCIO CUYKEVTPWON
PuBuioTiko didAupa derypdTwy . . Tris, xAwpiouxo varpio (NaCl), aABoupivn Boeiou
(5%) 1 x20ml Aeukd Kitovo 500 (BSA), 0teidio Tou varpiou < 0,1%
(ouvTnpnTIKO)
C s . 50TTAGCIa CUYKEVTPWON
(FZ.)%GX‘;'OT'KO OiGAupa mAGong 1 X 20ml Neukd Mpdoivo | Tris, NaCl, Tween 20, oggidio Tou varpiou < 0,1%
(ouvTnpnTIKO)
ETOIMA IA XPHXH
Xpwua ety
2T0IXEIO MogétnTa . SloAUpatr  Mepiypaen / Mepiexduevo
KOTTaKIOU oc
. oy . . UAIKO eAéyxou (B1aAupévog), aABoupivn Boeiou opou
ApvnTIKOG 0pOG EAEYXOU 1x1,5ml Mpaoivo Alauyég (BSA), oteidio Tou varpiou < 0,1% (GUVTNENTIKO)
OeTIKOG 0pOG EAEyXOU 1x1,5ml Kokkivo Kitpivo UAIKG eAéyxou (Biahupiévog), aABoupivn Boeiou opod

, 0&gidIo Tou vartpiou < 0,1% (cuvTnpnTiKO
BSA 1 i 0,1% o

UAIKoU BaBuovounong (diaAupévog), aABoupivn

Avridpaarripio BaBpovopnang 1x1,5ml MrrAe Kitpivo Boeiou opou (BSA), o&eidio Tou varpiou < 0,1%

OopIaKng TIunNG (ouvTnpnTIKO)
ZuykévTpwaon kaBe avTidpaaTnpiou Babuovounong: 0,
B} . . . . 3, 10, 30, 100, 300 U/ml. uhikoU BaBuovéuno
AvtidpaoTrpia BabBuovéunong | 6 x 1,5ml NeUKO Kitpivo (S10AUEVOC), GABOUIV BOEIOU gpo(tj(BStig ggsiélo
Tou vaTpiou < 0,1% (ouvtnpnTikd)
Zugeuypara, IgG 1x15ml MrrAe MrrAe YUGOTATIKO OTOIXEIO: AVOCOOPAIPIVI CNUAdEUEVN PE
IgA 1x15ml KSKKIvO Kokkivo | UTTEPOgEIBAGoN ammd pagavida,
. , . >100epoTroinuévn TeTpapeBUABEVISivn Kal
Yméotpwha TMB Lxsml - Madpo  AIOWYEG e eeisio Tou uBpoyGvou (TMBIH,05)
AidAupa diokoTig avtidpaong | 1 x 15ml Neukod Alouyég 1M YdpoxAwpikd o0&l
12x8 Asv gival Aegv givai Me ammooTTpEVOUG UTTOBOXEIG. AVvaTpEETE OTNV
MAdka pikpoTITAOTTOINONG . " Slabéaiy TTapdypa®o 1 yia TTANPOQPOPIEG OXETIKA UE TNV
Tavieg Siobéaipo -
o) EMKAAUYN.

* H évtaon Tou XpWwHaTOg QUEAVETaI PE TN OUYKEVTPWON
Amaitouueva UAIKQ:

O avayvwoTng TTAaKWY pIKpoTITAoTToinang 450 nm avaylyvwoKel QIATpa avayvwaong Kal TTPoalpeTiko 620 nm @iATpa avapopdg
(600-690 nm). MN'uaAiva egaptApata (KUAIVOpog 100-1000ml), dokipaoTikoi cwArfveg yia SiaAlpaTa. AovnTAg avauigng, TTPox0ideg
akpiBelag (10, 100, 200, 500, 1000 pl) B TTpocapuoloéuevn TToAuTTpoxoida (100-1000ul). Zuokeury TTAUONG WIKPOTTAGKAG (300ul
emavoAapBavopevn TPoxoida, i TTPoxoida TTOAAATTAWY KavaAiwv A auTouaToTroiNuévo oUaTnua), atmoppo@nTikd xapTi. Ol
doKIpaagieg Hag £xouv wg oxXedIOOTE yIa va XpnoipoTroinBolv pe kabapd Udwp cUPPwva PE TOug opiopoug Tng PappakoTToliag
Hvwpévwy MoAireidv (USP 26 - NF 21) kai Tng EupwTraikig @appakotroliag (Eur.Ph. 4th ed.).

®UAagn ka1 xpovog diatpnong

Ta avridpacTripia Tou duvOAou avTIdPaACTNPIWY Kal N MIKPOTTAGKO TTPETTEI va QUAGooovTal
otoug 2 - 8 °C / 35,6 - 46,4 °F yéoa oToug aubevTIKOUG TTEPIEKTEG. Apalwpéva dlaAlpaTa,
@uAdooovtal oToug 2 - 8 °C / 35,6 - 46,4 °F yia éva univa. Mpétrel va AapBdavovtal uttéwn ol
nuepounvieg AAENG TTou avaypd@ovTal GTN CUCKEUOOIa Kal OTIG ETIKETEG TOU KABE oUCTATIKOU.

Mn xpnoigoTroisital Anyyéva ouoTatik@ oToixeia Tou ouvoAlou avTidpaoTnpiwyv! MNpéter va
aTTo@eUyETaI N £viovn €TMiIdOPACN QWTOG 0TO didAupa UTTooTPWHATOG TMB. OI PIKOTTAGKES VO
@uAdooovTal TTavrote PE ENPAVTIKO UAIKO KaAG KAsiopéveg péoa oTtn pePPpavn NG
OuOKeUaaoiag.
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Y1rodeigeig kal TTpo@uUAGEeIg

5.2

EmikivduvoTnTa yia TnVv vysia

AAYTO TO NPOION EMITPENETAI NA XPHZIMOMOIEITAI MONO TNA EPFAZTHPIAKH
XPHZH (IN VITRO AIAFNQZTIKH).

MpéTTel va XpNoIKOTTOIEITAl OTTO TTPOCWTTIKO, TO OTTOI0 £X€I KATATOTTIOTEI KAl EKTTAIOEUTEI EIDIKA
oTn xpnoigotroinon in vitro dlIayvwoTIKWY UAIKWY. Av Kal autd TO TTpoidv dev Bewpeital
ID10iTepa ToEIKG A €TMIKIVOUVO UTTO OUVOAKEG evOedelyuévng XPAONG, OCUPPBOUAEUTEITE TIG
TTAPAKATW TTANPOPOPIES YIa TN dla@UAaln TNG PEYIOTNG GCPAAEIAG:

Zuordosis Kai uétpa mpoeuiaéng

Meuyovwpéva ouoTaTikd Tou auvoAou avTIOPaoTNPiwy TTEPIEXOUV duvnTIKA ETTIKIiVOUVA
avTidpacThpia, Ta oTToia gival duvaTtd va TTPOKOAECOUV €peBIOUd Twv O0POOAUWY Kol TOou
oépuatog. NMPOZOXH! AlakpIBwTEg, £Aeyxol Kal puBuioTIKG diaAUpaTa TTepiEéxouv alidio Tou
vaTpiou (NaNs) wg ouvinpnmiké. To NaNsz ptropei va cival TogIKO €dv TTpoAneBei 1
atropponBei amd 1o déppa | Ta paTia. To NaNs ptmopei va avridpdoel ue TNV £yKataoTaon
MOAUBOOU kal XaAkoU oxnuaTioviag 101aiTepa €kPNKTIKG HETAAAIKG adlidia. Katd Ttnv
aATToOpPIYN, EETTAUVETE UE PEYAAO OYKO UDATOG yIa va ATTOTPEWETE TN dnuioupyia alidiwv.
MapakaAw avaTpégete oTIG dlIadIKAOieg atToAUuavong OTTwg TreplypdeovTtal amd 1 CDC R
GAAeG TOTTIKEG/ €BVIKES OONYiEG.

Katd tn SidpKela TG €pyaciag JE TO OET, ATTAYOPEUETAl TO QAYNTO, TO TTOTO KAl TO
KATTVIONA.Mn XPNOIMOTTOIEITE TRV TTPOXO0idA (TTITTETTA) S1a HEOW TOU OTOPATOG, POPATE
yavTia giag xpRong.

Ta avTidpacTApIa BIOAOYIKOG TTPOEAEUCNG TTOU TTEPIEXOVTAI GE€ QUTO TO TTPOIOV (0poi EAEyXOU
Kal avTidpaoThpia Babuovounong) atmodeixTnkav Kartd tov €AeyXo yia nmaTimda B avriyévo
emeaveiag (HbsAg), nmatinda C ko HIV 1 ka1 2 wg apvnrikd. Opwg, oe tTpoidvta
BioAoyikng TTpoéAeucng de UTTOPEl TTOTE va atToKAEIOTEN TTARPWG N TBavotTnTa JOAUVONG JE
TOUG ava@epOpevous i Kal e GAAoUg akdun ayvwaoToug TTaBoydvoug opyaviopous. MNa Tov
AGYO auTd, ol opoi eAéyxou, Ta avTidpacThpIia BaBuovounong OTTwG €TTioNG Kal Ol 0POi Twv
aoBevwyv xapaktnpifovialr w¢ duvnTIKA HOAUCHATIKOI KAl TTPETTEI va XPNOIMoTTolouvTal
oUPQwWVa JE Ta €BvIKE VOUIKG aflwuaTa.

Emeidy 10 KIT TTEPIEXEl UAIKO CWIKAG TIPOEAEUONG, OTTWG AvaQEPETAl OTOV  TTivaKa
TTEPIEXOPEVWY, TIPETTEI VO TO XPNOIMOTIOIEITE CUPPWVA HE TIG OTTAITAOEIG TNG €OVIKAG
vouoBeaiag.

Fevikég utrodEiSEIg

TNV TTEPITITWON KATA TNV OTT0ia Ol TTANPOPOPIEG TOU TTPOIOVTOG, CUPTTEPIAANBAVOUEVWV TWV
ETIKETWV, €ival EANITTEIG 1 EOQAAUEVEG, ETTIKOIVWVIOTE [JE TOV KOTAOKEUAOTA i TOV TTPOPNBEUTH
TOU KIT OOKIUAG.

Mnv ptrAékete n avrikaBiotare MdapTupeg, Babuovountég, Evqupa Z0Ceuéng n MIKPOTTAAKEG
aTTO JIAPOPETIKEG TTAPTIOEG. AUTO PTTOPEI va 0dNyroEl o€ ATTOKAICEIS OTA ATTOTEAEOUATA.
ApnoTe 6Aa Ta cuoTaTikd Tou 0T va AdBouv Beppokpacia dwuatiou TTpiv atrd Tnv évapn
NG dokipaciag (20 - 32 °C / 68 - 89,6 °F) kai avaueifte KaAd. MMpérrer oTTwodTToTE Va
TNPEiTal To KaBopIouEVO TTPWTOKOAAO yia Tn die§aywyn TN doKIyaciag.

Emrwaon: Zuviotoupe amrédoon dokiuAg otoug 30 °C / 86 °F yiad QUTOMATOTTINHEVA
OUOTANATA.

Mnv ekBETeTe TTOTE Ta GUOTATIKG TOU GUvOAou avTIdpacTnpiwy o€ Beppokpaacies dvw Twv 37
°C / 98,6 °F. Xpnoigotroleite yia T Aqwn Tou OIOAUPOTOG TOU UTTOOTPWHATOG TTAVTOTE
KaIvoupia — CUCKEUaOWEVA pUyXN VIO TNV TIITTETA, YIA VO OTTOQPEUYETE JOAUVOEIG. ATTOQEUYETE
TNV €TTAQI TOU SIOAUNOTOG UTTOOTPWHOTOG PE EVTOVO PWG. Mn XpnOIYOTTOIEITE yia TO dIGAUMQ
oulelypaTog TTOTE Ta B0 PUYXN TTITTETAG TTOU £X0UV £pB¢el O€ €TTA@A YE GAAa avTIdpACTAPIA.
H teAik KAIVIKA Si1dyvwon dev Tpémrel va TiBeTal pévo pe Baon Ta atroTeAéopaTa TNG
o1e§aypévng dokipaciag, aAAd amd Tov 1aTp6 Aappdvovtag utrown 6Aa Ta KAIVIKA Kal
gpyaoTtnplakd gupfuarta. H didyvwon tpémel va emieBAIWVETAI XPNOIMOTTOIWVTAG
O10QOPETIKEG BIAYVWOTIKEG HEBSSOUG.
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ARQyn deiyparog, rpoeToIacia Kal QUAagn

2UuvVIOTATal N Xpnon @PEoKwv delyddTwy opol. H ARwn Tou dipyatog TTPETTEl va yivetal
oupgewva e Ta €0vikd vopikd agiwuata.Na pn XpnolgotrolouvTal: IKTEPIKA, AMITTQIMIKA,
algoAupéva | poAucpéva atmd Baktrpia deiydarta opol. Asiyuata opwv TTou TTEPIEXOUV
owpatidla, va ToTToBeTouvVTal JE XAMNAR TaxUTNTA 0T OUOKEUN Quyokévipnong (<1000 x g).
2UMAéyeTe Ta deiypaTa dipatog o€ KaBapd, oTeyvd Kal KeEvA @IaAidIa.

Katémv dlaxwpiopou Ta dciypata TTAGOPOTOG TIPETTEI va XPNOIKMOTToINBoUv €viog Twv
TPWTWY 8 WwPwV, dIOPOPETIKA TTPETTEI VA QUAACTOVTAI KAEIOPEVA AEPOOTEYWS OTOUG 2 - 8 °C
/35,6 - 46,4 °F yia 48 WpeG TO YEYIOTO. 2€ TTEPITITWOT TTOU TTPORAETTETAI PEYOAUTEPN OIGPKEIQ
QuUAaéng, Ta deiypaTa TTPETTEl va PuxovTal otoug - 20 °C /- 4 °F.

Aladikacia Tng pedddou

MposToipacia
Apaiwon CUNTTUKVWHEVWY avTISpaoTnpiwy:

2UMTTUKVWHEVO PUBUIOTIKO SIGAUMA DEIYUATWYV: apalwveTe 1:5 pe atrooTayuévo vepod (Tr.x. 20
ml ouv 80 ml).

ZUMTTUKVWHEVO pUBNIOTIKO dIdAupa TTAUCNG: apaiwveTe 1:50 pe atmmooTayuévo vepod (.. 20
ml ouv 980 ml).

MNa tnv amopuyn Tuxov AaBwv, CuvioTATAl N CANOVON TWV KATTAKIWY Twv OIdQopwv

avTiIdpacTnpiwv Babuovounong.

Apaiwon Twv delypndTwy TWV acBevwyv:

Aciypata opoU: apalwveTe Kal avauelyviere 1:101 pe apaiwpévo pubBuIoTIKG BIGAUa
OelypaTwy, T.X. (1X) 1000 pl puBpIoTIKG didAupa deiyudtwy + 10 pl opde.

MAdon:

Atrairouvtal 20 ml apaiwpévo puBuIoTIKG didAupa TTAUoNG (1x) avd 8 Pubiopata i 200 ml
ava 96 BuBiopara 1.X. 4 ml cupTTUKVWPa ouv 196 ml atrooTaypévo vepod.

AuTtoparotroinpévn Auon:

MNa TN Asimoupyia Tou gpyalgiou Kal TO VEKPO OyKO TTPETTEI va An@BoUlv uttéwn TTpooBeTeg
TTOoATNTEG PUBUIOTIKOU dIOAUNATOG TTAUCNG

XeipokivnTn wAUON:

ATTOUAKPUVETE TO UYPO XTUTTWVTOG TNV TTAAKa €TTdvw Ot €va attoppo@nTikO XapTi. BaleTe
300 pl apaiwpévo pubuIoTIKG SIGAUPA TTAUONG 0€ KABe BUBICUA XPNOIUOTTOIVTAG TNV
mTETA, TTEPINEVETE 20 deuTepOAeTTTA. ETTOVaAGBeTe TN Siadikacia akdpn dUo QopEg.

MikpoTtrAdkeg:

ATTopakpUveTe Ta BuBicpaTta TTou dev £XOUV XPNOIKOTTOINGET KAl QUAGCCOETE TA PE ENPAVTIKO
UAIKO KOAG KAglopéva péoa oTtn PEPPPAvVN TNG CuOKeuaaiag oe dpooepd PEPOG (2 - 8 °C /
35,6 - 46,4 °F).
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ZXAMa d1avoung avTiIdpaoTnpiwv

MpoTteivoupe TN Xprion T¢ TITTETAG YIA avTIdOPACTAPIa BaBuovounong, opoug eAEyxou Kal
dciypaTa wg €¢Ne:

ZHMEIQZH: ZXe& TrepiTTTwOn TTOU TIPOKEITAI VA TTPOCdIOPICTOUV BIAPOPES KATNYOPIES
avTiowpdTwy (IgG kai IgA) TrapdAAnAa, Ta avTidpacTthpia Babuovopnong, ol opoi eAéyxou Kai
T SEiyHaTA TTPETTEI VO TTITTETAPOVTAI XWPIOTA YIa KABE KaTnyopia avTICWHATWY.

MNa NOXOTIKH epunveia MNa NOIOTIKH gpunveia
1 2 3 4. 1 2 3

A CalA | CalE | P1 A | NC P2

B CalA | CalE | P1 B  NC P2

e cas Toar (/s T e oo R

S PTErTE 5 oo Y R

E CalC | PC P3 E | PC

F CalC | PC P3 F | PC

G CalD | NC G P1

e e T T T T O A A
CalA: calibrator A CalD: calibrator D PC: positive control P1: patient 1
CalB: calibrator B CalE: calibrator E NC: negative control P2: patient 2
CalC: calibrator C CalF: calibrator F CC.: cut-off calibrator P3: patient 3

BAupara gpyaciag

Brpa  Mepiypaen

1. [Mpiv amd 1o mmeTdpiopa BePaiwBeiTe OTI £XETE KTEAEDEI TN BlaBIKOTIA TTPOETOINATIAG ATTO TO
Briua 7.1 TTapPaATIAVW.

2. AKOAOUBAOTE Ta TTAPAKATW BripaTa avaloya Pe Ta emOUPNTA aTToTEAEOUATA
TTOIOTIKAG/TTOOOTIKAG EPUNVEIQG:

OPOI EAEIMXQOY & AEIFMATA

3. Badlete ota mpoPAeTTopeva BuBioparta 100 ul atréd éva atmd Ta
TTAPAKATW UAIKA XPNOIYOTTOIWVTAG TNV TTITTETA, OTTWG TTEPIYPAPETA
OTO KEPAAQIO 7.2 TTapaTTAvVW:
a. Avmdpaotipia Babuovounong (CAL.A éwg CAL.F) yia
MMO2OTIKH epunveia i
b. Avndpaotripio BaBuovéunong oplakng TIPAG (CC) yia

u MOIOTIKH eppnveia
Etriong, BaZete atmd 100 pl atrd kaBéva atrd Ta TTAPAKATW:

] e ApvnTiKAS 0pdS eAéyxou (NC) Kat BETIKOS 0pdC EAEYXOU
(PC) kabwg Kkai

e AiaAupévo opd acBevwv (P11, P2..)

4.
@ Emwdédete yia 30 Aetrtd o€ 20 - 32 °C / 68 - 89,6 °F.

30’

5

!
MAévete 3 Qopég, kaBe opd ue 300 ul pubuIoTIKG diGAUpa TTAUCNG
— — (apaiwpévo 1:50).

3x 300ul
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N

10.

11.

12.

13.
14.

L

+100 pl

®

30°

3x 3004l

30’

OD,; ODG\NA/

450/620 nm

I

>YZEYTMA

Balete 100 pl diaAUpatog oulelypyoTtog oe KABe utTodOXEQ
XPNOIJOTTOIWVTAG TTITTETA.

Emwadete yia 30 Aetrtd o€ 20 - 32 °C / 68 - 89,6 °F.

MAévete 3 Qopég, kaBe @opd pe 300 ul pubuIoTIKG diGAupa TTAUONG
(apaiwpévo 1:50).

YMNOZTPQMA

Bacete 100 pl diaAupartog uttooTpwuatog TMB oe kGBe uttodoxéa
XPNOIYOTTOIWVTAG TNV TITTETA.

Etrwadete yia 30 Aetrtd o€ 20 - 32 °C / 68 - 89,6 °F. lNpooTarteuoTe
aTTo TO £VTOVO PWG.

AIAAYMA AIAKOTMHZ ANTIAPAZHZ

Bacete 100 pl diaAUpaTog d10KOTTAG avTidpaong o€ kaBe BuBicua ue
TN o€Ipd TTOU TOTTOBETHBNKE TO UTTOCTPWHA XPNOIMOTIOIWVTAG TNV
MITETA.

EmwdadleTe yia 5 AeTTTd TOUAGXIGTOV.
AVOKIVEITE TTPOCEKTIKG TNV TTAGKA Y1 5 OeUTEPOAETTTA.

Metpriote Tnv amoppopnon ota 450 nm evidég 30 AemTrwv
(ouvioTdral TrpoaipeTiké Kal ota 450/620 nm).
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Moo oTIKA KAl TTOIOTIKA EpUNnVvEia

O 1ToooTIKOG TTPOOdIOPIOHOG £TTITUYXAVETAl BACEl Piag TTPOTUTTNG KAWTTUANG, OTNnv oTroia
METOQEPETAI N OTITIKA TTUKVOTNTA TWV avTidpaoTnpiwv Baduovéunong (Ggovag y) Evavt g
ouykévtpwong oe U/ml (aG&ovag x). MNa Tov KaAUTEPO TTPOCBIOPICUO GUVIOTATAI N PHETAPOPE
log/lin kai éva Fit 4 TTapapéTpwy. Me BAon TNV KOUTTUAN €COKPIBWVETAlI QTTO TNV OTITIKA
TTUKVOTNTA TOU OEiYUATOG N CUYKEVTPWON TwV avTIowudatwy og U/ml.

Meploxf @UOIOAOYIKWY TIHWV AtpoodiépioTa O¢TikG aToTeEAéopATA
<12 U/ml 12 - 18 U/ml >18 U/ml
TMapadesiyua mpoadiopicuou

Auté TO TrapAdeiypa Oev EMITPETETAI VA XPNOIMOTTOINGEi yia TV gpunveia Twv
ATTOTEAECHATWY TWV ACOEVWV.

AvTidpaoTrpia OD 450/620 nm CV % (Alokupavon)
BaBuovounong IgG/A

0 U/ml 0,073 31

3 U/ml 0,179 2,3

10 U/ml 0,342 1,2

30 U/ml 0,662 0,1
100 U/mi 1,310 0,9
300 U/ml 2,263 0,3

lNapadeiyua vurroAoyiouou
AoBevric  EmravaAnyn (OD) Méoog 6pog (OD) AtrotéAeopa (U/ml)
P01 0,808/0,831 0,820 39,6
P 02 1,081/1,071 1,076 66,1

Ta Ociyuata pe TIMEGC MEYOAUTEPEC ATTO TO MEYIOTO €UPOG TIMWYV TWV AVTIOPACTNPIWYV
BaBuovounong Tpétrel va avagépovTal wg" >Méeéy." Mpétel va apaiwvovTal KatdAAnAa kai va
ookiyagovtal Eavd. Ta deiypata Pe TINES HIKPOTEPES aTTO TO EUPOG TIHWV TWV QVTIOPACTNPIWY
BaBuovounong TrpéTrel va avagEpovTal wg "<EAay."

Eidika oToixeia tng TTAPTIdAG, avaypd@ovTal OTO CUVOTITOPEVO TTIOTOTTOINTIKO EAEYXOU.
laTpIKa epyaoThpia PTTopouv va die¢dyouv eAEyXoug TTOIGTNTOG OTO XWPEO TOUG e BIKOUG TOUG
eAéyxoug kail/ ] opoug atod Tnv TpATTeCa aipaTog ocuuewva pe Tng pubuioeig Tng E.E..
2uvioTaTal o€ KABE epyaaTrpIO va dNPIOUPYNOEl TIG OIKEG TOU QUOIOAOYIKEG TIUEG, BACIOPEVEG
0T OIKK TOU TEXVIKN, EAEyXOUG, EEOTTAICHO Kal TTANBUCOUG aoBevwv.

TNV TTEPITITWOTN KATA TNV OTTOIx OI TIMEG TWV OPWYV EAEYXOU dEV CUMPWVOUV HE Ta KPITHPIA, N
dokKiun gival dkupn kal Ba TTPETTEN va eTTAVaANQOE.

Oa Tpétrel va egAeyxBolv T TTAPOKATW TEXVIKA (nTAMaTta: Huepopnvieg ANENG Twv
avTidpacTnpiwv (TTou TTPOETOINACTNKAY), OUVOAKEG aTTOBAKEUONG, TTITTETEG, OUOKEUEG,
QPWTOUETPO, OUVONKEG ETTWAONG Kal uEBodog TTAUONG.

Edv 1a oToixeia Ta omoia uttoBARBNKav o€ dokiu TTapoucidfouv atrdkAIon ) GAAou €idoug
dlagpopoTroinon atd TIG AVANEVOUEVES TIHEG 1 €Av Oev TTANPOUVTAl TA KPITAPIA EYKUPOTNTAG
XWPIG eUAOYN AITia, ETTIKOIVWVIOTE YE TOV KATAOKEUQOTI ) TOV TTPOUNBEUTA TOU KIT SOKIUAG.
MNa 1roioTikA a§ioAéynon diaBAcTe TNV OTITIKY TTUKVOTATA TOU PAPTUPA OTTOKOTTAG (cut-off
calibrator) kai Tnv avTioToixn Twv BEIYUATWY AOBEVWV. ZUYKPIVETE TNV OTITIKI TTUKVOTNTA TWV
OEIYMATWY WE auTh Tou uapTupa. MNa Tnv ToIoTIKA agloAdynon TTpoTeiveTal va BewpouvTal Ta
ociyuata 20% yupw atmd TNV TIU TOU PAPTUpa oav atrpoodidpiota. OAa Ta deiypata pe
UWnAOTEPEG TINEG BewpouvTal BeTIKG, deiyuaTa e XaunAOTEPES TINEG apvNTIKA.

ApvnTiKO: OD oqo8evr; < 0.8 x OD cut-off
Amrpoodidpiota: 0.8 X OD cut-off < OD qoevp S 1.2 X OD cutoff
OETIKél OD aofevi > 12 X OD cut-off
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9  Texvikd oToIxeia
YAIKO delyhaTwy: Opébg
OykKog delyudTwV: 10 pl opdg yia apaiwon 1:101 pe 1x puBbuIoTIKG SIGAUNA
OelyudTwy
OAIKOG Xpbvog TTWaONG: 90 Aetrtd o€ Bepuokpacia dwuatiou 20 - 32 °C / 68 - 89,6
°F
Mepiox péTpnong: 0-300 U/ml
AvaAuTikr) EvaioBnaia: 1,0 U/ml
duAaén: 0e2-8°C /35,6 - 46,4 °F oTIG AQUBEVTIKEG QIAAEG
ApIBu6S Twy TTpoodiopiopwy: 96 doKIPaaieg
10 Zroixeia Arédoong
10.1 AvaAuTtiki Evaiofnoia
Aokiyacia Tou puBuiaTikoU diaAupartog deiyyatog 30 @opéc oe AESKULISA® tTg-GA New
Generation divel avaAuTikn evaioBnoia 1,0 U/ml.
10.2 EidikéTnTa kKai EvaioOnocia

O1 JIKpOTTAGKEG €ival ETTIOTPWHEVEG HE AVOOUVOUAOHEVN avBpwTTIvi TPavoyAouTapIvaon
I0TOU Kai €10IKG TTemTidla yAladivng. Aev dIamoTwlnkav dIAoTAUPOUNEVEG avTIOPACEIG UE
aA\a autoavTiyova. Ta Tov €éAeyxo Tng dlaoTaupouuevng avTidpaong pe TR yAladivn
eAéyxBnkav 7 opoi BeTikoi oTn yAiadivn o1 oTroiol dev avtédpacav Pe auTr] Tn dokiyacia, av
Kal auTé ptropei va diagépel yia GAAoug BeTiIkoug oTn yAladivn opoug.

IgG:

MNa Tov Tpoadiopiopd TNG euaioBnaiag kal TNG €181IKOTNTAG agloAoyhBnkav opoi 185 acBevwv
TToU €TTaOXAV OTTO KOINIOKAKN (N=122) kai ouyyeveig Tabroeig (oToIxEia OTOV TTAPAKATW
Trivaka) oto AESKULISA® o¢ o¢ pia guokeur Tou gutropiou. Ta atmoteAéopata uTrd hop@n
oUYKPIONG ME T OUOKEUNR TOU EUTTOPIOU Kal TTANPOQOpPIEG TNG TTABNONG TTapatiBevral Toug
TTOPAKATW TTIVOKEG.

Aildyvwon

Oer. | Apv. | Zuvolo

AESKULISA® O¢rT. 80 5 85

tTg-G Apv. 4 96 100

>UvoAO 84 101 185
Tavton: 95,1%
EvaioBnoia: 95,2 %
EldkotnTa: 95,1%

2UOKEUN TOU EUTTOPiOU

Oer. | Apv. | Z0voho
AESKULISA® O¢rT. 18 67 85
tTg-G Apv. 4 96 100
2UvoAo 22 163 185
JXET. TOUTLON: 61,6 %
SXET. evaloOnola: 81,8%
IXET. ELOIKOTNTA: 58,9 %
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Noéoog # # OeTikwyv | # BeTIKWV
eheypév | AESKU OUOKEUNG
wv TOU
SelypdTw EUTTOpPiOU
v
KolAiokdkn 64/64 59 (96,5) [9(14,0)
KolAiokdkn (€AAeiwn IgA) 20/20 18 (90,0) |9 (45,0)
KoiAlokdkn (81a1ToAGyI10 XWwpig 38/38 0 (0,0) 0 (0,0)
yAouTtévn)
MdapTtupag véoou (aUvoAo) 70/217 11 (5,1) 4 (5,7)
Néoog Tou Crohn 51/51 3(5,9) 2 (3,9
Noécog Tou Crohn 0/58 0 (0,0) n/d
EAkWONG KOAiTIdA 4/4 1(25,0) 1(25,0)
EAKWONG KoAiTIda 0/2 1 (50,0) n/d
EAuivBiaon 2/2 2 (100,0) |1 (50,0)
Auoavegia yaAaKTooaKXapou 2/2 2 (100,0) ]0(0,0)
OcTiKoi 0TNn YAI0divn opoi o/7 0(0,0) n/d
Yyieig 801G 4/4 0 (0,0) 0 (0,0)
Yyieig 661G 0/80 2 (2,5) n/d

IgA:

MNa Tov Tpoadiopiopd TNG euaioBnaiag kal TnG €181IKOTNTAG agloAoyrOnkav opoi 165 acBevwv
TToU €tTacyav amod KolAiokdkn (n=102) kai ouyyeveig madnoeig (BA. TTapakdtw Trivaka) oTo
AESKULISA® gg o€ pia ouoKeur Tou gutTopiou. Ta atroTeAéguaTa Uttd Jop@r) oUYKPIoNG WeE
TN OUOKEUR TOU EPTTOPIOU Kal TTANPOPOPIEG TG TTABNONG TTapaTiOevTal OTOV TTAPAKATW

TTiVaKa.
Aidyvwon
Oer. | Apv. | Zuvolo
AESKULISA® O¢rT. 62 5 67
tTg-A Apv. 2 96 98
>UvoAO 64 101 165
TavTtion: 95,8%
EvawoBnoia: 96,9 %
EldkotnTa: 95,0 %
2UOKEUI TOU EUTTOPIOU
Oer. | Apv. | ZuvoAlo
AESKULISA® O¢T. 25 42 67
tTg-A Apv. 2 96 98
2UvoAo 27 138 165
IXET. TAUTLON: 73,3 %
IXeT. evalobnoia: 92,6 %
IXeT. eldlkOTNTA! 69,6 %
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Noéoog # # OeTikwyv | # BeTIKWV
eheypév | AESKU OUOKEUNG
wv TOU
SelypdTw EUTTOpPiOU
v

KolAiokdkn 64/64 62 (96,9) [21(32,8)

KolAiokdkn (d1aiToAdyIo xwpig 38/38 0 (0,0) 1(2,6)

yAouTévn)

MdapTupag véoou (aUvoAo) 70/210 5(2,4) 5(7,1)

Néoog Tou Crohn 51/51 1(2,0) 0 (0,0)

Néoog Tou Crohn 0/58 0 (0,0) n/d

EAkwdNG KoAiTIda 4/4 0(0,0) 1(25,0)

EAkWONG KOAiTIdA 0/2 0(0,0) n/d

EAuivBiaon 2/2 2(100,0) |2 (100,0)

Auoavegia yaAakTooakxdpou 2/2 2 (100,0) |2 (100,0)

OcTiKoi 0TNn YAI0divn opoi o/7 0(0,0) n/d

Yyieig 661G 4/4 0(0,0) 0(0,0)

Yyigig 66TeG 0/80 0 (0,0) n/d

10.3 FpapuIKOTNTA

MNa emAeypévoug opoug PTTOpece va eEakpIBwOei pia ypappik ouvdptnon MeTatu Tng
apaiwong Kal TNG CUYKEVTPWONG TWV AVTICWUATWY o0¢ auth Tn dokiyacia. Adyw Twv
ETEPOYEVWIV AVOPWTTIVWYV QVTICWHATWY OPWG, Bev gival duvaTd va aTTOKAEIOTEN TO YEYOVOG OTI
MEMOVWEVOI 0pOi TTAPOUCIAlOUV [N YPOUMIKY CUMTTEPIPOPA.

ApiOp.
Agiypatog
1

Apaiwon METPNUEVN CUYKEVTPWON

(U/ml)
1/100 76,5
1/200 36,6
1/400 17,2
1/800 8,5
1/100 62,2
1/200 29,7
1/400 13,3
1/800 7,0

(U/ml)
71,0
35,5
17,8
8,9
59,0
29,5
14,8
7,4

QAVAPEVOUEVN GUYKEVTPWON

Avaktnon (%)

107,7
103,1
96,8
95,8
105,4
100,7
90,2
94,9
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10.4 AkpiBeia

MNa Tov éAeyxo akpifelag TnG peBddou eCakpIBwONKE PE TPEIG OPOUG OE DIAPOPETIKES TTEPIOKES

NG TTPOTUTING KAPTTUANG N ECWTEPIKN Kal evoidueon diakuuavaon.

EowTepikn pé6odog

ApiBp. Méocog 6pog CVv
Seiyparog (U/ml) (%)
1 13,8 7,0

2 56,7 5,2

3 166,5 55

10.5 Alakpifwon

Evlidpeon pébodog

Api8p.
deiyparog
1
2
3

Méoog 6pog
(U/ml)
10,1
38,9
169,4

Ccv
(%)
2,3
0,8
4,2

To ToooTIKO cuoTnua PETPNONG AOYyw EAAEIYNG evog O1EBvoUg TTPOTUTTOU ava@opdg EXEl

OlakpIBwOEi pe TTPOOWPIVEG HOVADEG YETpnoNnG. Ta atroteAéopaTta didovTal ae U/ml.
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PuBuioTikad cUppoAa

IVD

- Diagnosi in vitro

- For in vitro diagnostic use

- Pour diagnostic in vitro

- Para uso diagnéstico in vitro

- In Vitro Diagnostikum

- In Vitro AlayvwoTiké péco

- Para uso Diagnéstico in vitro

REF

- Numero d’ordine

- Cataloge number

- Référence Catalogue

- Numéro de catélogo

- Bestellnummer - Ap1Bu6g TrapayyeAiag
- Numero de catalogo
- Descrizione lotto - Lot
L OT - Lot - Lote
- Chargen Bezeichnung - XapakTnpiopog optidag
- Lote

uDI

- Identificatore univoco del dispositivo

- Unique Device Identifier

- Identifiant unique de I'appareil

- Identificador tnico del dispositivo

- eindeutige Produktidentifizierung

- Movadiké avayvwpIoTIKG GUCKEUNG

- Identificador tnico do dispositivo

C€

- Conformita europea

- EC Declaration of Conformity

- Déclaration CE de Conformité

- Declaracién CE de Conformidad

- Européische Konformitat

- EupwTraikri oupguvia

- Déclaracéo CE de Conformidade

96

- 96 determinazioni - 96 tests

- 96 tests - 96 pruebas

- 96 Bestimmungen - 96 Trpoodiopiopoi
- 96 Testes

elFU

"o agsku SN

- Rispettare le istruzioni elettroniche per l'uso

- See electronical instructions for use

- Voir les instructions d‘utilisation électronique

- Siga las instrucciones electronicas de uso

- Elektronische Gebrauchsanweisung beachten

- AKOAOUBNOTE TIG NAEKTPOVIKEG 0Bnyieg Xpriong

- Seguir as instrugdes electrénicas de utilizagdo

- Da utilizzarsi entro - Use by
- Utilise avant le - Utilizar antes de
- Verwendbar bis - Xprion péxpr

- Utilizar antes de

+8°C
+2°C

- Conservare a 2-8°C (35,6-46,4°F)

- Store at 2-8°C (35.6-46.4°F)

- Conserver & 2-8°C (35,6-46,4°F)

- Conservar a 2-8°C (35,6-46,4°F)

- Lagerung bei 2-8°C (35,6-46,4°F)

- ®uhdooetal oToug 2-8°C (35,6-46,4°F)

- Conservar entre 2-8°C (35,6-46,4°F)

- Prodotto da

- Manufactured by

- Fabriqué par

- Fabricado por

- Hergestellt von

- Karaokeudderar amd

- Fabricado por

CO-CAL

- Calibratore cut-off

- Cut off Calibrator

- Etalon Seuil

- Calibrador de cut-off

- Grenzwert Kalibrator

- Oplakég opdg AvTidpaoTripio BabBuovounong

- Calibrador de cut-off

CON/|+

- Controllo positivo

- Positive Control

- Controle Positif

- Control Positivo

- Positiv Kontrolle

- OEeTIKOG 0pOG EAEyXOU

- Controlo positivo

CON]| -

- Controllo negativo

- Negative Control

- Controle Négatif

- Control Negativo

- Negativ Kontrolle - ApvnTIKOG 0pAG EAEYXOU
- Controlo negativo
- Calibratore - Calibrator
- Etalon - Calibrador
CA L - Kalibrator - AvTidpaaoTrplo Babuovounang

- Calibrador
- Coniugato - Conjugate
- Conjugé - Conjugado

C O N J - Konjugat - Z0Zeuypa
- Conjugado

MP

- Micropiastra rivestita

- Coated microtiter plate

- Microplaque sensibilisée

- Microplaca sensibilizada

- Beschichtete Mikrotiterplatte

- EmkaAuppévn JIKpoTTAGKa

- Microplaca revestida

- Tampone di lavaggio

- Wash buffer

WASHB [50x

- Tampon de Lavage

- Soluci6n de lavado

- Waschpuffer

- PuBpioTikd didAupa TAUoNG

- Solucéo de lavagem

- Tampone substrato

- Substrate buffer

SUB

- Substrat - Tampon sustrato
- Substratpuffer - PUBIOTIKG SIGAUNG UTTOOTPWHATOG
- Substrato

- Reagente bloccante

- Stop solution

STOP

- Solution d'Arrét

- Solucién de parada

- Stopreagenz

- AVTIBpacTrpIO SIOKOTIHG avTidpaong

- Solucédo de paragem

- Tampone campione

- Sample buffer

SB | 5x

- Tampon Echantillons

- Tampo6n Muestras

- Probenpuffer

- PuBpioTiké didAupa Serypdtwy

- Diluente de amostra
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