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Evoedeiypévn Xpion

AESKULISA® SS-B cival pia Evupoavoooloyikry péBodog OTepENS PAoNS TTOU TTEPIEXE!
avOpwITIvO avacuvduaouévo avTiyovo La/ SS-B yia Tov TToC0TIKO Kal TTOIOTIKO TTPOCdIOPICHO
QVTICWHATWYV évavTi Tou avTiyovou La/ SS-B otov avBpwTivo opd. H péBodog egutrnpeTei oTn
didyvwan Tou guvdpduou Sjogren Kal TOU GUCTNUATIKOU puBnuaTwdn AUkou (ZEA). To KIT
QOKIMNG TTPOOPICETAI UOVO YIA ETTAYYEALATIKI XPriON O€ EpyacTpIal.

KAIVIKR epapuoyn Kal apXEG TNG HEBODOU

To SS-B cival pia 48 kDa mpwrteivn, n otmoia oxertiCetalr pe Tnv RNA mmoAupepdon Il Edw
ouvoéel mBavwg Ta TTpoédpoua RNA, Ta otoia petaypdgovtal amd tnv moAupepdon Il 1o
SS-B éxouv atrodobei évag peyaAog apIBUOG AeIToupylwy, PETAEU AAAWY N CUPHPETOXA OTN
petaypaer)/ teAeiotroinon Tou RNA péow tnG mmoAupepdong lll, n emeepyaoia Tou 3'RNA,
OTTWG €TTIONG KaI N METAPOPA Kal TOTTOBETNON OTOV KUTTAPIKO TTupriva. EKTég autou utripgav
utroBéoelig 61 n SS-B eivar pia ouvodd (Chaperone) tpwrteivn yia Tn  Asitoupyia
oTaBepoTroinong Tng dsutepoTayous douAg Tou RNA.

Ta autoavTicwpaTa évavT Twv SS-A (TTahaidtepa ovopaldTav aviiydovo Ro katd Tov aoBevi
.Robert”’) kar SS-B (TTaAaidTepa yVWOTEG WG avTiyovo La katd 1o évoua Tou acBevh ,Lane”)
OTTOTEAOUV XAPOKTNPIOTIKOUG OEIKTEC yIa TO CUCTNMATIKG epuBnuatwdn Auko (ZEA) kal 1o
ouvopouo Sjogren (SS), dUo cucTNUATIKA AUTOAvVOOO VOOHUATA ayvWwaToU alTioAoyiag, Ta
oTroia TTpooBaAouv KaTd TTPOTINNON Yuvaikeg. 210 SS TTpooBAaAAovTal 01 EGWKPIVEIG adEVeg, Ol
OaKpuyovol Kai olehoyovol adéveg atrd XpoOvioug epeBiouoUlg Pe eTTIKpaTouoa OInénon
TTAQOPOKUTTAPWY. AUTO £XEI WG ATTOTEAECHA TNV TTPOOJEUTIKA ATTWAEIQ TNG AEITOUPYIKOTNTAG
TWV adévwy, n OTToia XapaKTNPICeTal WG oUVvOpopo EnpdTnTog (Sicca). H didyvwon Tou SS
BaoiCeTal atrd TN pia oTn dIATTIOTWON TOU TTEPIOPICHOU TNG EGWKPIVOUG AEITOUPYIKOTNTAG OTOV
oPBaAuO Kal aToug oleAoydvoug adéveg, kKal atrd TNV GAAN oTn dlatTicTwon avTi- SS-A kal avTi
-SS-B avTICWPATWY.

Avtiowpara évavt Tng SS-B aveupiokovtal o€ 70-85 % Twv aoBevwv pe SS kai o€ 20-30 %
Twv aoBevwv ZEA. AcBeveic pe SS-B avtiowpata £xouv ouvriBwg avTiowPaTa Kal €vavTl Tou
avTiyovou Ro/SS-A. H diatmioTwon autwy Twv avTICWPATWY JTTOPEN va TTpOoYVWaoEl TNV €GENIEN
evog ouvdpoduou gnpotntog. OTTwg Ta avti -SS-A €101 Kal Ta avTi-SS-B oxeTiCovtal he TV
EUPAVION TOU CUYYEVOUG KAPDIOKOU ATTOKAEIOHOU KOl PTTOPETE VA ATTODEIXTE, OTI AUTA TA
avTIoWWaTa ETTNPEAGCOUV TOoug diauAoug aoBeaTiou EPRPUIKWY KAPSIOPUOKUTTAPWY.

Apxég Tng dokipaoiag

Ta diaAupéva 1:101 deiygaTa opou emmwdlovtal OTIG MIKPOTTAAKESG, Ol OTToieG €ival
ETTIKAAUPPEVEG JE TO €10IKO avTiyovo. Katd Tn didpkeia TNG TTWwacng ouvoéovTal Ta eI0IKA
QVTICWHMATA aTTd TOV 0P TWV AcBevwy, €Av AUTA UTTAPXOUYV, UE TO AVTIYOVO TToU BpioKeTal
oTnv TTAAKQ, Ta PN ouvoepéva aToIXEia Tou opoU ATTOMAKPUVOVTAl OTO ETTOPEVO Brua
TAUONG. ‘ETTaita TTpocBETovTal  avTl-avlBpwITIVEG avOCOo@AIPIVEG, Ol OTToIEG  €ival
ouleuypéveg de uTTEPOEEIdAON atmd pagavida (oUleuypa). Katd tn didpkeia piog
ETTWAONG, TO OUCeuyha (OUCEUYPEVEG QVOOOOQAIPIVEG) OUVOEETAI PE TO OUMTTAOKO
QvTIYOVOU — QVTICWHOTOS TTOU OXNUATIOTNKE TTPIV, Ol W OUJEUYHEVEG QVOOOTPAIPIVES
atTmodakpuvovTal OTo €mMOMeEvo BAua TAUong. H diatmiotwon Twv  OuvOeuévwv
QVTIOWPATWY  TTPAYUATOTTOIEITAl  PE  €VCUUATIKI)  XPWOTIKY avTidpaon (MTTAE) Tou
UTTOOTPWHOTOG, N OTToia avaoTEAAETaI e BIaAupEVo o&U (aAAayn xpwaong o€ Kitpivo). O
BaBuég oxnuatiopol XPWHOTOG atmmd TO XPWHOYOVo eEapTdtal ammd Tnv TToodTnTa
oulelypaTog TTou BpiokeTal ouvoedEPEVN E TO CUUTTAOKO QvTIYOVOU-QVTIOCWHOTOG KOl
€101 gival avAAoyog TTPOG TNV apXIKA CUYKEVTPWON TWV AVTIOTOIXWV AVTICWHATWY OTO
Ociypa aoBevoug.
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3  ZUOTOTIKA OTOIXEIO TTOU TTEPIEXOVTAI OTO OET
AIAANYONTAI MPIN AINO TH XPHZH
Xpwua ety
2T0I1XEIO MoootnTa . SloAUpaT  Mepiypaer / Mepiexdpevo
KOTTOKIOU oc
5TTAdoIa CUYKEVTPWON
PuBuioTiké didAupa delypdrwv . . Tris, xAwpioUyo varpio (NaCl), aABoupivn Bogiou
(5%) 1x20ml | Aeukd Kitovo 000 (BSA), oteidio Tou varpiou < 0,1 %
(ouvTnpnTIKO)
s . 50TTAGCIa CUYKEVTPWON
(FZ.)%GX‘;'OT'KO SiaAupa mAuang 1X20ml | Aegukod Mpdoivo | Tris, NaCl, Tween 20, o&eidio Tou varpiou < 0,1 %
(ouvTnpnTIKO)
ETOIMA IA XPHXH
Xpwua e s
2T0IXEIO MoootnTa . dioAUpaT  TMepiypaor) / Mepiexdpevo
KOTTOKIOU oc
. oy . . UAIKG eAéyxou (BiaAupévog), ahBoupivn Bogiou opold
ApvnTIKOG 0pOG EAEYXOU 1x1,5ml Tpdoivo Alauyég (BSA), 0€&idio Tou vaTpiou < 0,1 % (ouvTnENTIKO)
) i 3 . . UAIKO eAéyxou (SiaAupévog), aABoupivn Bogiou opol
OeTIKdG 0pOG EAEyXOU 1x15ml  Koékkivo Kitpivo (BSA), 0€£i510 Tou vaTpiou < 0,1 % (GUVIENTIKS)
. . UAIKOU BaBpovéunong (Siahupévog), aABoupivn
'SVIT(;?(PG?IT”P'O Babuovéunang 1x15ml  MmAe Kitpivo Boeiou opou (BSA), ogeidio Tou varpiou < 0,1 %
pIaKNG TIUNG (ouvtnpenTIKO)
Zuykévipwon kabe Babuovounong: 0, 3, 10, 30, 100,
} . . . " 300 U/ml. uhikoU BaBuovéunong (dioAupévog),
AvtidpaoTrpia Babuovéunong | 6x1,5ml | Agukd Kitpivo aABoupivi) B6EIoU 0po (BSA), OEEIBI0 Tou VaTpiou <
0,1 % (ouvtnenTiKO)
2UOTATIKA OTOIXEI: AvOoOOQAIPiV CNUABEPEVN HE
>uledypara, IgG 1x15ml MrtTAe MrtTAe utrepogelddon amoé pagavida, aABoupivn Bégiou opol
(BSA)
. . . >10BepoTroinuévn TeTpapeBUABEVISivn Kal
Yméotpwua TMB 1x15ml Maudpo Alauyég UTTEPOEEIBIO Tou UBPOYGVOU (TMB/H05)
AidAupa diokoTrAg avTidpaong | 1 x 15 ml A\€UKO Alouyég 1M Y3poxAwpikd ofu
. Aegv gival Me amrooTrwpevoug utTodoxEiG. AvaTpéSTe aTnV
. . 12x 8 Agv gival . . . .
MAdka pikpoTiTAoTroinang . . dia6éoiu TTapdypa@o 1 yia TTANPoQOopieg OXETIKA WE TNV
Taivieg di0Béaipo .
o] ETMIKAAUWN.
* H évtaon Tou XpWwHaTOG QUEAVETAI PE TN OUYKEVTPWON
Amaitoupeva UvAika:
O avayvwoTng TTAaKWY pIKpoTITAoTToinang 450 nm avaylyvwoKel QIATpa avayvwong Kal TTPoalpeTiko 620 nm @iATpa avapopdg
(600-690 nm). M'udAiva e€apTipara (KUAIvEpog 100-1000 ml), SokipyacTikoi CWARVES yia diaAUpaTta. AovnTAg avauigng, TTpoxoideg
akpiBelag (10, 100, 200, 500, 1000 pl) R Tpocappolduevn TToAuTTpoX0ida (100-1000 pl). uokeur TTAUGNG HIKPOTTAGKAG (300 pl
emavaoAapBavopevn TPoxoida, i TTPoxoida TTOAAATTAWY KAvaAiwv A auTouaToTroiNuévo oUaTnua), atroppo@nTikd xapTi. Ol
doKIpaagieg Hag £xouv wg oxXeBIOOTE yIa va XpnoipoTroinBolv pe kabapd Udwp oUPPwVa PE TOug opiIopoUg Tng PappakoTToliag
Hvwpévwy MoAireiwv (USP 26 - NF 21) kai Tng EupwTraikng @appakotroliag (Eur.Ph. 4th ed.).
4  QUAagn kai xpoévog diatppnong

Ta avridpacTripia Tou guvoAou avTidpaCoTNPIWV Kal N MIKPOTTAAKA TTPETTEl VA QUAGCOOVTAI
otoug 2-8 °C / 35,6-46,4 °F péoa oOTOUG QUBEVTIKOUG TTEPIEKTEG. Apaiwpéva dloAuuara,
@uAdooovtal otoug 2-8 °C / 35,6-46,4 °F yia éva priva. Mpémel va Aaufdvovtal utréyn ol
nuepounvieg AAENG TTou avaypd@ovTal GTN CUCKEUACIa Kal OTIG ETIKETEG TOU KABE GUOTATIKOU.

Mn xpnoigoTroisital Anyyéva ouoTatik@ oToixeia Tou ouvoAlou avtidpaoTnpiwyv! MNpétmer va
atmo@elyeTal n évrovn €Tidpaan wTog aTo diIGAupa uttooTpwHatog TMB. O1 PIKOTTAAGKES va
QuAdooovTal TTavrote PE ENPAVTIKO UAIKO KOAG KAsiopéveg péoa oTn pePPpdavn NG
OUOKEUAOiag.
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Y1rodeigeig kal TTpo@uUAGEeIg

5.2

EmikivduvoTnTa yia TnVv vysia

AAYTO TO NPOION EMITPENETAI NA XPHZIMOMOIEITAI MONO TNA EPFAZTHPIAKH
XPHZH (IN VITRO AIAFNQZTIKH).

MpéTTel va XpNoIKOTTOIEITAl OTTO TTPOCWTTIKO, TO OTTOIO £X€I KATATOTTIOTEI KAl EKTTAIOEUTEI EIDIKA
oTn xpnolgotroinon in vitro dlIayvwoTIKWY UAIKWY. Av Kal autd TO TTpoidv dev Bewpeital
I010iTepa TOEIKG A €TMIKIVOUVO UTTO OUVONAKEG evOedelyuévnNg XPHONG, OUMPBOUAEUTEITE TIG
TTAPAKATW TTANPOPOPIES YIa TN dla@UAaln TNG PEYIOTNG ACPAAEIAG:

Zuordosis kal uétpa mpoeuiaéng

Meuyovwpéva ouoTaTikd Tou auvoAou avTIdpaoTnpiwy TTEPIEXOUV duvnTIKA ETTIKIiVOUVA
avTidpacThpia, Ta oTToia gival duvaTd va TTPOKOAAECOUV €peBIOUd Twv 0POOAUWY Kol TOou
0épuartog. NMPOZOXH! AlakpIBwTEG, £AeyXol Kal puBuIoTIKG dIaAUpaTa TTEPIEXOUV adidlo Tou
vaTtpiou (NaNs) wg ouvtnenTikd. To NaNs ptropei va gival TogIko edv TTpoAngBcei ) atroppo@nBei
até 10 6éppa N Ta udma. To NaNs ptropei va avtidpdoel pe Tnv eykatdotacn JOAUBOou Kal
XOAKoU oxnuartifovtag 1Id1aiTepa eKPNKTIKA HETAAAIKA alidia. KaTté Tnv atméppiwn, EETTAUVETE Je
MEYGAO OYKO UDATOG YIO VO aTTOTPEWETE TN dnuioupyia alidiwyv. MNMapakaAw avaTpeéSETe OTIG
oladikaaieg atmroAupavaong OTTwg TreplypdgovTtal atmmod T CDC 1 dAAeg TOTTIKES/ €BVIKEG 0dnyiEG.
Kard tn 31dpKeIa TNG EPYACiOg JE TO OET, ATTAYOPEUETAlI TO QAYNTO, TO TTOTO KAl TO
KATTVIONA.Mn XPNOIMOTTOIEITE TRV TIPOXO0idA (TTITTETTA) S1a HEOW TOU OTOMATOG, POPATE
yavTia giag xpRong.

Ta avnidpaoTipia BIoAOyIKOS TTPOEAEUONG TTOU TTEPIEXOVTAI OE QUTO TO TTPOIOV ATTOBEIXTNKAV
KATd Tov £AeyXo yia nraTitida B avriyovo emeaveiag (HbsAg), nmatitida C kai HIV 1 kai 2 wg
apvnTIKA. Opwg, og TTPoidvTa BIOAOYIKOG TTPOEAEUONG BE PUTTOPET TTOTE VA ATTOKAEIOTEN TTARPWG
n méavotnTa poOAuvong HE TOUG ava@ePOUEVOUG 1 Kal PE AAAOUG akOun AyvwoToug
TTaBoydvoug opyaviopous. Na Tov Adyo autd, o1 opoi eAéyxou, Ta avTiIdpacTApIa
BaBuovounong OTTwg €TTiong Kal O Opoi Twv aoBevwv  xapaktnpifovral wg duvnTika
MOAUGHQTIKOI KAI TTPETTEI VO XPNOIUOTTOIOUVTAl CUMPWVA JE Ta EBVIKA VOUIKG agiwpaTa.
E1Te10n 10 KIT TrEpIEXEI UNIKO CWIKNAG TTPOEAEUONG, OTTWG AVAPEPETAI OTOV TTIVOKQ TTEPIEXOMEVWV,
TIPETTEI VO TO XPNOIYOTTOIEITE CUUPWVA PE TIG ATTAITACEIG TNG £BVIKAG VOU0BEeTiag.

Mevikég utrodEigeIg

TNV TTEPITITWON KATA TNV OTTOIA 01 TTANPOYOPIEG TOU TTPOIOGVTOG, CUUTTEPIAANBAVOUEVWV TWV
ETIKETWV, €ival EANITTEIG 1] ECQAAUEVEG, ETTIKOIVWVACTE PE TOV KATAOKEUQOTH A TOV TTPOUNBEUTA
TOU KIT OOKIUAG.

Mnv utTAékeTe n avrikaBioTdre MdpTtupeg, BaBuovounTtég, Evuua 20Ceuéng N WIKPOTTAAKEG
aTTO JIAPOPETIKEG TTAPTIOEG. AUTO YTTOPEI va 0dNyroEl o€ ATTOKAICEIS OTA ATTOTEAEOUATA.
A@AoTeE OAQ TO CUCTATIKG TOU OET va AdBouv Bepuokpaacia dwuatiou TTpIv atrd Tnv évapén tng
ookiyagiag (20-32 °C / 68-89,6 °F) kal avaueiete KaAd. Mpérel oTTwodATTOTE va TnNEEiTal To
KaBopiopévo TTPWTOKOAAO yia TN diegaywyn TNG doKIPaoiag.

Emwaon: Zuviotolupe amdédoon dokipyng otoug 30 °C / 86 °F yia autopaToTTinpéva
OUOTAUATA.

Mnv ekBETETE TTOTE TA CUOTATIKA TOU CUVOAOU avTIOPACTNPIWY 0€ BEpUoKpaaieg dvw Twv 37 °C
/ 98,6 °F. Xpnaoiyotroigite yia T Aqyn Tou dIAAUPOTOG TOU UTTOOTPWHATOG TTAVTOTE Kalvoupia
— OUOKeEUOOoPEVA pUYXN YIa TNV TTITTETA, YIA VO ATTOPEUYETE JOAUVOEIG. ATTOQEUYETE TNV ETTAPN
TOU SIGAUPATOG UTTOOTPWHATOG WE EVTOVO WG. Mn XpNOIMOTTOIEITE Yia TO dIGAUPA oUleUYUATOG
TTOTE TA iBI0 PUYXN TIITTETAG TTOU £X0UV £p0¢€l O€ £TTA@A YE GAAQ avTIdpACTAPIA.

H tehik kKAIVIKR Si1dyvwon dev mpémrel va TiBeTal pévo pe Baon Ta aroTeAéoHATA TNG
o1e§aypévng dokipaciag, aAAd amd Tov 1aTp6 Aappdvovtag utrown 6Aa Ta KAIVIKA Kal
gpyaoTtnplokd gupfuara. H didyvwon mpétrel va emIRERAIWVETAI XPNOIJOTTOIWVTAG
S10popPETIKEG BIAYVWOTIKEG HEBOSOUG.
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ARQyn deiyparog, rpoeTolIacia Kal QUAagn

2UVIOTATAI N XPAoN @PECKWY BEIYHNATWY opoU. H Afyn Tou digaTtog TTPETTEN va YiveTal CUNQWVA
ME Ta €BviKd vouika aflwpata.Na pn XpnoihoTTolouvTal: IKTEPIKA, AITTAIYIKG, alJOAUMEvVa R
MoAucpéva atmd BakTApia deiypata opou. Agiypata opwv TTOU TTEPIEXOUV CwuaTiola, va
TOTTOBETOUVTAI PE XAUNAN TaXUTNTA OTn OUOKEUN QuyokévTpnong (<1000 x g). ZuAAéyeTe Ta
OciypaTa aiparog o€ kabapd, oTeyvd Kal Kevd QIaAidia.

Katétriv dlaxwplopou Ta dEiyaTa TTAACHATOG TTPETTEI VA XPNOIUOTTOINB0UV EVTOG TWV TTPWTWV
8 wpwv, dIAPOPETIKA TTPETTEI va QUAGOCOVTAI KAEICPEVA aEPOOTEYWG OTOouG 2-8 °C / 35,6-
46,4 °F yia 48 wpeg TO WEYIOTO. Ze TEPITITWON TTOU TTPORAETTETAN HEYAAUTEPN OIAPKEIQ
QuUAaéng, Ta deiypata TTPETTEl va WuxovTal oToug -20 °C /-4 °F. (Thomas: Labor und Diagnostik;
CLSI Guideline GP44-A4)

Aladikacia Tng pedddou

7.1

MpocToipacia

Apaiwon CUNTTUKVWHEVWY avTISpacTnpiwy:

ZUMTTUKVWHEVO PUBMIOTIKO BIGAUPa OEIyUATWY: apalWVeTE 1:5 Pe atmooTayuévo vepod (TT.X.
20 ml ouv 80 ml).

ZUMTTUKVWHEVO puBUIoTIKG d1dAupa TTAUONG: apaiwveTe 1:50 pe ammooTaypévo vepod (T1.x. 20 ml
ouv 980 ml).

MNa tnv amoguyn Tuxov AaBwv, OUVIOTATAlI N CAPAVON TWV KOTTAKIWY Twv OIaQopwV
avTiIdpacTnpiwv Babuovounong.

Apaiwon Twv delypndTwy TWV acBevwyv:

Aciyyata opou: apaiwvete kKal avaueryvoete 1:101 pe apaiwpévo pubuIoTIKG SIAAUPG
OelypdaTwY, T.X. (1X) 1000 pl puBpIOTIKG didAupa deiyudTwy + 10 Pl opdg.

MAdon:

Atrairouvtal 20 ml apaiwpévo puBuIoTIKG didAupa TTAUoNG (1x) avd 8 Pubiopata i 200 ml
avd 96 BuBiopara 1.X. 4 Ml cuuTTUKVWPA ouv 196 ml atrooTayuévo vepo.
AuTtoparotroinpévn Adon:

MNa TN Asimoupyia Tou gpyalgiou Kal TO VEKPO OyKO TTPETTEI va An@BoUuv uttéwn TTpdoBeTeg
TTO0OTNTEG PUBNIOTIKOU BIGAUMATOG TTAUCNG

XeipokivnTn wAUON:

ATTOUAKPUVETE TO UYPO XTUTTWVTAG TNV TTAGKA ETTAVW O€ £va attoppo®nTikd xapTi. Balete 300
pl apaiwpévo puBbuIoTIKO didAupa TTAUONG o€ KABe BUBICUA XPNOIKMOTTOIWVTAG TNV TTITTETA,
mepipévete 20 deutepdAettTa. ETTavaAdperte mn diadikaoia akdun d00 QopéEg.

MikpoTtrAdkeg:

ATtropakpuveTe Ta BuBiopaTa TTou dev £Xouv XPNOIMOTTOINGEI KAl QUAACCETE Ta PE ENPAVTIKO
UAIKO KaAd kAsiopéva péoa otn hepPBpdvn TG cuokeuaaiag o€ dpooepd uépog (2-8 °C / 35,6-
46,4 °F).
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7.2 ZXAMA SIOVOURG avTIOpaCTNPIiwV
MpoTteivoupue TN xprion TG TITTETAG YyIa avTIOPACTAPIG BaBuovounong, opoug eAEyxou Kai

dciypaTa wg €¢Ne:
MNa NMOZOTIKH gpunveia MNa MOIOTIKH epunveia
1 2 3 1 2 3

A CalA | CalE | P1 A | NC P2

B CalA | CalE | P1 B NC P2

 ETREETEE c Moo o

D CalB | CalF | P2 D CC P3

E CalC | PC P3 E | PC

F CalC | PC P3 F | PC

T O I S R E—

T S R T T U R —
CalA: calibrator A CalD: calibrator D PC: positive control P1: patient 1
CalB: calibrator B CalE: calibrator E NC: negative control P2: patient 2
CalC: calibrator C CalF: calibrator F CC: cut-off calibrator P3: patient 3

7.3 BnRpata gpyaciag

Brpa  Mepiypaen

1. TMpiv amo 1o mmmerapiopa BeBaiwdeite OT £XeTe ekTEAETEI TN BladIKATia TTPOETOINATIAG ATTO TO
Brua 7.1 TTAPATTAVW.

2. AxoAouBnoTe Ta TTapakaTW PrigaTa avadAoya Pe Ta €MOUPNTA ATTOTEAECUATA
TTOIOTIKAG/TTOCOTIKAG EPUNVEIQG:

OPOI EAEIMXQOY & AEITMATA

3. Bdadete ota rpofAettopeva BuBiopata 100 pl atmd éva atmd ta
TTAPAKATW UAIKA XpNOIYOTTOIWVTAG TNV TTITTETA, OTTWG TTEPIYPAQETAI
OTO KEQAAQIO 7.2 TTAPATTAVW:
a. AvmidpaoTrpia Babuovounong (CAL.A éwg CAL.F) yia
MMOZOTIKH epunveia i
b. AvmidpaoTripio BaBuovéunong opiakng TIHAG (CC) yia

u MOIOTIKH eppnveia
Eiong, Bacete amd 100 pl atrd kaBéva atrd Ta TTapakATw:

o ApvnTiKOG 0pdg eAéyxou (NC) kai BeTikdg 0pdg eAéyxou
(PC) kabuwg kai

e AlaAupévo opo acBevwyv (P1, P2...)

4.
@ Emmwddete yia 30 Aetrtd o€ 20-32 °C / 68-89,6 °F.

I
MAévete 3 Qopég, kK&Be @opd pe 300 pl pubuIoTIKG diGAupa TTAUONG
— - (apaiwpévo 1:50).
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2YZEYTMA

Balete 100 pl diohOpatog ouleuypotog o€ KABe uttodoxEa

XPNOIJOTTOIWVTAG TTITTETA.

L

+100 pl
7
Emmwddete yia 30 Aetrtd o€ 20-32 °C / 68-89,6 °F.
30
8.
I
MAévete 3 Qopég, K&Be @opd pe 300 pl pubuIoTIKG diGAupa TTAUONG
- - (apaiwpévo 1:50).
3x 300ul
YMOZTPQMA
9

Bacete 100 pl diaAuparog utmrooTpwuatog TMB oe kdBe uttodoxéa

\u XPNOIMOTTOIWVTAG TNV TTITTETA.
10. g

Emmwadete yia 30 Aetrtd o€ 20-32 °C / 68-89,6 °F. NpooTarteloTe ammod
@ TO £VTOVO QWG.
AIAAYMA AIAKOMHZ ANTIAPAZHE
11
Bdadete 100 pl diaAUpaTog d1akoTTAG avTidpaong o€ KA Bubioua e
- TN O€IP& TTOU TOTTOBETABNKE TO UTTOCTPWUA XPNOIMOTIOIWVTAG ThV
i TITTETQ.
+100 pl
12. =
ETmwdadete yia 5 AeTrTd TOUAGXIOTOV.
.
13. AVOKIVEITE TTPOCEKTIKA TNV TTAGKA YIa 5 eUTEPOAETTTA.
OD.- OD
14. W el MeTtpAoTe TNV ammoppoenon ota 450 nm evtdg 30 AeTTTwv (CuviaTaTal
450/620 nm TTPOAIPETIKA Kal aTa 450/620 nm).
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Moo oTIKA KAl TTOIOTIKA EpUNnVvEia

O 1ToooTIKOG TTPOOdIOPIOHOG £TTITUYXAVETAl BACEl Piag TTPOTUTTNG KAWTTUANG, OTNnv oTroia
METOQEPETAI N OTITIKA TTUKVOTNTA TWV avTidpaoTnpiwv Baduovéunong (Ggovag y) Evavt g
ouykévtpwong oe U/ml (aG&ovag x). MNa Tov KaAUTEPO TTPOCBIOPICUO GUVIOTATAI N PHETAPOPE
log/lin kai éva Fit 4 TTapapétpwy. Me BAon TNV KAUTTUAN €SakpIfwveTtal attd TNV OTITIKN
TTUKVOTNTA TOU OEiYUATOG N CUYKEVTPWON TwV avTIowudatwy og U/ml.
Meploxf @UOIOAOYIKWY TIHWV AtpoodiépioTa O¢TikG aToTeEAéopATA
<12 U/ml 12 - 18 U/mi >18 U/ml
TMapadesiyua mpoodiopicuou
Auté TO TOaPAdeIypa Oev eMITPETETAI VO XPNOIMOToINBei yia Tnv eppnveia Twv

ATTOTEAECHATWY TWV A0BEVWYV.
AvTidpaoTrpia OD 450/620 nm CV % (Alokupavon)

BaBuovounong IgG

0 U/ml 0,020 0,1
3 U/ml 0,124 2,8
10 U/ml 0,265 1,9
30 U/ml 0,565 2,0
100 U/ml 1,151 1,6
300 U/ml 2,134 0,9

lNapadeiyua urroAoyiouou
AocBevric  EmravaAnyn (OD) Méoog 6pog (OD) AtrotéAeopa (U/ml)
P01 0,985/0,980 0,983 72,1
P 02 1,866/1,861 1,864 227,5

Ta Ociyuata Pe TIHEG PEYOAUTEPEG ATTO TO MEYIOTO €UPOG TIMWV TWV avTIdpAaoThpiwv
BaBuovounong mpétrel va avagépovtal wg" >Méeéy." MNpétmel va apaiwvovTal KatdAAnAa kai va
dokiyagovtal Eavd. Ta deiypaTa Pe TINEG PIKPOTEPES aTTO TO UPOG TIHWV TWV QVTIOPACTNPIWY
BaBuovounong Tpétrel va ava@épovtal wg "<EAdy."

EidIka oToixeia Tng TTapTidag, avaypApovTal GTO CUVATITOUEVO TTIOTOTTOINTIKO EAEyXOU. laTpIKA
EPYOOTHPIA UTTOPOUV Va SIEEAYOUV EAEYXOUG TTOIOTNTOG OTO XWPEO TOUG PE DIKOUG TOUG EAEYXOUG
Kal/ ] opoug atrod Tnv TPATTECA AiaTog CUN@WVA Pe TNG puBuioeig TG E.E..

2uvioTdaTal o€ KABE epyaaTrpIO va dNPIOUPYNOEl TIG OIKEG TOU QUOIOAOYIKEG TIUEG, BACIOPEVEG
0T OIKK TOU TEXVIKN, EAEyXOUG, EEOTTAICHO Kal TTANBUCOUG aoBevwV.

TNV TTEPITITWOTN KATA TNV OTTOIA OI TIMEG TWV OPWV EAEYXOU BEV CUUPWVOUV HE TA KPITAPIA, N
OOoKIuN gival dkupn Kal Ba TTPETTEN va ETTAVAANPOEI.

Oa Tmpémmel va eAeyxbouv T TTAPAKATW TEXVIKA ¢ntApaTta: Huegpopnvieg ARENg Twv
avTIdpaoTNpiwy (TTOU  TTPOETOINACTNKAV), OUVOAKEG aTTOBAKEUONG, TIITTETEG, OUOKEUEG,
PWTOPETPO, OUVORKES eTTWACNG Kal UEBOSOG TTAUONG.

Edv 1a oToixeia Ta otroia uttoBARBNKav o€ dokiu TTapoucidfouv atrdkAIon ) GAAou €idoug
dlagpopoTroinon atrod TIG AVANEVOUEVES TIUEG ) €Av Ogv TTANPOUVTAl TA KPITAPIA EYKUPOTNTAG
XWPIg eUAoyn aiTia, ETTIKOIVWVAOTE JE TOV KATAOKEUQOTA i TOV TTPOUNBEUTH TOU KIT SOKIMNG.
MNa 1roioTikA a§ioAéynon diaBAcTe TNV OTITIKY TTUKVOTATA TOU PAPTUPA OTTOKOTTAG (cut-off
calibrator) kai Tnv avTioToixn Twv BEIYUATWY AOBEVWV. ZUYKPIVETE TNV OTITIKI TTUKVOTNTA TWV
OelyudTwy Pe auth Tou pdaptupa. MNa tnv ToIoTIKY agloAdynaon TTpoTeiveTal va BewpouvTal Ta
ociyuata 20 % yupw amd Tnv TIPA Tou papTupa cav atmpocdiopiota. OAa Ta deiypaTta pe
UWnAOTEPEG TINEG BewpouvTal BeTIKG, deiyuaTa e XaunAOTEPES TINEG apvNTIKA.

ApvnTIKO: OD qo8evi < 0.8 x OD cut-off
Ampoodidpiota: 0.8 x OD cytoff < OD qotsvg S 1.2 X OD cut-off
O€TIKO: OD qo8evi > 1.2 X OD cut-off
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9  Texvikd oToIxeia
YNKO delyhaTWV: Opdg
Oykog delyuaTwy: 10 pl opdg yia apaiwon 1:101 pe 1x puBuIoTIKG didAUpa
OEIyNaTWY
OAIKOG Xpbdvog TTWaoNG: 90 AeTrTd 0€ Bepuokpaacia dwpaTiou 20-32 °C / 68-89,6 °F
MeploxA pétTpnong: 0-300 U/ml
AvaAuTtikr) EvaioBnoia: 1,74 U/ml
duAaén: o€ 2-8 °C / 35,6-46,4 °F OTIG QUBEVTIKEG QIAAEG
Ap1Bubg Twv TTPOCdIoPICUWY: 96 dOKIYNACIES
10 Zroixeia Arédoong
10.1 EUpOg @UGCIOAOYIKWYV TIHWV
Opoi aipaTog uylv doTwv uTToBARBNKaV oTnV avoooAoyikn dokipacia AESKULISA® SS-B kal
OTTO TO ATTOTEAECUATA TTPOEKUWYE N aKOAOUBN KaTavoun:
Ap1Bu6g delypdTwy apvNTIKA oplaKd OeTIKA
174 171 (98,3 %) 1 (0,6 %) 2 (1,1 %)
2UVIOTOUUE, £TTIONG, KABE epyaoThpIo va KaBopioel To BIKO Tou €UPOG QUOIOAOYIKWYV TIHWV.
10.2 AkpiBeia
H akpiBeia Twv ommoTeAeOPdTWV TTOU  TTPOEKUWAV aTTd TNV  avoooAoyIKA  doKIhaagia
AESKULISA® SS-B, REF 3110 agioloynbnke pe Pdaon TOV TTPOCOIOPICUO  TNG
ETTAVAANYINOTNTOG KAl TNG AvaTTapaywylnoTnTag Kabwg Kal Tng diakupavong oTIG avaAUOEIg
TTOAAWV OEIYUATWYV BIOPOPETIKWV dPATTNPIOTATWY AVTICWHATWV.
TautéTnTa _ quva)\nqupémw i I'Ia;'myw\ 14OTNTA i 'AKpi €10
SeiypoTog Méoog 6pog Méoog 6pog Méoog 6pog
(U/ml) cVv (U/ml) cVv (U/ml) cV
Acgiypa 1 8,03 8,9 % 8,12 18,6 % 8,12 7,1 %
Agiyua 2 12,94 11,2 % 13,07 12,6 % 13,07 12,1 %
Agiypa 3 42,17 11,7 % 42,17 15,3 % 41,53 11,0%
Acivua 4 81,71 9,7% 81,71 11,2 % 79,56 10,1 %
Agiyua 5 149,21 8,5 % 147,71 14,8 % 146,10 12,3 %
10.3 EvaioOnoia kai €§e1dikeuon

AvaAuTIKA guaioBnoia

H avaAutiki euaioBnoia éxel agiloAoynBei pe Baon TTOAAQTTAEG avaAUoElG OEIYHATWY HE
PUBUIOTIKG dIGAUUA Kal XapNAWY BETIKWY SeIyUATWY Kal PJE UTTOAOYIOHS TOU opiou avixveuong.
Ma tn Ookipacia AESKULISA® SS-B, REF 3110 éxel kaBopioTei éva O6plo avixveuong
1,74 U/ml.
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MFpappIKOTNTA

TpEIG OpOi AiPATOG TTOU KAAUTITOUV TO GUVOAIKO €UPOG ThG OOKIPATIag apaiwbnkav o€ oelpd e
éva apvnTiko deiypa opoU aipatog. O1 TIHES TwV EEXWPIOTWY OIGAUMATWY TTOU TTPOEKUYAY ATTO
TN METPNON KAl O AVOUEVOUEVEG TIUEG XPNOIUOTTOINONKAVY YA TOV UTTOAOYIOUO HIAG YPAUMIKAG
TTaAIvVOPOUNOoNG. ZUPQWVA JE Ta ATTOTEAECHOTA TOU EAEYXOU YPAUMIKOTNTAG TTPOCBIOPICTNKE
éva e0pog 3 - 300 U/ml yia Tn dokipaoia AESKULISA® SS-B.

BaBuovoéunon
Noyw Tng éNAeiwng d1EBvoug avagopdg Babuovounong, auti n péBodog BabBuovopeital og
auBaipeTeg povadeg (U/ml).

11 AiaBeon
MapakoAouBnoTE TIG OXETIKEG KAVOVIOTIKEG OTTAITACEIG!
12 BiBAloypapia

Kalden JR (1988). Sjogren-Syndrom. In Kalden JR (Hersg), Klinische Rheumatologie, S.
374-379; Springer-Verlag, Berlin.

Harley JB (1998).Autoantibodies in Sjogren’s syndrome. J. Autoimmun 2: 383-394.

Reichlin M and Wasicek CA (1983). Clinical and biological significance of antibodies to
Ro/SS-A. Hum Pathol 14: 401-405.

Hendrick JP, Wolin SL, Rinke J, Lerner MR, Steitz JA (1981). Ro small cytoplasmic
ribonucleoproteins are a subclass of La ribonucleoproteins: further characterization of the Ro
and La small ribonucleoproteins from uninfected mammalian cells. Mol Cell Biol 1: 1138-1149.

Yoo CJ and Wolin SL (1997).The Yeast La protein is required for the 3 endonucleolytic
cleavage that matures tRNA precursors. Cell 89: 393-402.

Lothar Thomas: Labor und Diagnose. Indikation und Bewertung von Laborbefunden fur die
medizinische Diagnostik., 8. Auflage, TH Books

CLSI Guideline GP44-A4: Procedures for the Handling and Processing of Blood Specimens
for Common Laboratory Tests
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13 PuBuioTikd cUpBoAa

IVD

- Diagnosi in vitro

- For in vitro diagnostic use

- Pour diagnostic in vitro

- Para uso diagnéstico in vitro

- In Vitro Diagnostikum

- In Vitro AlayvwoTiké péoo

- Para uso Diagnéstico in vitro

REF

- Numero d’ordine

- Cataloge number

- Référence Catalogue

- Numéro de catalogo

- Bestellnummer - Ap1Bu6g TrapayyeAiag
- Nimero de catalogo
- Descrizione lotto - Lot
L OT - Lot - Lote
- Chargen Bezeichnung - XapaKTnpIouog TrapTidag
- Lote

uDI

- Identificatore univoco del dispositivo

- Unique Device Identifier

- Identifiant unique de I'appareil

- Identificador Gnico del dispositivo

- eindeutige Produktidentifizierung

- Movadiké avayvwpIoTIKO GUOKEUNG

- Identificador tnico do dispositivo

3

- Conformita europea

- EC Declaration of Conformity

- Déclaration CE de Conformité

- Declaracién CE de Conformidad

- Européische Konformitat

- Eupwraikn oupgwvia

- Déclaracéo CE de Conformidade

96

- 96 determinazioni - 96 tests

- 96 tests - 96 pruebas

- 96 Bestimmungen - 96 TTpoadiopiouoi
- 96 Testes

elFU

"o agsiu 6

- Rispettare le istruzioni elettroniche per l'uso

- See electronical instructions for use

- Voir les instructions d‘utilisation électronique

- Siga las instrucciones electrénicas de uso

- Elektronische Gebrauchsanweisung beachten

- AKoAouBroTE TIG NAEKTPOVIKEG 0BNYieg Xprong

- Seguir as instrugdes electrénicas de utilizacido

- Da utilizzarsi entro - Use by
- Utilise avant le - Utilizar antes de
- Verwendbar bis - Xprion péxp!

- Utilizar antes de

+8°C
+2°C

- Conservare a 2-8°C (35.6-46.4°F)

- Store at 2-8°C (35.6-46.4°F)

- Conserver a 2-8°C (35.6-46.4°F)

- Conservar a 2-8°C (35.6-46.4°F)

- Lagerung bei 2-8°C (35.6-46.4°F)

- ®uAdooeTal oToug 2-8°C (35.6-46.4°F)

- Conservar entre 2-8°C (35.6-46.4°F)

- Prodotto da

- Manufactured by

- Fabriqué par

- Fabricado por

- Hergestellt von

- Karaokeuageral amé

- Fabricado por

CO-CAL

- Calibratore cut-off

- Cut off Calibrator

- Etalon Seuil

- Calibrador de cut-off

- Grenzwert Kalibrator

- Opiakdg opdg AvridpacTrplio Babuovounang

- Calibrador de cut-off

CON|+

- Controllo positivo

- Positive Control

- Controle Positif

- Control Positivo

- Positiv Kontrolle

- @ETIKOG 0pOG EAEYXOU

- Controlo positivo

CON]| -

- Controllo negativo

- Negative Control

- Controle Négatif

- Control Negativo

- Negativ Kontrolle - ApvnTiKéG 0pdg EAEyXOU
- Controlo negativo
- Calibratore - Calibrator
- Etalon - Calibrador
CA L - Kalibrator - AvtidpaoTrpio BaBuovépnong

- Calibrador
- Coniugato - Conjugate
- Conjugé - Conjugado

C O N J - Konjugat - Z0geuypa
- Conjugado

MP

- Micropiastra rivestita

- Coated microtiter plate

- Microplaque sensibilisée

- Microplaca sensibilizada

- Beschichtete Mikrotiterplatte

- EmKaAuppévn pIkpoTTAGKa

- Microplaca revestida

- Tampone di lavaggio - Wash buffer
WAS H B 5 O - Tampon de Lavage - Solucién de lavado
X - Waschpuffer - PuBpioTiké didAupa TAUoNng

- Solucéo de lavagem

- Tampone substrato

- Substrate buffer

SUB

- Substrat - Tampon sustrato
- Substratpuffer - PuBuioTiké SiGAupa UTTOoTPWUATOG
- Substrato

STOP

- Reagente bloccante

- Stop solution

- Solution d'Arrét

- Solucién de parada

- Stopreagenz

- AVTIBpaOTHpIO BIOKOTIAG avTidpaong

- Solucédo de paragem

- Tampone campione

- Sample buffer

SB | 5x

- Tampon Echantillons

- Tampén Muestras

- Probenpuffer

- PubuioTiké SidAupa delypdrwy

- Diluente de amostra
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