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Evdedeiyuévn xpnon

AESKULISA® Histone-H4 cival pia Ev{upoavocoAoyikfy YéBodog oTeperG @AaNG TToU TIEPIEXE! TIG
avBpWTTIVEG PUOIKEG 10TOVEG H4 TTOU €XOUV aTTOPOVWOE aTTd TNV EUKAPUWTIKA KUTTOPIKN o€lpd Hela
YO TOV TTOOOTIKO KAl TTOIOTIKO TTPOCdIOPIoHO QVTICWHATWY OTOV avBpwITIvo 0pd, TA OTToia TACTGOVTal
EVAVTIO OTIG 10TOVEG. H péBodog e€uttnpeTei oTn d1a@opodidyvwaon ToU CUCTNHATIKOU £puBnuatwon
AUKkou (ZEN).

KAIVIKA epapupoyn Kal apxég TG HEBOdou

O1 1016vEG cival PIKPEG AAKOAIKEG TTPWTEIVEG e PopIaka Bapn peTagu 11 kai 21 kDa. Zxnuartiouv pia
OMAda AAANAETTIOPOVTWY TTPWTEIVWIYV, Ol OTTOIEG CUMMETEXOUV O0Tn ouokeuacia Tou DNA wg cwudTia
TToU ovouddlovTal TTUPNVOCWHATA Kal PJeEcoAaBouv €101 OTnv opydvwan Tng doung tou DNA ota
TTEPICOOTEPA EUKAPUWTIKA KUTTapa. ‘Eva mrupnvoowua atroTeAeital ammd éva OKTAUEPES WOPIO TTOU
atrapTtifetal atrd TIg TE00EPIG 10TOVEG H2A, H2B, H3 ka1 H4 kai DNA, 1o otroio trepieAicosTal pe 1 %4
epieAiCeig (146 bp tou DNA) yipw amd 10 (H2A, H2B, H3, H4)2 —oktapepég. lemovika
TTUPNVOOWHATA CUVOEOVTal HETAEU TOUG HECW TNG 10TOVNG H1 Kai Tou ouvdeTikoU DNA.

AvTiowpata évavTi Twv I0TOVWY epgavifovtal o aoBeveig TdoyovTeg atmd ZEA pe pia ouxvotnta 50%,
Katé n OIdpKeEIa evepywv @acewv Tou ZEA pdAhiota pe 80%. Autd Ta autoavTiIowpaTa dev gival I0IKA
yia 10 ZEA, €®kd ot1av dev ep@avifovial oe ouvduaoud pe avTicwpaTta €vavtl Tou dsDNA.
Aveupiokovtal Kal g€ GAAEG QAEYUOVWOEIG- PEUMATIKEG AOBEVEIEG, TT.X. OTNV PEUMATOEION apBpiTida
(ouvABwg xaunAoi TiTAOI, Kupiwg évavtl TnG H1), oTn OouCTNUATIKA OKAAPUVON Kal OTn VEQAVIKNA
peupaToEldr apbpitida. Epgaviovralr kai otnv TpwToTTadr] XOoAIKRA Kippwon (uéxpr 70%) kalr otnv
autodvoon nmatitida (HéExpl 35%).

Ta avTi — IGTOVIKA avTICWPOTA XWPIG TN ouppeToxA avti- dASDNA- avTICwWUATWY TTaifouv atToQaaiaTIKO
poAo oTn diIdyvwaon Tou GapuakeuTikou EA, €dw gu@avifovral pe pia ouxvotnta 95%. Ta @dpuaka
ETTAYOUV CUUTITWHOTA OTIC apOpwoEIS Kal OTO OEpUa, OUWG Ta vEQPPA Ot CGuUuMETEXOUV TTOTE. H
€I0IKOTNTA TWV QVTi- IOCTOVIKWV QVTICWHATWY OpIifeTal atmd Ta QAPPOKA, TO TTEPICTOTEPA AVTICWHATA
woTdo0, gupavifovial JOvo TTapodIKA Kal e¢apavifovtal EVIOG PEPIKWV PNVWV PETA OTTO Tn BIOKOTTA
TWV QAPHUAKWY.

Apxég TnG doKipaoiag

Ta diaAupéva 1:101 deiyparta opol eTTwdlovTal OTIG HIKPOTTAGKEG, Ol OTTOIEG Eival ETTIKAAUPPEVEG
ME TO €10IKO avTiyovo. Katd Tn dIdpKela TG £TTWACNG UVOLovTal Ta EIBIKA AvTICWHUATA aTT® TOV
op6 Twv acBevwy, €dv autd UuTTApXOUV, PE TO AvVTIYOVO TTOU PPIOKETAl OTNV TTAGKA, TA Wn
ouvdeuEva aToixeia Tou 0poU aTTopakpUvovTal oTo £TOUEVO BAa TTAUONG. Etreira rpocBEéTovTal
avTI-avOPWTTIVEG AVOCOOPAIPIVEG, 01 OTTOIEG €ival OUeUYUEVEG PE UTTEPOLEIDAON aTTd pagavida
(o0Ceuypa). Kard tn didpkeia piag €mwaong, 10 oUleuypa (CULEUYMEVEG QVOOOCQAIPIVEG)
OuVOEETAl PUE TO OUPTTAOKO aVTIYOVOU — AVTICWHATOG TTOU OXNUATIOTNKE TTPIV, Ol UN OUZEUYUEVEG
avoooo@aIpiveG ATTOPOKpUVOVTal OTO €TTOPEVO BANaA TTAUoONG. H dlatTioTwon Twv ouvOeuévwv
AVTICWUATWY TTPOYUATOTTOIEITAI HE EVCUUATIKA XPWOTIKA avTidpacn (UTTAE) TOU UTTOOTPWHATOG, N
otroia avaoTéAAeTal pe dlaAupévo o&U (aAAayn xpwong o€ Kitpivo). O BaBudg oxnuaTiopou
XPWHATOG aTTO TO XpwHoyovo egaptdtal ammd Tnv TT000TNTA OUuleUypaTog Trou BpiokeTal
ouvOedEPEVN PE TO OCUPTTAOKO QVTIYOVOU-QVTICWHATOG Kal £T01 €ival avaAoyog TTpOG TNV apXIKN
OUYKEVTPWAN TWV QVTIOTOIXWV AvTICWUATWY OTO deiyua aoBevoug.

1/10



Product Desc. Histone-H4

AESKU,DIAGNOST|CS

Manual Rev. No. 004: 2024-12-11

2UOTOTIKA OTOIXEIO TTOU TTEPIEXOVTAI OTO OET

AIANYONTAI IPIN AO TH XPHzH

Xpwua P
2T0IXEIO MocodtnTa KATTAKIOU dlaAupar  Meprypagn / Mepiexduevo
oG
51TAdoI0 OUYKEVTPWON
PuBuiaTiké didAupa delypdtwy . . Tris, xAwpiouxo varpio (NaCl), aABoupivn Béciou
(5%) 1 x20ml Aeuko Kitpivo opoU (BSA), o&eidio Tou varpiou < 0,1%
(ouvtnpnTikd)
s . 501TAdoIa GUYKEVTPWON
l(DSLE)eXL)“GT'KO diahupa mhuong 1 x 20ml Neuko Mpdoivo | Tris, NaCl, Tween 20, ogeidio Tou varpiou < 0,1%
(ouvTnpnTIKO)
ETOIMA lA XPHZH
Xpwpa Xpwpa
2T0IXEIO MocodtnTa Katrakio  dioAUpat  Mepiypagn / Mepiexduevo
0 oG
i ) i . . AvBpwTTIivog 0pog (diaAupévog), aABoupivn Bogiou
ApVTIKGG 0pOG EAEYXOU 1x1,5ml Mpdovo - Alauyég opoU (BSA), o&eidio Tou vatpiou < 0,1% (ouvTnpnTiko)
. o ; . AvBpwTIvog 0pdg (dlaAupévog), aABoupivn Bdeiou
OeTIKOG 0pAG EAEYXOU 1x1,5ml Kokkivo | Kitpivo opou (BSA), o&eidio Tou varpiou < 0,1% (GuvTneNTIKG)
AvTidpaoTripio Baduovounong . AvBpwTTIvog 0pA8g (SlaAupévog), aABoupivn Boeiou
OpPIOKAG TIUAG 1x1,5ml MrmAe Kitpivo opou (BSA), o&gidio Tou vatpiou < 0,1% (ouvtnpnTikd)
ZuykévTpwan kabe avtidpaaTnpiou Babuovounong: O,
AvmidpaoTtrpia fabuovounong | 6 x 1,5ml N\eUKO Kitpivo* 3, 10, 30, 100, 300 U/ml. AvBpcimmvog 0pog

(d1aAupévog), aABoupivn Boeiou opou (BSA), ogeidio
Tou varpiou < 0,1% (ouvTnpnTiKO)

ZUCTATIKA OToIXEIa: AVTI-QvOPWITTIVR avococ@alpivn
>ulevyyara, IgG 1 x15ml MtrAe MrrAe onuadepévn Pe UTTEPOEEIBACN aTrd pagavida,
aABoupivn Bogiou opol (BSA)

>100epoTroinuévn TeTPpapeBUABEVISivn Kal

Yméotpwha TMB 1x15mi Madpo  AIGUYES e nogeisio Tou uBpoy6vou (TMB/H;O,)
AidAupa diakoTg avtidpaong | 1 x 15ml Neukod Alouyég 1M Y3poxAwpikd o&u
12x8 ﬁ\%l Aegv givai Me ammooTTypevoUg UTTOB0XEIG. AvaTpEETE OTNV
MAdka pikpoTiITAoTToinONG Taieg Si0BEoIy S100éaip TTapdypa®o 1 yia TTANPOPOPIEG OXETIKA HE TNV
o o ETMIKAAUYN.

*H évtaon Tou XpWwHOTOG QUEAVETAI PE TN GUYKEVTPWON
Amairodueva vAika

O avayvwoTng TTAaKWY PIKpoTITAOTToinang 450 nm avaylyvwoKel @iATpa avayvwaong Kal TTpoalpeTiké 620 nm @iATpa avapopdg
(600-690 nm). MNuaAiva egaptApata (KUAIVEpog 100-1000ml), dokipaoTikoi cwArveg yia diaAlpara. AovnTAg avauigng, TTPoX0ideg
akpipelag (10, 100, 200, 500, 1000 pl) B TTpocapuoloéuevn TToAuTTpoxoida (100-1000ul). Zuokeur TTAUONG WIKPOTTAGKAG (300ul
emmavaAapBavopevn Tpoxoida, f TPoxoida TTOAAOTTAWY KavaAlwy 1 auTopaToTroinpévo oUoTnua), atmoppo@nTikd xapti. Ol
OOKIJOTIEG HAG €XOUV WG OXEDIOOTEI yIa va XpnaoigoTtroinBoulv pe kabapd Udwp cUPPwva PE TOUg opiououg TG PapuakoTroliag
Hvwpévwv MoAireitdv (USP 26 - NF 21) kai Tng Eupwraikig @appakotroliag (Eur.Ph. 4th ed.).

®UAagn ka1 xpodvog diatppnong

Ta avTidpacTrpia Tou GuvOAOU avTIOPACTNPIWY Kal N MIKPOTTAGKA TTPETTEI va QUAdGooovTal
otoug 2-8 °C/35,6-46,4 °F péoa oOTOUG QuBevTIKOUG TTEPIEKTEG. Apaiwpéva  dlaAluara,
@uAdooovtal oToug 2-8 °C/35,6-46,4 °F yia éva pnva. MNpémer va AauBdavovtal utrdoyn ol
nuepounvieg AAENG TTou avaypd@ovTal GTn CUCKEUOOIa Kal OTIG ETIKETEG TOU KABE ouoTATIKOU.

Mn xpnoigoTroisital Anyyéva ouoTatik@ oToixeia Tou ouvoAlou avTidpaoTnpiwyv! MNpéter va
aTTo@eUyETal N £viovn €TiOPACN QWTOG aTO diIdAUpa UTTOOTPWHATOG TMB. OI PIKOTTAGKESG VO
@uAdooovTal TTavrote PE ENPAVTIKO UAIKO KOAG KAsiopéveg péoa oTtn PePPpavn NG
OUOKEUAOiag.
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Y1rodeigeig Kal TTpo@uUAGEeIg

5.2

EmiKivouvoTnTa YIa TNV UYEia

AAYTO TO NPOION EMITPENETAI NA XPHZIMOMOIEITAI MONO TNA EPFAZTHPIAKH
XPHZH (IN VITRO AIAFNQZTIKH).

MpéTTel va XpnOIWOTTOIEITAl OTTO TTPOCWTTIKO, TO OTTOIO £XEI KATATOTTIOTEN KAl EKTTAIDEUTEI €10IKA
oTn Xpnolpotroinan in vitro dlayvwoTiKwy UAIKWVY. Av Kal autd To TTpoidv dtv Bewpeital
I010iTepa TOEIKG A €TMKiVOUVO UTTO OUVOAKEG evOedelyuévng XPHOoNG, CUMPBOUAEUTEITE TIG
TTOPAKATW TTANPOPOPIES YIa TN dlaPUAALN TNG PEYIOTNG GOQAAEIAG:

2uordosic Kai uéETpa mpopuAaéng

Mepovwpéva cuoTatikd TOu GUVOAOU avTIdPAOTNPIiwY TTEPIEXOUV BUVNTIKA ETTIKiVOuva
avTiIdpaoThpla, Ta oTroia eival duvaTtd va TTPOKAAECOUV €PEBIOUO TWV OPOOAUWY Kal TOU
0épuartog. NMPOZOXH! AlakpIBwTEG, £AeyXol Kal puBuIoTIKG dIaAUpaTa TTEPIEXOUV adidio Tou
vaTpiou (NaNs) wg ouvinpnmiké. To NaNs; pmopei va civar 10EIKO €dv TTpoAneBei 1
atropponBei atrd 1o dépua n Ta pdtia. To NaN; ptropei va avridpdoel Je TNV eykataoTaon
MOAUBOOU Kal XOAKoU oxnuaTtiCovtag 101aiTepa  €KPNKTIKA HETAAANIKG adidla. Katd Ttnv
aTmroppIYn, CETTAUVETE Ue PEYAAO OyKO UDATOG yia va ATTOTPEWETE TN dnuioupyia alidiwv.
MapakaAw avaTpégete oTIg dladikaoieg atroAUuavong OTTwg TeplypdgovTtal amd T CDC R
GAAeG TOTTIKEG/ €BVIKEG ODNYiEG.

Kard tn di1dpKela TG £pyaCiag JE TO OET, ATTAYOPEUETAI TO QAYNTO, TO TTOTO KAl TO
KATTVIONA.Mn XPNOIMOTTIOIEITE TNV TTPOXO0IdA (TTITTETTA) SIa HECW TOU OTOMATOG, POPATE
yavTia giag xpRong.

Ta avmidpaoThpia avlpwTTIivnG TTPOEAEUONG TTOU TTEPIEXOVTAI OE QUTO TO TTIPOIGV (opoi
eAéyxou kal avTidpaaTripia Babuovounong) atmodeixTnkav Katd Tov EAeyxo yia nimartinda B
avTiyovo em@aveiag (HbsAg), nmartinda C kai HIV 1 kai 2 wg apvntikd. Ouwg, o poidvta
avBpwTTIvnG TTPoéAcuong B¢ PTTopEi TTOTE va atTokAEIoTEl TTAAPWG N TBaveTNTa HOAUVONG e
TOUG ava@pePOPEVOUG | Kal e GAAOUC akOun dyvwaoToug TTaBoydvoug opyaviopous. MNa Tov
AOYyO auTd, o1 opoi eAéyxou, Ta avTidpacThpia BaBuovounaong OTTwG €TTIONG Kal Ol 0POi Twv
aoBevwyv  Xapaktnpifovral wg duvnTIKA HOAUCUATIKOI KAl TTPETTEI VA XPNOIKOoTToIouvVTal
oUPQWVa JE Ta €BVIKA VOUIKG aglwuaTa.

Emeaidl 10 KIT TrEPIEXEl UANIKO CWIKNG TTPOEAEUONG, OTTWG QvVAQEPETAl OTOV  TTiVOKQ
TTEPIEXOMEVWY, TTPETTEI VA TO XPNOIUOTTIOIEITE OUPQWVA WE TIG ATTAITAOEIG TNG €6VIKAG
vopoBeaiag.

Fevikég utTodEigEIg

TNV TTEPITITWON KATA TNV OTT0ia Ol TTANPOPOPIEG TOU TTPOIOVTOG, CUPTTEPIAANBAVOUEVWV TWV
ETIKETWV, €ival EANITTEIG 1] ECQAAUEVEG, ETTIKOIVWVACTE PE TOV KATAOKEUQOTH A TOV TTPOUNBEUTA
TOU KIT OOKIUAG.

Mnv utTAékeTe n avtikaBioTdre MdpTtupeg, BaBuovounTtég, Evupua Z0Ceuéng N WIKPOTTAAKEG
aTTO JIAPOPETIKEG TTAPTIOEG. AUTO PTTOPEI va 0dNYroEl € ATTOKAICEIS OTA ATTOTEAEOUATA.
ApnoTe 6Aa Ta cuoTaTikG Tou OET va AdBouv Bepuokpaaia dwuatiou TTpIv atrd Tnv évapén
NG dokiyacoiag (20-32 °C/68-89,6 °F) kal avaueigte KaAAQ. MNpETTel oTTWodATIOTE va TnpEiTal TO
KaBopiouévo TTpwTOKOAAO yia Tn dieEaywyn TnG doKIpaaiag.

Emwaon: Zuviotoupe amédoon Sokiprpg otoug 30 °C/86 °F yia autopatoTTinuéva
OUOTAUATA.

Mnv ekBéteTe TTOTE TA CUOTATIKA TOU CUVOAOU avTIOPACTNPIWY € BepuoKpacieg Avw Twv
37 °C/ 98,6 °F. Xpnoiyotroigite yia TN Aqwn Tou OI0AUUATOG TOU UTTOOTPWHATOG TTAVTOTE
KAIvoupIia — CUCKEUaOEVA pUYXN YIO TNV TIITTETA, YIA VO OTTOQPEUYETE JOAUVOEIG. ATTOQEUYETE
TNV €TAQr] Tou SIOAUNOTOG UTTOOTPWHOTOG HE EVTOVO QwG. Mn xpnoiyoTroigiTe yia 10 SIGAUNQ
oulelypaTog TTOTE Ta B0 PUYXN TTITTETAG TTOU £X0UV £pB¢el O€ £TTA@A e GAAa avTIdpACTAPIA.
H tehik KAIVIKR Sidyvwon dev mpémmel va TiBeTal pévo pe Baon Ta aroTeEAéoHATA TNG
o1e§aypévng dokipaciag, aAAd amrd Tov 1aTp6 AdupdvovTag utrown 6Aa Ta KAIVIKA Kal
gpyaoTtnplokd gupfuata. H didyvwon tpémel va emiBeBAIWVETAI XPNOIMOTTOIWVTAG
S1a@popeTIKEG BIAYVWOTIKEG HEOODOUG.
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AQqyn deiyparog, TrposToipyacia Kal UAAgn

2uvIOoTATal N xpron @péokwv OelyudTwy opol. H Afwn TOou aipyatog TTPETTEl va yiveral
oupgewva e Ta €0vikd vopikd agiwuata.Na pn XpnolgotrolouvTal: IKTEPIKA, AMITTQIMIKA,
algoAupéva ) poAuouéva atmd PakTtApia deiyyata opou. Acgiyyarta opwv TTOU TTEPIEXOUV
owparTidla, va ToTroBeTouvTal JE XapNnAR TaxUTnTa GTn OUCKEUN Quyokévipnong (<1000 x g).
2UMAéyeTe Ta deiypaTa dipatog o€ KaBapd, oTeyvd Kal KevA QIaAidIa.

Katémv dlaxwpiopou Ta dciypata TTAGOPOTOG TIPETTEl va XPNOIKMOTToINBoUv eviog Twv
TPWTWYV 8 wpwyv, dIAPOPETIKA TTPETTEI va QUAACCOVTAl KAEIOPEVO AEPOOCTEYWS OTOUG 2-
8° C/35,6-46,4 °F yia 48 wpeg To WEYIOTO. & TTEPITITWON TTOU TTPORAETTETAI PEYOAUTEPN
oldpkela QUAAENG, Ta deiyuata TTPETEN va wuyovTal oToug -20 °C/-4 °F.

Ailadikacia Tng pedddou

7.1

MpocToipacia
Apaiwon CUNTTUKVWHEVWY avTISpaoTnpiwy:

2UMTTUKVWHEVO PUBUIOTIKO SIGAUMA DEIYUATWYV: apalwveTe 1:5 pe atmooTayuévo vepod (Tr.x. 20
ml ouv 80 ml).

2UMTTUKVWHEVO pUBNIOTIKO BIdAUpPa TTAUONG: apaiwveTe 1:50 pe atmmooTayuévo vepod (r.X. 20
ml ouv 980 ml).

MNa tnv amouyn Tuxov AaBwv, ouvioTdtal n CAPAVON TwWV KATTAKIWY Twv OIaopwyv
avTiIdpacTnpiwv Babuovounong.

Apdaiwon Twv delyudTwy TWV aoBevwv:

Aciyyata opou: apaiwvete kal avauelyvoete 1:101 pe apaiwuévo pubuIoTIKG SIGAUPG
OelypdaTwY, T.X. (1X) 1000 pl puBpIOTIKG didAupa deiyudTwy + 10 Pl opdg.

MAdon:

Atrairouvtal 20 ml apaiwpévo puBuIoTIKG didAupa TTAUoNG (1x) avd 8 PuBiopata i 200 ml
ava 96 BuBioparta 1.X. 4 ml cupTTUKVWPa cuv 196 ml atrooTaypévo vepod.

AuTtoparotroinpévn Adon:

MNa TN Asimoupyia Tou gpyalgiou Kal TO VEKPO OyKO TTPETTEI va An@BoUuv uttéwn TTpdoBeTeg
TTO0OTNTEG PUBNIOTIKOU BIGAUMATOG TTAUCNG

Xeipokivntn TAUon:

ATTOUAKPUVETE TO UYPO XTUTTWVTOG TNV TTAGKa €TTdvw Ot €va attoppo@nTikO XapTi. BaleTe
300 pl apaiwpévo puBuioTIKG O1dAupa TTAUONG o€ KABe BUBICPO XPNOIKMOTTOIWVTAG TNV
mTéTa, TTEPIéveTE 20 deuTepOAeTTITa. ETTavaAdBeTe Tn Siadikacia akoun dUo QopEc.
MikpoTTAdKEG:

ATTopakpUveTe Ta BuBiopaTta TTou dev £XOUV XPNOIKOTTOINGET KAl QUAGCCETE TA PE ENPAVTIKO
UAIKO KOAG KAgiopéva péoa otn JePPBpdvn TnG ouokeuaaiag oe dpooepd pépog (2-8° C/35,6-
46,4 °F).
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ZXAMa d1avoung avTidpaoTnpiwyv

MpoTteivoupue TN xprion TG TITTETAG YIa QvTIOPAOTAPIa PaBuovounong, opols eAEYXOU Kal
OciypaTa wg €€Ne:

MNa NMOZOTIKH gpunveia MNa MNMOIOTIKH gpunveia
. , 5 4 ............ . , ST 4 ...........
B can lcae W e e
S oaA Tcae o0 T e S . E—
C CalB | CalF | P2 C | CC P3
D CalB | CalF | P2 D CC P3
= e Tec U I R IS R
= e U = S D I R
G CalD | NC G P1
H CalD | NC H  P1
CalA: calibrator A CalD: calibrator D PC: positive control P1: patient 1
CalB: calibrator B CalE: calibrator E NC: negative control P2: patient 2
CalC: calibrator C CalF: calibrator F CC.: cut-off calibrator P3: patient 3

BAupara epyaciag

Brpa  Mepiypaen

1. Mpiv amréd 1o mimetdpiopa BeBaiwBeite 0TI £XeTe eKTEAEDEI TN BladIKACi TTPOETOINATIAG ATTO TO
Briua 7.1 TTapaATIAVW.

2. Akohoubnote TO TOPOKATW Prjgata avahoya pe  Ta  €mOuunTd  atmmoTeAéouaTa
TTOIOTIKAG/TTOOOTIKAG EPUNVEIQG:

OPOI EAEIMXQOY & AEIFMATA

3. Badete ota mpoPAeTTopeva BuBioparta 100 ul atréd éva atméd Ta
TTAPAKATW UAIKA XPNOIYOTTOIWVTAG TNV TTITTETA, OTTWG TTEPIYPAPETAl
OTO KEPAAQIO 7.2 TTapaTTAvVW:
a. Avmdpaotipia Babuovounong (CAL.A €éwg CAL.F) yia
MNMOZOTIKH gpunveia A
b. Avndpaotripio BaBuovéunong oplakng TIPAG (CC) yia

u MOIOTIKH eppnveia
Etriong, BaZete atmd 100 pl atrd kaBéva atrd Ta TTapaAKATW:

HIE e ApvnTiKAS 0pdC eAéyxou (NC) Kat BETIKOS 0pdC EAEyXOU
(PC) kaoBwg kai

e AiaAupévo opd acBevwv (P11, P2..)

4.
@ Emwadete yia 30 Aetrta o€ 20-32 °C/ 68-89,6 °F.

I
MAévete 3 popég, kaBe opd pe 300 pl pubuIoTIKG didAupa TTAUCNG
—_ —_ (apaiwpévo 1:50).
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6.

N

10.

11.

12.

13.
14.

L

+100 pi

®

30

3x 300ul

30

oD, ODGE/\/

450/620 nm

I

2XYZEYTMA

Bagere 100 pl SioAOpatog oufelypoTog Ot KGBE UTTOdOXEX
XPNOILOTTOIWVTAG TTITTETA.

Emwdadete yia 30 Aetrtd o€ 20-32 °C/ 68-89,6 °F.

MAévete 3 Qopéc, kKaBe opd pe 300 ul pubuIoTIKG diIGAUpa TTAUCNG
(apaiwpévo 1:50).

YMNOZTPQMA

Bacete 100 pl diaAduartog uttooTpwuatog TMB oe kGBe uttodoxéa
XPNOIUOTTOIWVTAG THV TTITTETA.

Emmwadete yia 30 Aetrtd o€ 20-32 °C/ 68-89,6 °F. [NpooTaTeloTe atmod
TO £VTOVO QWG.

AIAAYMA AIAKOMHZ ANTIAPAZHZ

Badete 100 pl diaAuparog dlokoTTAG avTidpaong o€ KaBe BuBioua Pe
TN OEIPA TTOU TOTTOBETABNKE TO UTTOOTPWHA XPNCINOTTOIWVTAG ThV
mITETA.

EmwdédeTe yia 5 AeTTTd TOUAGXICTOV.
AVOKIVEITE TTPOOEKTIKA TNV TTAGKA yIa 5 deuTepOAETTTA.

Metpriote Tnv amoppognon ota 450 nm evidg 30 AemTwv
(ouvioTdTal TrpoaipeTikG Kal oTta 450/620 nm).
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MoooTIKA Kal TTOIOTIKA EPMNVEia

O 1To0o0TIKOG TTPOTdIoPIoHOG eTTITUYXAvETAl BACEl Piag TTPOTUTTNG KAWTTUANG, OTnv oTroia
METAQEPETAI N OTITIKA TTUKVOTNTA TwV avTidpaoTtnpiwv Baduovéunong (aGovag y) Evavt g
ouykévTpwong oe U/ml (dgovag x). INa Tov KAAUTEPO TTPOCBIOPICPO CUVIOTATAI N PHETOPOPG
log/lin ka1 éva Fit 4 TTapauétpwy. Me BAon TNV KAUTTUAN €€akpifwveTal atmd TNV OTITIKA
TTUKVOTNTO TOU OEiyUaTOG N CUYKEVTPWON Twv avTiowudtwy og U/ml.

[epioxy @UOIOAOYIKWYV TIHWV AtrpoodiépioTa O¢eTiKG aToTeEAéouaTa
<12 U/ml 12 -18 U/ml >18 U/ml

Mapadsiyua mpoadiopicuou
Auté TO TOPAdeIypa Oev €mMITPETETAI VO XpnoigoTroinBei yia Tnv gpunveia Twv
ATTOTEAECHATWY TWV A0BEVWYV.

AvTidpaoTrpia OD 450/620 nm CV % (Alokupavon)

BaBuovounong IgG

0 U/ml 0,043 3,2
3 U/ml 0,142 2,4
10 U/ml 0,293 2,9
30 U/ml 0,631 1.3
100 U/ml 1,394 0,6
300 U/ml 2,412 1,8

lNapadeiyua urroAoyiouou

AcBevic EmavaAnyn (OD) Méoog 6pog (OD) AtrotéAeopa (U/ml)

P01 0,637/0,654 0,646 30,5

P 02 1,156/1,140 1,148 73,2
Ta Ociyuata Pe TIHEG HEYOAUTEPEG ATTO TO MEYIOTO €UPOG TIMWV TWV avTIdpaoThpiwv
BaBuovounong mpétrel va avagépovtal wg" >Méeéy." MNpétmel va apaiwvovtal KatdAAnAa kai va
ookiudafovtal Eavd. Ta deiyuaTa PE TINES MIKPOTEPES aTTd TO EUPOG TIHWYV TWV aAVTIOpACTNPIWY
BaBuovounong Tpétrel va ava@épovtal wg "<EAdy."
Eidika oToixeia tng TTAPTIdAG, avaypd@ovTal OTO CUVOTITOPEVO TTIOTOTTOINTIKO EAEYXOU.
laTpIKa epyaoThpia PTTopouv va die¢dyouv eAEyXoug TTOIGTNTOG OTO XWPEO TOUG HE BIKOUG TOUG
eAéyxoug kai/ ] opoug atod Tnv TPATTECa aipaTog ocuuewva pe Tng pubuioeig NG E.E..
2UVIOTATOI O€ KABE epyacTAPIO VO dNUIOUPYROE! TIG DIKEG TOU QUOIOAOYIKEG TIUEG, BACIOUEVEG
oTn OIKN TOU TEXVIKN, EAEyXOUg, EEOTTAICUO Kal TTANBUOPOUG aoBevwv.

TNV TTEPITITWOTN KATA TNV OTTOIx OI TIMEG TWV OPWYV EAEYXOU dEV CUMPWVOUV HE TA KPITHPIA, N
dokKiun gival dkupn kal Ba TTPETTEI va eTTAVaANQOE.

Oa Tpétrel va egAeyxBolv T TTAPOKATW TEXVIKA (nTAMaTta: Huepopnvieg ANENG Twv
avTidpacTnpiwv (TTou TTPOoETOINACTNKAY), OUVOAKEG aTTOBAKEUONG, TTITTETEG, OUOKEUEG,
QWTOUETPO, OUVONKEG ETTWAONG Kal uEBodog TTAUONG.

Edv 1a oToixeia Ta omoia uttoBARBNKav o€ dokiu TTapoucidfouv atrdkAIon ) GAAou €idoug
dlagpopoTroinon atd TIG AVANEVOUEVEG TIHEG 1 Qv Ogv TTANPOUVTAl TA KPITAPIA EYKUPOTNTAG
XWPIG eUAOYN AITia, ETTIKOIVWVIOTE YE TOV KATAOKEUQOTI ) TOV TTPOUNBEUTA TOU KIT SOKIUAG.
MNa moloTikA agioAéynon SiafdoTe TNV OTITIKA TTUKVOTNTA TOU PAPTUPO OTTOKOTTAG (cut-off
calibrator) kai Tnv avTioToixn Twv SEIYUATWY A0BEVWV. ZUYKPIVETE TNV OTITIKI TTUKVOTNTA TWV
OelyudTwy Pe auth Tou pdapTupa. MNa tnv ToIOTIKY agloAdynaon TTpoTeiveTal va BewpouvTal Ta
ociypata 20% yupw atmd Tnv TIUA Tou papTupa cav ammpoodidpiota. OAa Ta deiypata pe
uYnAOTEPEG TINEG BewpoUvTal BETIKA, deiypata Je XaUNAGTEPES TINEG ApVNTIKA.

ApvnTIKO: OD oo8evi; < 0.8 x OD cut-off
ATI'pOO'5I6pIO'T(X: 08 X OD cut-off S OD qoegvr'] S 12 X OD cut-off
OcTIKO: OD qotevi > 1.2 X OD cut-off
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9  Texvikd oTolxeia
YAIKO SelyuaTwy: Opdg
‘Oykog delyudTwv: 10 ul opdg via apaiwaon 1:101 pe 1x pubuIoTIKO SiIAAUNQ
OEIYUATWY
OAIKOG XpbOVOoGg £TTWAONG: 90 Aemrtd o€ Beppokpacia dwpatiou 20-32 °C/68-89,6 °F
Mepiox péTpnong: 0-300 U/ml
AvaAuTikr) EvaioBnaia: 1,0 U/ml
duAaén: o¢ 2-8° C/35,6-46,4 °F oTIG auBeVvTIKEG QIAAEG
ApIBu6G Twy TTpoodiopiopwy: 96 doKIPaaieg
10 Zroixeia ATddoong
10.1 AvaAuTtiki Evaiofnoia
Aokiyaaia Tou puBuioTiKoU dioAUpaTog deiypatog 30 @opéc oe AESKULISA® Histone-H4
Oivel avaAuTiki evaioBnoia 1,0 U/ml.
10.2 Ei1dikéTnTa Kol EvaioBnoia
H 1TAGKa PIKPOTITAOTTOINONG €ival ETTIKOAUPUEVN JE QUOIKH avBpwTTIvn 1I0TOVN H4.
Ae dlaTmIOTWVOVTAl  AVTIOPACTIKOTATEG OlaoTaupwong ME GAAA  avTiyova. avTi-IOTOVIKA
avTicwpata gu@avigovtal 0to 50% Twv acBevwy TTou TToyouv ammo ZEA, katd tn didpkeia
o&éwv aocwv Tou ZEA pahiota kai péxpl 1o 80%.
10.3 FpapuIKOTNTA

MNa emAeypévoug opoug uTTépece va €EakpIBwOEel pia ypauuikh ouvaptnon PETagu TG
apaiwong Kal TG CUYKEVTPWONG TWV AVTIOWUATWY Of€ autry Tn dokiyacia. Adyw Twv
ETEPOYEVWIV AVOPWTTIVWYV QVTICWHATWY OPWG, BeV gival duvaTd va aTTOKAEIOTEN TO YEYOVOG OTI
MEPOVWUEVOI 0POi TTAPOUCIAZOUV PN YPOUMIKA CUPTTEPIPOPA.

Ap1Bp. Apaiwon HETPNMEVN CUYKEVTPWON AVAPEVOUEVN CUYKEVTPWON Avaktnon (%)
Acgiypatog (U/ml) (U/ml)
1 1/100 129,0 130,0 99,2
1/200 63,0 65,0 96,9
1/400 31,0 32,5 95,4
1/800 15,0 16,3 92,0
2 1/100 65,0 64,0 101,7
1/200 31,0 32,0 96,9
1/400 15,0 16,0 93,8
1/800 8,0 8,0 100,0
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10.4 AkpiBeia

MNa Tov éAeyxo akpifelag TnG peBddou eCakpIBwONKE PE TPEIG OPOUG OE DIAPOPETIKES TTEPIOKES
TNG TTPATUTING KAPTTUANG N ECWTEPIKN KAl evdIdueon dlakuuavon.

EowTtepikn péBodog Evdidaueon pébodog
ApiBp. Méocog 6pog CVv ApiBp. Méoog 6pog CcVv
Seiyparog (U/ml) (%) Seiyparog (U/ml) (%)
1 142,0 1,4 1 139,0 2,1
2 56,0 1,8 2 59,0 2,0
3 31,0 0,7 3 34,0 1,8

10.5 Alakpifwon

11

To ToooTIKO cuoTnPa PETPNONG AOYW EAAEIPNnG evdg O1EBvoUG TTPOTUTTOU avaQopdg EXEl
OIaKPIBWOET pe TTPOOWPIVEG HOVADEG PETPNOoNG. Ta atroteAéopaTta didovTal o U/ml.
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PuBuioTikd cUpBoAa

IVD

- Diagnosi in vitro

- For in vitro diagnostic use

- Pour diagnostic in vitro

- Para uso diagnéstico in vitro

- In Vitro Diagnostikum

- In Vitro AlayvwoTiké péoo

- Para uso Diagnéstico in vitro

REF

- Numero d'ordine

- Cataloge number

- Référence Catalogue

- Numéro de catalogo

- Bestellnummer - ApiBu6g TrapayyeAiag
- Nimero de catalogo
- Descrizione lotto - Lot
L OT - Lot - Lote
- Chargen Bezeichnung - XapaKTnpIopog TrapTidag
- Lote

UDI

- |dentificatore univoco del dispositivo

- Unique Device Identifier

- Identifiant unique de I'appareil

- Identificador tnico del dispositivo

- eindeutige Produktidentifizierung

- Movadikd avayvwpIoTIKO GUOKEUNS

- Identificador tnico do dispositivo

C€

- Conformita europea

- EC Declaration of Conformity

- Déclaration CE de Conformité

- Declaracion CE de Conformidad

- Européische Konformitat

- EupwTrdikr oup@uwvia

- Déclaracdo CE de Conformidade

- 96 determinazioni - 96 tests
- 96 tests - 96 pruebas
- 96 Bestimmungen - 96 Trpoodiopiopoi
96 - 96 Testes
elFU - Rispettare le istruzioni elettroniche per l'uso - See electronical instructions for use

"w agsku e

- Voir les instructions d'utilisation électronique

- Siga las instrucciones electrénicas de uso

- Elektronsiche Gebrauchsanweisung beachten

- AkoAoUBNOTE TIG NAEKTPOVIKEG 0BnYieg Xprong

- Seguir as instrugdes electrénicas de utilizacido

- Da utilizzarsi entro - Use by
- Utilise avant le - Utilizar antes de
- Verwendbar bis - Xprion péxpr

- Utilizar antes de

+8°C
+2°C

- Conservare a 2-8°C (35.6-46.4°F)

- Store at 2-8°C (35.6-46.4°F)

- Conserver a 2-8°C (35.6-46.4°F)

- Conservar a 2-8°C (35.6-46.4°F)

- Lagerung bei 2-8°C (35.6-46.4°F)

- ®uhdooeTal oToug 2-8°C (35.6-46.4°F)

- Conservar entre 2-8°C (35.6-46.4°F)

- Prodotto da

- Manufactured by

- Fabriqué par

- Fabricado por

- Hergestellt von

- Karaokeuageral amré

- Fabricado por

CO-CAL

- Calibratore cut-off

- Cut off Calibrator

- Etalon Seuil

- Calibrador de cut-off

- Grenzwert Kalibrator

- Oplakég opdg AvtidpaaTripio Babuovounong

- Calibrador de cut-off

CON/|+

- Controllo positivo

- Positive Control

- Controle Positif

- Control Positivo

- Positiv Kontrolle

- OeTIKGG 0pOG EAEYXOU

- Controlo positivo

CON]| -

- Controllo negativo

- Negative Control

- Controle Négatif

- Control Negativo

- Negativ Kontrolle

- ApvnTIKGG 0pAG EAEYXOU

- Controlo negativo

- Calibratore - Calibrator
- Etalon - Calibrador
CA L - Kalibrator - AvTidpaaTnpio Babpovounang

- Calibrador
- Coniugato - Conjugate
- Conjugé - Conjugado

C O N J - Konjugat - Z0Zeuypa
- Conjugado

MP

- Micropiastra rivestita

- Coated microtiter plate

- Microplaque sensibilisée

- Microplaca sensibilizada

- Beschichtete Mikrotiterplatte

- EmkaAuppévn JIKpoTTAGKa

- Microplaca revestida

- Tampone di lavaggio

- Wash buffer

WASHB [50x

- Tampon de Lavage

- Soluci6n de lavado

- Waschpuffer

- PubpioTikd didAupa TAUoNG

- Soluc&o de lavagem

- Tampone substrato

- Substrate buffer

SUB

- Substrat - Tampo6n sustrato
- Substratpuffer - PUBIOTIKG SIGAUNG UTTOOTPWHATOG
- Substrato

- Reagente bloccante

- Stop solution

STOP

- Solution d'Arrét

- Solucién de parada

- Stopreagenz

- AVTIBpacTrpIo SIOKOTIHG avTidpaong

- Solucédo de paragem

- Tampone campione

- Sample buffer

SB | 5x

- Tampon Echantillons

- Tampon Muestras

- Probenpuffer

- PuBuioTiké didAupa Serypdtwy

- Diluente de amostra
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